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In 1908 the writer published a manual for the use 
of students in cement laboratory practice. The 
present volume contains nearly all of the matter 
included in the former work, in addition to which 
there are problems in the testing of other materials 
used in engineering constructitm, including tests of 
concrete, stone, brick, asphalt, sand and gravel, 
wood, iron, and steel. This volume is particularly 
intended for the use of those schools which include 
in one course all of the work in testing materials 
which is required of their students. However, a 
sufficient number of problems are outlined to permit 
the manual to be used in those schools in which the 
work is subdivided into two courses. If the entire 
field is covered by one course, it is probable that a 
considerable number of the problems will have to 
be omitted. 

The Cement Laboratory Manual was prepared 
for the use of students taking the course in cement 
laboratory practice in the University of Illinois, 
and for the use of others requiring such a manual • 
Instructions for the problems originally used in the 
course mentioned were devised by Ira O. Baker, 
Professoi^ of Civil Engineering, University of 
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Illinois, under whose direction the author had 
charge of the cement laboratory at that institution 
for three years. The Cement Laboratory Manual 
was prepared by revising and extending the in- 
structions previousfy in use. 

For suggestions and assistance in the preparation 
of the Cement Laboratory Manual, the writer is 
very much indebted to Professor Ira O. Baker. 

L. A. W. 

July, 191 1. 
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MATERIALS TESTING 
MANUAL. 

CHAPTER I. 

GENERAL INSTRUCTIONS. 
ART. I. LABORATORY WORK. 

I. Mettiods. There are two classes into which 
methods of testing may be divided, viz., direct and 
indirect methods. The first class includes all of 
those tests in which the character of the property 
under consideration is directly determined, either 
in the material or in a sample of it. The second 
class includes all of those methods by which the 
quality of the material is inferred from the results 
of tests upon related properties. For instance, it 
might be possible to determine the strength of a 
given material by breaking a sample, measuring the 
amount of the load used, or if it were known from 
the results of previous tests, or experience, that the 
specific gravity for satisfactory specimens had 
always been within certain limits, and that for 
unsatisfactory specimens the specific gravity had 
always been outside of those limits, then it might 
be possible to infer the quality of the material on 
hand by a determination of tiae specific gravity. 
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2 MATERIALS TESTING MANUAL 

In many instances in whidi the quality of a mate- 
rial is inferred from the results of indirect tests, it 
requires but a slight variation in the results of the 
tests to reverse the indication as to the quality of 
the material. Since variations in the manner of 
Qinducting a test may cause a variation in the 
results, it is apparent that for certain kinds of 
tests all observers should follow uniform methods. 
Furthermore, there are cases in which variations 
in the method of preparing specimens, or in the 
method of treating a material, may cause consider- 
able variation in the results of direct tests. For 
these reasons various organizations have attempted 
to standardize the methods of testing to be used for 
materials of construction. The American Society 
for Testing Materials has for its object this pur- 
pose, and its work in this direction is to be com- 
mended. The American Society of Civil Engineers 
and other organizations have also done a great deal 
of good work along the same line. 

2. The student should make use of the standard 
methods of testing in order that he may gain a 
knowledge of those methods, that his results may 
be compared with the results obtained by other 
experimenters, and that his results may be of the 
greatest possible practical use in his own engi- 
neering practice. 

3. Care of Small Apparatus. Small pieces of 
apparatus which are kept in lockers should be 
cleaned and returned to their places as soon as 
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GENERAL INSTRUCTIONS 3 

possible after using. Use care in liandJing glass- 
ware. To T^nove cement which has set upon 
glassware vinegar or muriatic add can be used. 
However, if glassware is thoroughly cleaned with 
water before the cement hardens, there will be no 
necessity for the use of acid. 

4. Use of Testing Machines. No machine 
should be started without the approval of the 
instructor. Before starting a machine all tools, 
small pieces of apparatus, and other loose articles 
should be removed from the vicinity , or be so placed 
that they will not fall into the gears. Also, see 
that the machine is out of gear, with the driving 
belt running on loose pulleys. 

5. In starting the electric motor, if such is used, 
allow the lever of the starting compensator to 
remain with the indicator at " Starting " until the 
motor has attained full ^ed, after which the lever 
should be shifted so that indicator points to " Rim- 
ning." Some small motors are used without 
starting compensators, in which case the full current 
is at once turned on by throwing the switch. If a 
motor of this kind is required to start with some 
belting and shafting connected, the strain in start- 
ing can be reduced by taking hold of the belt and 
giving it a start before throwing the switch. Be- 
fore stopping the motor see that all machines which 
are driven by it are out of gear. 

6. In preparing to use a large testing machine 
attach the necessary grips or the compression heads 
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which axe required for tlie test to be made. Next 
see that the scale beam will balance for a zero load. 
If it does not balance shift the counteqjoise as 
may be required. Then place the specimen in 
position in the machine, advance the poise on the 
scale beam far enough to cause the beam to drop, 
and move the lever to place the machine in gear. 
As soon as the scale beam rises, begin to move the 
poise forward, keeping the beam balanced until 
failure of the specim«i occurs. Be careful not to 
move the poise beyond the point at which the 
failure occurs before taking the reading. As soon 
as the failure occurs, throw the machine out of gear 
and then record the reading of the load. 

7. In using a testing machine the proper speed 
to use will depend upon the nature of the test. 
For compression tests of short specimens the slow- 
est speed will usually he-required. For ordinary ten- 
sile tests the next speed faster than the slowest will 
probably be satisfactory. The fastest speed should 

. be used only for shifting the position of the mov- 
able head to facilitate placing or removing speci- 
mens. 

8. In making tensile tests the specimen is held 
by two sets of grips, one set being attached to 
the fixed head and one set to the movable head of 
the machine. If the thickness or diameter of the 
specimen is small it is necessary to insert a filler 
plate between each grip and the machine head. 
The thickness of the filler plates or the number 
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used should be sufficient to prevent the grips from 
projecting from the head. In Fig, i the wrong 



way is illustrated, the filler plates being omitted, 
thus allowing the grips to slide down so far that 
they do not obtain full bearing against the head. 
The correct method is shown in Fig. 2. 



Wg. I. — Right w»r 



g. Assignment of Equ^ment, For cement test- 
ing each student will be assigned a trowel, a pan, 
a beaker, and a graduated cylinder. He will 
also be assigned a locker in which to keep his 
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equipment. The number of the locker will be the 
same as the reference number of the student, by 
which assigmnents will be made. Other small 
pieces of apparatus which will be required will be 
kq)t in lockers provided for that purpose. The 
keys for these lockers will be kept in a key case, and 
can be obtained from the instructor. When a key 
is taken from its hook in the case, a receipt card is 
to be filled out by the student and placed upon the 
hook. Upon the card should be placed the date, 
the number of the key or locker, and the name of 
the person taking the key. This card is not to be 
removed when the key is returned , but it is to remain 
on the hook as a record- After returning the 
equipment to the locker, the key is to be deposited 
in the key case. In the event that any of the 
equipment is damaged, a record of the damage is 
to be made on a red tag, which is to be d^Msited 
with the key. Upon such red tags record the date, 
the article damaged, the locker in which the 
apparatus belongs, and the name of the person 
responsible for the damage. If apparatus is found 
to be damaged when a locker is assigned, the facts 
should be immediately reported to the instructor in 
charge. 

10. Molds for making briquettes, sets of dies for 
marking specimens, rammers, oil cans, waste, and 
other equipment and supplies of this character, 
will be kept in suitable places provided for them. 
Whenever such equipment is used, it should be 
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returned to its proper place as soon as possible, in 
order that the work of other students may not be 
unnecessarily delayed. 

II. Assignment of Materials. Each student 
will be assigned the materials to be used at each 
laboratory period. The assignments of cements 
will be made bcm two particular brands, one of 
which wiD be a Portland cement, and the other 
either a natural or a pozzuolana cement. For con- 
venience each brand of cement will be given a 
nimiber by which it will be designated upon the 
assignment sheet, but in reporting the results of 
problems the name as well as thenumberoi the cement 
should be reported in every case. The assignment 
sheet will indicate whether one or both of the 
cements are to be used at one laboratory period. 
If desirable the same problem may be assigned for 
two different laboratory periods, only one cement 
being used at each period. Different kinds of sand 
will also be designated by number. Numbers from 
I to 49 inclusive will be reserved for Portland 
cements, numbers from 50 to 79 inclusive for 
natural cements, numbers from 80 to 89 inclusive 
for pozzuolana cements, and nimibers from 90 to 
99 inclusive for different kinds of sand. 

13. Waste Materials. After using cement do 
not attempt to return it to the original bins or cans, 
even though it has not been mixed, but place it in 
the waste can provided for that purpose. If the 
cement is allowed to be returned to the original 
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. supply, mistakes are likely to occur, and the various 
brands will soon become mixed. Do not place any 
unused mortar or other waste materials in the cans 
provided for unused cement. Waste boxes will be 
provided in which unused mortar, broken briquettes, 
and other wastes which are not liquid can be de- 
posited. Very wet or liquid wastes are to be placed 
in the waste jar provided for them, and under no 
conditions are wasies or water containing cement to 
be placed in the sink. 

13. Assignment of Problems. In order that 
an excessive amoimt of equipment may not be 
reqjiired, the problems will be assigned in such a 
manner that only a few students will be working on 
each problem at any one laboratory period. When 
more than one problem is to be executed at one 
laboratory period, the problems will be given on the 
as^nment sheet in the order in which they are 
to be executed. It is important that the student 
shall observe the order in which the problems are to 
be done, particularly for assignments including the 
determination of the time of set, in which case the 
specimens should be prepared as quickly as possi- 
ble at the beginning of the period, and while wait- 
ing for the setting to occur another problem can be 
executed. The letter m is used upon the assign- 
ment sheet to indicate the laboratory periods at 
which specimens are to be made, and the letter t 
to indicate the periods at which specimens are to 
be tested. 
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14. Marking Test Specimens. In some of the 
problems instructions are given for marking speci- 
mens which are to be tested at some future labora- 
tory period. The student should be careful to 
follow these instructions, since it is desirable to 
have all the members of the class use a unifonn 
method, in order that the attendant who cares for 
the specimens may know where they belong, 

ART. a. PREPARATION OF REPORTS. 

15. A report is to be made out for each problem 
and is to be handed in within three days after the 
completion of the problem in the kboratory. Each 
problem is to be reported upon a separate sheet, 
even though the laboratory work for several 
problems may be executed at one laboratory period. 
It is also desirable to have the report for each 
problem occupy but one page. In order that 
reports may be uniform, it is essential that each 
student shall use only the kind of paper designated 
for such reports, and the use of other kinds of paper 
will be sufficient cause for the rejection of reports. 

16. In addition to the reports to be submitted 
for the separate problems, the student will be 
required to submit a final report upon each of the 
two rements used. Each of these final reports 
shall contain a summary of the results of the tests 
which have been made upon the brand of cement 
under consideration, and in concluaon a statement 
shall be made concerning the character of the 
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cement as indicated by the results of the various 
tests. In this statement name the kinds of work 
for which the cement would be satisfactory and the 
kinds of work for which it might prove unsatis- 
factory. Also compare the results with the speci- 
fications recommended by the American Society 
for Testing Materials, which are given in Appen- 
dix II. 

17. It is essential that both the reports of the 
problems and the final reports shall be carefully 
prepared. Forms for these reports are not given, 
for the reason that it is desired that students shall 
take the initiative and that they shall learn to 
devise reports. For much of the school work, 
forms of notes are furnished which show the exact 
way in which to record the various data and 
results obtained. Cement laboratory work may be 
different from the other work which the student 
has done, and many of the engineering problems for 
which he will have occasion to devise reports wi]] 
undoubtedly be different from any of his previous 
work; but, if he will study the methods used in the 
arrangement of a few kinds of work, he should be 
able to apply those methods to other kinds of 
work. For this reason the student is asked to 
study carefully the arrangement of his rq>orts. 
In devising forms for reports, the following things 
should be remembered: A report should be terse, 
precise, complete, and neat. In order that it may 
be neat, it must be not only well arranged, but also 
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legibly written or lettered. In order that a report 
may be complete and at the same time terse, all of 
the necessaty facts should be stated, but each fact 
should be stated as briefly as may be without de- 
tracting from the precision of the statement. It 
is well to tabulate all data and all results which 
can be expressed in such form. Similar kinds of 
facts should be collected and arranged under suit- 
able headings, as " Object of Experiment," " Appa- 
ratus," " Method of Determination," " Data and 
Results," " Conclusions," etc. Such headings 
should be given sufficient prominence to enable 
anyone to see at once where the facts for which he 
is looking may be found. It is not advisable to 
use symbols in headings for tabulated data, as % 
for per cent. Also avoid the use of abbreviations 
in the title and other headings of the report. 
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CHAPTER n. 
DESCRIPTION OF APPAKATtTS. 

i8. In order that the student may better under- 
stand the problems in the following chapters, some 
of the apparatus commonly found in testing labor- 
atories will be briefly described. 

ig. Cement Sampler. The device shown in 
Fig. 3 is used for obtaining samples for inspection 
from cement packed in barrels. 



20. Sieves. Coarse sieves are used for screening 
cement to remove lumps, and fine sieves are used 
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for determining the fineness of cement. Both 
classes of sieves are designated by number, the 
number of meshes per lineal inch being the same 
as the number of the sieve. The styles of sieves 
ordinarily used in cement laboratories are shown 
in Figs. 4 and 5. Fig. 4 illustrates a single sieve, 
and Fig. 5 a nest of sieves arranged to fit together, 
with a cover on the top sieve and a pan attached 
to the lower sieve. 

21. Apparatus for Determining Weight of 
Cement. For the purpose of determining the 



Flf. 6. — Ap|«ntoi tor DeMnalnlni Wniiht of Cement 

weight of cement per cubic foot or per bushel, the 
measuring box used must be so arranged that the 
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amount of compacting which the cement receives 
in entering the box shall be the same for the differ- 
ent samples tested, since the weight varies consider- 
ably with the degree of compactness. The device 
shown in F^. 6 produces a uniform compactness 
by allowing the cement to fall from a coarse aeve a, 
suspended on hangers b to permit 
shaking, and fixed at a distance of 
three feet above the top of the 
measuring box c. 

22. Sandglass. For the purpose 
of indicating the time of mixing to 
be used for making cement paste, 
a sandglass, Fig. 7, is employed. 
Such glasses can be purchased, hav- 
ing a duration of flow of about two 
_ minutes. 

3. Trowels. For use in cement 
laboratories pointing trowels. Fig. 8, or masons' 
trowels, are most useful. The most convenient 
sizes are five-inch, siz-inch, and ten-inch trowels. 




Fi«.8. 



24. Balances and Scales. For most of the 
weighing to be done in a cement laboratory the 
Harvard trip balance, Fig. 9a, or a scale with a 
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scoop, Fig. 96, will be found satisfactory. The 
latter balance is probably a little better, since no 
time is required to balance the pan. 




rif. 9i. — Seal* for Cament and Sud 



— Trlpla-BBUn Baluica 
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25. For use in making specific gravity deter- 
tninations a balance of better quality should be 
used, but it is not necessary to use a fine balance 
of high grade. The triple-beam balance, shown in 
Fig. 10, is entirely satisfactory, 

26. For determining the fineness of cement a 
sjjedal scale, Fig. 11, is much used. This scale has 
a set of weights which have a unit such that 1000 
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K«. isa. — Displuemeat Fluks — Coaliimid 
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units of cement will be a convenient quantity for 
one detennination, and thus each unit is equivalent 
to one-tenth of one per cent of the total, 

27. Displacement Flasks. For the purpose of 
determining the specific gravity of cement, a flask 
is used which is graduated to indicate the volume 
displaced by the introduction of a small 
quantity of cement into the liquid within 
the flask. Various types of flasks can be 
obtained from the makers, some of which 
are shown in Fig. 12. The apparatus rec- 
ommended by the American Society of Civil 
Engineers is the Le Chatelier's flask, which 
when in use is to be immersed in a Jar of 
water to reduce the amount of the varia- 
tion in the temperature of the 
liquid within the flask. The 
Le Chatelier's apparatus is illus- 
trated and described in Appen- 
dix I, page 179, 

28. Measuring Glasses. For 
the purpose of measuring the 
quantity of water to be used in 
making cement paste or mortar, 
a graduated cylinder, Fig. 13, 
will be found useful. The sizes ' 
«i«i-crii»d«' wl>ich wiU usuaUy be of the ^^^ 
most service are those having ^"^"'* 
CE^jacities of 100 c.c, 250 cc, and 500 c.c. It is 
desirable to have both a small-sized and a large- 
sized cylinder at hand. 
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29. If water is piped to the mixing table a bu- 
rette, Fig. 14, may be fastened beneath the tap and 
water measured in the burette, 

30. Vicat Apparatus.* The Vicat apparatus, 
Fig. 15, is a device for measuring the distance which 



Fit. 15- — Vicat Appinliis 

a weighted needle or weighted plunger will penetrate 
a ring filled with cement paste. There are two 
caps for each machine. The lighter cap is to be 
used only when the plunger is attached to the lower 
end of the piston, and the heavy cap is to be used 

• For a further description of the Vicat apparatus, see Appen- 
d!i I, page 183. 
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only when the aeedle is in use. Care must be 
exercised to see that the proper cap is being used. 

31. The Vicat apparatus is used for detemuning 
the proper percentage of water to be used in gaug- 
ing the cement, and also for determining the rate 
of setting. The plimger is employed for the first 
purpose and the needle for the latter. 

32. Gillmore's Needles. Another instrument 
for determining the time of setting of a sample of 
cement paste is Gillmore's needle, which consists 
of weighted wire or needle which is held in the hand 
and is brought to rest upon the surface of the paste. 
Two needles, Fig. 16, are required, one having a 



tit. iS. — (^UnunVl HaedlM 

weight of one-fourth pound and a bearing area of 
one-twelfth inch, and one having a weight of one 
pound and a bearing area of one-twenty-fourth 
inch. The initial set is said to have taken place 
when a pat of cement will just stqjport the light wire, 
and the final set when it will support the heavy wire. 
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33. Molds. The molds ordinarily employed in 
making specimens for determining the tensile 
strength of cement mortar are of two kinds, individ- 
ual molds and gang molds, both of which are illus- 
trated in Fig. 17. The form of briquette which is 




Fig. i;. — Briquette Holds 

recommended by the American Society of Civil 
Engineers is shown in Fig. 63, page 188. 

34. For the purpose of making specimens for 
compression tests of cement mortar, one-inch and 
two-inch cube molds, similar to 
the one shown in Fig. 18, 
ordinarily used. 

35. Molds for concrete sped- ' 
mens are usually made of wood.* 
Cast-iron molds for six-inch cubes 
dmilar to Fig. 18 are sold by the manufacturers, 




Pic. iS. — CnlwHaU 



' For molds for shear spedmens st 
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and fot cylindrical specimens molds similar to 
that shown in Fig. 19 are obtainable. Wooden 
molds for laboratory use should be made of mate- 
rial which is sufficiently heavy to prevent it from 



Fj(. 19. — Cylindrlul Hold 

springing out of shape while casting the concrete, 
should be carefully made to insure true specimens, 
and should be held by damps in such a manner 
that the molds can be easily removed from the 
specimens, and easily put together for casting new 
specimens. One convenient arrangement is shown 
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in Fig. 20, in which the pieces a are the sides of the 
mold, 6 is the piece forming the end of the mold, 
and is held in place by resting in a groove in each 
ade piece. The pieces c of the clamp are held in 
place by a spreader d at the top and a bolt e. To 
remove the clamp the bolt e is loosened just enough 



^-m 



t> 



Fis. 10. — Crou S«l»ii ol Hold for Concrsti Beam 

to permit the spreader d to be removed, after 
which the clamp may be withdrawn from the mold, 
and the sides of mold can then be removed. 

36. Molding Machines. The most common 
method of molding briquettes is by hand, although 
machines for this purpose can be obtained from 
the manufacturer. Two machines of this kind are 
the Olsen press. Fig. 21, and the B6hm6 hammer, 
Fig. 22. With the Olsen press the briquette is 
molded by rotating the hand wheel which presses 
the mortar into a mold held in a clamp at the top 
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Fi«. II. — OlsenPTMS 
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of the machine. The amount of the pressure is 
recorded by the dial attached to the machine. 
With the Bohme hammer the briquette is molded 
by compacting the mortar with a fixed number of 
blows of a hammer, the machine being arranged to 
stop automatically when the proper number of 
blows have been given, 

37. The greatest value of briquette molding 
machines in a laboratory is to illustrate the effect 
of different methods working cement mortar. The 
two machines illustrated in Figs. 21 and 22 are 
examples of the two classes into which all molding 
machines might be divided, viz.: (i) Machines in 
which a steady pressure is employed, and (2) Ma- 
chines in which the mortar is compacted by a blow. 
A comparison of the results obtained from two such 
machines is of value to a student to indicate the 
probable effect of different methods of manipulat- 
ing cement in practical work. 

38. Boiler for Accelerated Tests. For use in 
malting boiling and steam tests a closed vessel is 
employed, having one or more racks upon which 
the specimens are placed- If the vessel is used 
for both boiling and steam tests, it is necessary 
to have two racks, one of which shall remain above 
the water level, and one below. The boiler recom- 
mended by the Committee on Uniform Tests of 
Cement of the American Society of Civil Engineers 
is shown in Fig. 66, page 193, This boiler is in- 
tended for steaming tests only, and therefore is 
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provided with but one rack. This apparatus is 
arranged to maintain the level of the water three 
inches above the top of the boiler. 

39. Moist Closet.* A moist closet is a box or 
chamber arranged so that the air within may 
be kept moist. It is used for the storage of 
test specimens from the tune of making until 
they are immersed in water, usually twenty-four 
hours. 

40. In some laboratories the test specimens are 
placed under a wet cloth instead of being placed 
in a moist chamber. The principal objection to 
this is that the cloth is likely to dry out, and is 
then of no service. To maintain the cloth in a 
moist condition the ends may be immersed in 
water, or a large pan may be turned upside down 
over the specimens and cloth. Of these two 
methods the writer prefers the latter, because he 
believes that it will produce a more nearly uniform 
condition for all of the specimens than will the first 
method. If a pan is used it should entirely cover 
all of the objects beneath it so that the entire rim 
of the pan may rest upon the table, thus preventing 
air currents from carrying away the moisture. If 
these precautions are observed, there will be no 
difficulty in maintaining a moist condition of the 
cloth and air for twenty-four hours. 

41. Storage Tank. Test specimens are usually 
stored in water from the time they are removed 

* See paragraph 63, page igo. 
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from the moist chamber until they are tested. 
For this purpose a storage taok is required which 
shall have a sufficient capacity to accommodate all 
of the specimens which are likely to be in storage 
at one time. For convenience in using, such a tajik 
should have a waste pipe, an overflow pipe leading 
to the waste pipe, and a supply pipe. If the tank 
is in a place which is open to the public, it is well to 
have the valves controlling the supply and waste 
pipes either locked or in a position such that they 
are not likely to be disturbed. It is also advisable 
to have a cover upon the tank which can be locked, 
so that specimens which are kept in storage for 
long-time tests may not be disturbed. 

42. Cement Testing Machines. For the pur- 
pose of determining the tensile or the compressive 
strength of test specimens a testing machine is 
used. A great variety of machines are upon the 
market, of which three styles of machines for 
determining the tensile strength of cement are 
shown in Figs. 23, 24, and 25, and one tjpe of 
machine for determining the compressive strength 
of small specimens is shown in Fig. 26. Some 
machines are arranged so that they may be used 
for both tensile and rompressive tests. However, 
since very few compressive tests of cement are 
made, most of the testing machines employed are 
for tensile tests. For testing concrete, compres- 
sive tests are often made, but for this purpose large 
testing machines are employed. 
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43. The most common types of cement testing 
machines produce a stress upon the briquette by- 
means of a stream of shot which runs from a 
chamber of the machine into a pail or vessel. 
When the briquette breaks, the stream of shot is 
automatically stopped, and the amoimt of the stress 
is determined by weighing or noting the weight of 
the shot in the vessel. The scale employed in the 
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weigbiiig is so graduated tliat it indicates directly 
the stress upon the briquette, instead of the actual 
weight of the shot. The more improved forms 
of machines are arranged so that the beam of the 



Fi(. 14. — Autnmillc TsRlnc HKchins 

machine can be li^pt horizontal while the stress is 
being applied. If this cannot be done, it is usually 
necessary to estimate the amount of tension which 
mxist be applied to the briquette in placing it in 
the machine, in order that the beam may be nearly 
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horizontal when the specimen breaks. The result 
is that weak specimens are often broken while 
being placed in the machine, and very strong speci- 
mens have to be reset in the machine, during which 
process they are likely to be broken. 




44. The capacities which are usually employed 
for tensile-testing machines are 1000 and aooo 
pounds. For ordinary laboratory work the lower 
capacity is probably the better, since very few 
briquettes will exraed 1000 pounds in strength, 
and ance the %hter maclune will act a little more 
quickly in shutting off the supply of shot. 



3,q,-Z.-dbvGOOg[C 



•DESCRIFnON OF APPARATUS 31 



le for Compressm T«atB 



3,q,-Z.-dbvGOOglC 



32 MATERIALS TESTING MANUAL 

45. Hydraulic Testing Mactiines. A consider- 
able rmmber of hydraulic testing machines of 
'various types and sizes are in use, two of which are 
illustrated in Fig. 26 and Fig. 27. The first is 



PI(. IT- — HrdnuUc Tmuranc T«itidg MuUne 

for compression tests and has a capacity of 40,000 
pounds. It is particularly adapted to making 
compression tests of small specimens of concrete. 
The second is for transverse tests and has a capacity 
of 100,000 pounds. A common method of measur- 
ing the load which is applied with hydraulic ma- 
chines is by means of a pressure gauge which is 
affected by the pressure of the liquid in the cylin- 
der containing the plunger. This arrangement is 
illustrated in Fig. 26. The objections to this 
method of determining the load are that the fric- 
tion of the plunger may sUghtly affect the results 
and that the calibration of the pressure gauge may 
need to be checked occasionally. The machine 
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shown in Fig. 27 avoids these objections by em- 
ploying a scale beam which is independent of the 
hydraulic cylinder. 

46. Vertical-screw Testiiig Machines. The 
most common type of testing machine which is 



Kf. jg. — V«tkal-«c»w Tudng Hubins 

employed in laboratories for tensile, compressive, 
and flexural tests of wood, iron, and steel is the 
vertical-screw testing machine. A large number 
of styles of these machines are manufactured, 
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some of which are particularly suited for certain 
kinds of tests. One of the conunon types is shown 
in Fig. 28. Similar machines can be obtaiaed 
with maximum capacities ranging from 10,000 to 
400,000 pounds. Machines with even larger capac- 
ities can be built, which utihze the same method 
of applying and measuring the load. Machines 
which are intended for testing columns have long 
vertical screws and long upright standards, and 
those which are intended for testing long beams 
have wings attached to opposite sides of the plat- 
form. 

47. Vertical-screw testing macfiines are made 
with two screws and with three screws as well as 
with four screws. A two-screw machine which is 
adapted to a large range of tests is shown in Fig. 29, 
This machine has an upper head which can be 
shifted to accommodate specimens of various 
lengths, the standards being long enough to accom- 
modate tensile and compressive specimens six feet 
in length. It is also provided with a long table 
for transverse specimens. The capacity of this 
machine is 300,000 pounds. 

48. The maciiine which is shown in Fig. 28 has 
one movable head which is attached to four ver- 
tical screws. The screws pass through loose holes 
in the platform of the machine to the gears in the 
base of the machine. The movement of these 
gears causes the vertical screws and the attached 
head to move up or down as desired. The load is 
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Kf. 19. — Twiyacrow Testkc Machfau 

applied only with the downward movement. The 
platform of the machine is supported by levers, 
which are connected with the scale beam. Upon 
the platform are four vertical standards to which 
the upper head of the machine is rigidly attached. 
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In making tensile tests the specimen is held at the 
upper end by grips attached to the fixed head, 
and at the lower end by grips attached to the 
movable head. As the movable head moves 
downward the specimen is elongated, the amount 
of the pull bemg transferred to the platform 
through the vertical standards, the amount of 
which load is then measured by the scale beam. 
As the load increases the poise of the scale beam is 
moved forward to keep the beam balanced. 

49. For compression tests the grips are re- 
moved from the lower head and a bearing plate 
is attached to the mider side of the head. The 
specimen is placed between the bearing face and 
the platform. As the head moves downward the 
specimen is compressed and the amount of the 
load which is transferred to the platform is meas- 
ured by the scale beam, as described for tensile 
tests. 

50. Transverse Testing Machines. For the pur- 
pose of testing large beams of wood, steel, and re- 
inforced concrete, vertical-screw testing machines 
are generally used. However, for class use in 
testing small wooden beams, particularly for 
sj)ecimens which are sufficiently slender to obtain 
good observations of the deflection, a machine of 
smaller capacity than most vertical-screw testing 
machines is desirable. For this purpose the ma- 
chine illustrated in Fig. 30 is well adapted. It has 
a capacity of 10,000 pounds and will take specimens 
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three inches square, with a length not exceeding 
five feet. By using slender specimens the deflection 
at any point can be fairly well determined by direct 



Fig. JO. — Tmiaveiss Tesling Machine for Snull Specimens 

measurement with a rule or scale, or the deflection 
can be observed with the device shown in the 
cut, 

51. Torsion Testing Machines. In Fig. 31 is 
shown one style of machine for making torsion 
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tests of Steel shafting. The specimen is held at 
each end by chucks, one of which is rotated by gear 
wheels, while the other is connected to a scale 
beam, which indicates the amount of the load in 



pound-inches. The heads of the machines are 
graduated in degrees, for observing the amount 
of the twist. 

52. Impact Testing Machines. Two types of 
machines for making impact tests are illustrated 
by Figs. 32 and 33. In each case the machine 
indicates the energy of the blow upon the speci- 
men, the energy being determined by knowing the 
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weight of the hammer and the distance through 
which it falls. The first type of machine is adapted 
to comparatively small sizes, but the machine 



Sit. 31' — BtltlH ImiMct Uachine 

shown in Fig. 33 can be obtained in sizes suitable 
for testing large specimens. 

53. In Fig, 34 is shown an impact machine 
which is used for testing the toughness of macadam 
rock. The machine consists of an anvil of 50 kg. 
weight, to which is connected the frame carrying 
the operating parts. The hammer weighs 2 kg. 
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Pig' 34' — Impact Hachiae for Mao 
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and is arranged so it may be dropped by incre- 
ments of I cm. up to 90 cm. upon an intervening 
plimger of i kg. weight, which rests on the test 
piece, TTie hammer is drawn up by power and 
is automatically released at the point set by the 
operator. 

54. Cold-bend Testing Machines. A machine 
for making cold-bend tests of iron and steel speci- 
mens is illustrated in Fig. 35. The specimen can 
be bent through an angle of 180 degrees. The 
nature of the bend or the point at which fracture 
occurs is observed. 

55. Abrasion Cylinders. Abrasion tests of pav- 
ing brick are made with an abrasion cylinder or 
rattler. The standard rattler test recommended 
by the National Brick Makers' Association is made 
with a rattler of the type shown in Fig. 36, the 
cylinder frequently being enclosed in a dust-proof 
case. With this machine the .brick to be tested 
are dumped into the cylinder with the specified 
charge of cast-iron shot, and after the prescribed 
number of revolutions the loss by weight, due to 
the abrasion, is determined. 

56. An abrasion cylinder designed by Professor 
A, N, Talbot, of the University of Illinois, con- 
sists of a short cylinder, the inside circumference 
of which is covered with the brick to be tested. 
The brick are clamped in place, and as the cylinder 
revolves the abrasive materials impinge upon the 
exposed edges of the brick. 
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Vig. is- — Cold-bcDd TcbUhs Machine 
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57. The abrasion machine shown in Fig. 37 is 
used for abrasion tests of stone for road construc- 
tion. The cylinders are each 20 cm. in diameter 
by 34 cm. in length and are mounted at an angle 
of 30 degrees with the axis of rotation. No abra- 
sive material in addition to the stone is used with 
this machine. 
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■ 58. Micrometers. For the careful measurement 
of the diameter or size of cross section of small 
spedmens either a micrometer, similar to that 
shown in Fig. 38, or a pair of slide calipers is suit- 
. able. For the measure- 
f ment of flat specimens 
two micrometers are use- 
ful, in order that one 
may be allowed to re- 
main at the approximate 
setting for the width, while the other is at the 
approximate setting for the thickness. 

59. Laying-off and Per-cent Gauge. Thelaying- 
off gauge, shown in Fig. 39, is used in marking 
steel tensile specimens and in measuring the elon- 
gation. The gauge is first laid upon the specimen 
and a length of eight inches is divided into one- 




Fjg. 39. ^- Layin^-oll uid Percent GaugA 

inch spaces by means of a scratch awl. After 
rupture the two pieces of the specimen are laid 
together, with the fractured ends joining, and the 
gauge is used to measure the elongation. The 
units of the graduation at the end of the gauge are 
one per cent of the gauge length (eight inches). By 
observing the marks which were originally one inch 
apart the elongation for each inch can be noted. 
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60. Extensometers and Defonneters. An ex- 
tensometer is a device for measuring the elonga- 
tion in a given length of a specimen which is sub- 



jected to tension. A defonneter is a device for 
measuring the deformation which occurs in a given 
length of a specimen. The two most common 
principles employed in instruments of this kind 
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are the micrometer and the vernier and dial. Two 
applications ol the vernier and dial are shown in 
Figs. 40 and 41, both instruments being adapted 
to the measurement of the deformation for tests 



id CampresBlon Testa 



either in tension or in compression. Three microm- 
eter instruments are shown in Figs. 42, 43, and 
44. The first is for tensile tests, the second for 
compressive tests, and the third may be used for 
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either, but it is intended for specimens of concrete 
in the form of cyhnders eight inches in diameter. 
"In using the micrometer instruments the parts are 



ir EMeOBometM 



connected to an electric bell circuit in such a man- 
ner that the circuit will be closed by bringing the 
point of either micrometer in contact with its bear- 
ing surface. As soon as the bell rings the reading 
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Fig. ^. — Duplex CompreidoD HicnmBter 

of the micrometer is observed, and the micrometer 
screw is run backward far enough to prevent further 
contact mitil another reading is desired. 

6i. Two deformeters for use in testing beams and 
coliunns are shown in Figs. 45 and 46. 



bvGooj^lc 



Flu. 44. — Duplei DeCgcmeIn for Cmcnte 
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62. Deflection Instruments. For measuring the 
deflection of small beams, such as specimens of 
cast iron, the deflection instrument shown in Fig. 47 
is suitable. These instruments can also be obtained 
with a vernier attached to the end of the indi- 
cator arm. The scale reads directly to o.oi inch 
of actual deflection and the vernier reads to o.ooi 
inch. 



63. Multiplying Dividers. The instnunent 
shown in Fig. 48 is used in determining the yield 
point of metal specimens tested in tension. Two 
prick marks are made on the test piece, two inches 
apart, and the dividers are held against.the speci- 
men with the points in the prick marks. The 
motion of the pointers is watched, and the yield 
point is detennined by noting the load at which 
the rate of travel of the pointer suddenly increases. 



:,q,-z.-dbvGoOg[c 



CHAPTER ni. 
TESTS OF CEMEXn". 



PROBLEM Ai. 

Determination of Fineness of Cement. 

64. Object. The object of this e]q>erinient is 
to detennine how finely the given samples of 
cement have been ground. 

65. Apparatus Required. One set of sieves * with 
cover and pan, scale for testing fineness, or a fine 
balance, with set of weights, apparatus for drying 
cement, and one No. 20 sieve. 

66. Mat^ials Required. 50 or 100 grams of 
each assigned cement. 

67. HeQiod of Operation. Thoroughly dry the 
cement, and then screen a small quantity through 
the No. 20 sieve, to remove the coarse lumps. Of 
the cement which passes through the sieve weigh 
out 1000 units if Richie's scale for fineness is used, 
or 50 grams if a fine balance is used. Place the 
quantity thus weighed upon the No. 200 sieve, 
having the pan attached at the time. Place the 
cover upon the sieve and shake, holding the sieve 

* The set of sieves sbould include a No. loo sieve and a No. 
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in a slightly inclined position, and strike it gently 
with the palm of the hand at the rate of about 200 
strokes per minute. Continue this operation until 
not more than one-tenth of one per cent passes 
through during one minute of continuous sieving. 
Then weigh the residue retained upon the sieve 
and also the material in the pan. Next attach the 
No. 100 sieve to the pan, and place upon the sieve 
the residue caught upon the No. 200 sieve. The 
sieving is then continued in the same manner as 
with the No. 200 sieve. After completing the 
operation with this sieve the residue is placed upon 
the next coarser sieve, and so on imtil all of the 
sieves in the set have been used. 

68. After completing the determination for one 
of the assigned cements determine the fineness of 
the other brand in the same manner, 

69. Report. In the report state the quantities 
retained and the quantities passing each sieve. 
Also report the per cent of the total which is re- 
tained upon each sieve and the per cent which 
passes, stating the residts to the nearest tenth of 
one per cent. Compare the results with the speci- 
fication in Appendix II. Also note the errors of 
the eqjeriment. 



3,q,-Z.-dbvGOOglC 



TESTS OF CEMENT 57 

PROBLEM A2. 

Weight of Cement. 

70. Object The object of this experiment is 
to detennine the weight of a unit volume of dry 
cement. 

71. Apparatus Required. Standard sifting box * 

72. Materials Required. About one-half peck 
of each assigned cement. 

73. Method of Operation. Place a small quantity 
of cement upon the sieve of the standard sifting 
box, and shake the sieve. Continue to add small 
quantities of cement and to shake the sieve until 
the box at the bottom is filled. When the meas- 
uring box is full remove it carefully, and strike the 
top of the cement level with the sides of the box 
by means of a straight edge. Then weigh the bbx 
together with the cement contained. Also weigh 
the box empty, and measure its inside dimensions. 

74. Repeat the entire operation with the other 
assigned cement, 

75. After using the cement for this experiment do 
not return it to the cans or bins from which it was 
taken, unless special instructions to that effect have 
been given, but place it in the waste-cement can. 

76. Report. Compute and tabulate the weight 
in pounds per bushel and in pounds per cubic foot. 
Also state the capacity of the box. 

* See Fig. 6, page 13. 
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PROBLEM A3. 

Specific Gravity of Cement.* 

77. Object. The object of this experiment is 
to determine the specific gravity of the given 
samples of cement. 

78. Apparatus Required. Le Chatelier flask 
with jar and small tunnel,! glass rod, pipette, ther- 
mometer, small scoop, balance and set of weights, 
ring stand or other similar support, and apparatus 
for drying cement. 

70. Materials Required. 200 grams of each 
assigned cement, and about one quart of benzine. 

80. Method of Operation. Place a small quan- 
rity of each assigned cement {75 grams) on an iron 
plate and dry thoroughly. While these samples 
are drying determine the specific gravity of each 
cement in its undried condition. 

81. Place enough water in the jar of the Le 
Chatelier apparatus to half fill it. Insert enough 
benzine J into the flask to bring the surface just a 
Uttle above the mark below the small bulb. Place 
the flask in the jar of water and allow the benzine 
and water to attain the same temperature. Ar- 

* For K discussion of the usefulness of the specific gravity test, 
see "The Specific Gravity of Portland Cement," by Richard K. 
Meade and Lester C. Hawk, Proc. Am. Soc. for Testing Mate- 
rials, vol. vn, p. 363. 

t See Fig. 61, page 179. 

I See paragraph ti, page 180. 
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range the ring stand so that the flask will be held 
vertically in the jar of water and so that the small 
funnel will extend about an inch into the top of the 
flask. By means of the pipette withdraw enough 
benzine to bring the surface exactly to the mark 
below the small bulb. Weigh out 65 grams of 
cement, and insert it into the dask through the 
funnel, a little at a time, first noting the tempera- 
ture of the water. A little of the cement can be 
taken in the scoop and can be passed through the 
funnel by using the glass rod. It is necessary to 
introduce only a small quantity of cement at a 
time to prevent clogging the stem of the flask near 
the surface of the gasoline, and also to prevent air 
bubbles from being carried into the Uquid with the 
cement. When all of the cement has been inserted 
in the flask read the position of the surface of the 
gasoline and note the temperatiue of the water. 

82. The volume between the mark below the 
small bulb and the zero of the graduation above 
the bulb is 20 c.c. The units of the graduation 
are cubic centimeters and the smallest divisions are 
tenths of centimeters- The specific gravity of the 
cement will be 65 divided by the volume dis- 
placed. If the temperature of the benzine has 
changed during the determination, a correction to 
the apparent displaced volume can be obtained by 
multiplying the total volimie of benzine used, 
by the nimiber of degrees change in temperature, 
by the coefficient of expansion of benzine. (Ben- 
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zine is not a very definite compound, but for the 
purpose of making this correction it will be suffi- 
ciently exact to use 0.0014 ^ the coefficient of 
expansion per degree centigrade.) The correction 
will be subtracted from the observed value of the 
displaced volume for an increase in temperature, 
and will be added for a decrease in temperature. 

83. Next determine the specific gravity of each 
dried cement, following the instructions given in 
paragraph 81, and being careful to cool the cement 
to the temperature of the liquid before inserting 
it into the Bask. 

84. To prepare the Le Chatelier flask for the 
second determination, pour into the bottle marked 
" Used Benzine " enough of the liquid to lower tlie 
surface to a little above the mark below the small 
bulb, and then bring the surface exactly to the 
mark by means of the pipette. After completing 
the second determination, carefully pour into the 
bottle marked " Used Benzine " as much of the 
liquid as possible until the cement begins to pass 
out. Then shake the flask over the waste jar to 
remove the remainder of the cement and benzine. 
Complete the cleaning by placing a little water in 
the flask and shaking it into the waste jar. Rinse 
two or three times to remove every particle of 
cement, 

85. Be careful not to break the flask, as it is 
expensive. If the flask should be broken, do not 
throw away the pieces until you find whether it 
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can be repaired, since in the latter case the charge 
for the breakage will probably be much less than 
the cost of a new flask. 

86. Instead of determining the volimie of a 
known weight of cement by inserting all of the 65 
grams, the method of finding the weight of a given 
volume could have been used by inserting Just 
enough cement to displace some given volume, 
say 20 c.c, and by reweighing the remainder of the 
cement. In this case the specific gravity would 
have been computed by dividing the weight of the 
cement introduced by 20. 

87, Report. In the report for this problem 
state the apparatus by which each result was 
obtained. State the difficulties encountered and 
the precautions which should be observed. State 
whether the specific gravity of the liquid used 
aSects the results, and state whether water, alcohol, 
kerosene, gasoline, or turpentine could be used 
instead of benzine. Report your results to the 
nearest hundredth and compare your results with 
the specification in Appendix II. 
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PROBLEM A4. 

Plasticity of Cement — Boulogne Method. 

88. Object. This test is for the purpose of 
determiiiing the percentage of water required to 
produce the proper plasticity for the assigned 
cement paste, according to the Boulogne method. 

89. Apparatus Required. Trowel, pan, -beaker, 
graduated cylinder, and coarse balance with set of 
weights. 

90. Materials Required. 1000 to 1500 grams of 
each assigned cement, and water for midng. 

91. Method of Operation. Weigh out 500 grams 
of cement, place it upon the mixing table, form a 
crater at the center of the pile, pour into the crater 
a known quantity of water (say 21 per cent of the 
weight for Portland cements, and 30 per cent for 
natural cements), turn the cement into the crater 
from the edges of the pile, and work the past'e vig- 
orously with a trowel for about five minutes. To 
determine whether the paste is of the proper con- 
sistency, apply the following tests: i. The consis- 
tency of the paste should not change if gauged for 
an additional period of three minutes after the 
initial five minutes. 2. A small quantity of paste 
dropped from the trowel upon the mixing table 
from a height of 0.50 meter (20 inches) should 
leave the trowel clean, and should retain its form 
approximately without cracking, 3. Asmallquan- 



bvGooylc 



TESTS OF CEMENT 63 

tity of paste worked gently in the hands shoidd be 
easily molded into a ball, on the surface of which 
water should appear. When this ball is dropped 
from a height of 0.50 meter (20 inches), it should 
retain a rounded form without cracking. 4. If a 
slightly smaller quantity of water be used the 
paste should be crumbly and should crack when 
dropped upon the table. On the other hand, the 
addition of a greater quantity of water — one or 
two per cent — should soften the paste, rendering 
it more sticky, and preventing it from retaining 
its form when dropped upon the table. 

92. If the paste is too dry to fulfill the require- 
ments of the tests described, add a little more 
water, carefully noting the amount, and repeat the 
tests. When the correct consistency is obtained, 
try a fresh sample to check the result, since some 
error may arise froin adding water to paste which 
has been mixed for several minutes. 

93. Report. In reporting this problem tabulate 
the results for each trial, stating the character of 
the paste obtained with each percentage of water. 
Also record the trials made with each mixture, 
showing the number of mixtures for each brand 
of cement. State the estimated error in the results 
as indicated by the quantity of water required to 
produce a noticeable change in the con^tency of 
the paste. 
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PROBLEM As. 

Plasticity of Cement — witk Vicat Apparatus. 

94- Object. This test is for the purpose of 
detennining the percentage of water required to 
proper plasticity for the assigned cement paste, 
by use of the Vicat apparatus. 

95. Apparatus Required. Vicat machine fitted 
with plunger and with cap marked "Piston"; 
I vulcanite ring, i plate of glass about 4 inches 
by 4 inches, sandglass, and the apparatus required 
for Problem 4. 

96. Materials Required. 2000 to 2500 grams of 
each assigned cement, and water for mixing. 

97. Method of Operation. Determine the per 
cent of water required to make a plastic paste for 
each assigned cement by the Tetmajer method and 
by the method recommended by the American 
Society of Civil Engineers. 

98. Tetmajer Method. Mix 500 grams of cement 
into a paste, following the method described in 
Problem 4, noting the per cent of water used. 
Place the ring of the Vicat apparatus (large end up) 
on a piece of plate glass, fill with the paste, and 
carefully smooth off the top. See that the piston 
of the Vicat apparatus works smoothly. Then 
note the reading on the scale when the plunger 
rests upon the surface of the glass, outside of the 
ring. Next bring the plunger to rest upon the 
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surface of the paste, then suddenly release it and 
allow the piston to descend of its own weight. 
When it finally comes to rest, note the reading on . 
the scale. The paste is of the proper consistency 
if the plunger comes to rest six millimeters above 
the glass. If the paste is too dry add a small 
quantity of water; and repeat the determinations 
until the proper consistency is obtained. Then 
check the result with a fresh mixture. 

99. American Socie^ of Civil Engineers* Method. 
Weigh out 500 grams of cement, place it upon the 
mixing table, form a crater at the center of the 
pile, pour into the crater a known quantity of 
water, turn the dry material from the edge of the 
pile into the crater with a trowel, and allow the 
material to stand until the water.has been absorbed. 
Complete the mixing by vigorously kneading the 
paste with the hands for one and one-half minutes, 
the process being similar to that used in kneading 
dough. (The sandglass is used to indicate the 
time of kneading.) Form the paste quickly into 
a ball with the hands, completing the operation by 
tossing it six times from one hand to the other, 
with the hands about six inches apart. Then 
press the ball into the ring through the larger 
opening. Place the ring upon the glass with the 
small end up, and smooth the surface of the paste 
to a level with the top of the ring. Bring the 
plunger of the Vicat machine jto the surface of the 
paste, noting the reading on the scale, and release 
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the plunger quic^y. When the plunger finally 
comes to rest, note the reading on the scale. The 
paste is of the proper consistency if the piston 
comes to rest lo millimeters below the top of the 
ring. Repeat the trials in a similar manner, using 
a fresh mixture each time, until a paste is obtained 
which has the proper consistency. 

loo. Report. In reporting this problem follow 
the instructions for Problem A4, and in addition 
to the results for Problem Aj state the final results 
for Problem A4, for comparison. Also plot the re- 
sults for Problem A5 upon co5rdinate paper, u^ng 
percentage of water as abscissas and depth of 
penetration as ordinates. Draw a curve for the 
plotted values for each brand of cement. 
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PROBLEM A6. 

Soundness of Cement — Cold-Pat Test. 

loi. Object. This test is for the purpose of 
determining whether the assigned cements are 
likely to produce cracks or disintegration in struc- 
tures in which they might be used. 

102. Apparatus Required. Trowel, pan, beaker, 
graduated cylinder, sandglass, coarse balance with 
set of weights, and eight pieces of glass each 
about three inches by three inches. 

103. Materials Required. 500 grams of each 
assigned cement, and water for mixing. 

104. Method of Operation. Mix 500 grams of 
one of the assigned cements into a plastic paste, 
using the per cent of water obtained in Problem 5 
by the method recommended by the American 
Society of Civil Engineers. Make four circular 
pats,-each having a diameter of about three inches 
and a thickness at the center of about one-half inch. 
The edges of the pat should be made as thin as 
possible. Stamp each pat with the number of the 
cement and with the number of your locker. 
Place the pats in the moist chamber, from which 
they will be removed at the end of twenty-four 
hours, and will be placed in pans having the same 
number as the'locker. FUl one of these pans with 
water so that when removed from the moist 
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chamber two of the four pats will be placed in air 
and two in water, 

105. Make four similar pats, using the other 
assigned brand of cement, and place them in the 
moist chamber beside the first four, 

106. Examine the pats each week for four suc- 
cessive weeks, at the end of which time the problem 
is to be reported, 

107. Report. In the report of this problem state 
the condition in which each pat was found at each 
examination. State whether the pats loosened 
from the glass, whether the pats in water appeared 
green, whether the pats in air developed brown 
spots, whether the glass was cracked by the pats 
in water, whether radial cracks developed near the 
edges of the pats, and whether the cement disin- 
tegrated. Also note any other peculiar conditions. 
Consult your textbooks to find the causes which are 
likely to produce the results mentioned, and state 
your opinion of the soundness of the cements 
tested. 
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PROBLEM A7. 

Soundness of Cement — Accelerated Test. 

108. Object. The putpose of this test is the 
same as that of Problem A6, but the activity of the 
chemical changes taking place within the cement 
while hardening is accelerated by the application 
of heat. 

109. Apparatus Required. Closed vessel ar- 
ranged to boil water, provided with one rack sup- 
ported in the water upon wliich to place specimens 
for the boiling test, and one rack above the water 
ievel on which to place specimens to be subjected 
to steam bath; also the apparatus required for 
Problem 6, 

no. Materials Required. 500 grams of each 
assigned cement, and water for mixing. 

III. Method of Operation. Make and mark 
four pats of each assigned cement, following the 
instructions for Problem A6, Place all of the 
pats in the moist chamber, and allow them to 
remain there until the boiling and steam tests are 
made, which should be at the end of twenty-four 
hours, but which may have to be deferred until 
the next laboratory period. (The time at which the 
problem is to be completed is indicated upon the 
assignment sheet.) To complete the test, place 
enough water in the boiler to bring the surface 
midway between the two racks. Place two pats 
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of each cement in the water, and two pats of each 
cement on the rack above the water. Place the 
cover upon the boiler, and apply heat so as to raise 
the temperature of the water to the boiling-point 
in about thirty minutes. Continue the boiling 
until the end of the laboratory period, provided 
the period of boiling does not exceed three hours. 
Do not remove the specimens from the boiler 
within an hour after the application of heat is 
discontinued. When the pats are removed, 
examine them carefully for indications of un- 
soundness. 

112. Report. In reportmg this problem follow 
the instructions given for Problem A6; and if Prob- 
lem A6 has been completed, compare the results of 
the two problems. 



3,q,-Z.-dbvGOOg[C 



TESTS OF CEMENT 7 1 

PROBLEM A8. 

Time of Setting of Cement. 

113. Object. This experiment is for the pur- 
pose of determining the time required for the 
assigned samples of cement to acquire their initial 
set and their final set. 

114. Apparatus Required. Trowel, pan, beaker, 
graduated cylinder, Vicat apparatus with needle, 
two vulcanite rings, set of Gillmore wires, ther- 
mometer, sandglass, six plates of glass about three 
inches by three inches, moist chamber, and pan of 
water. 

115. Materials Required. 600 grams of each 
assigned cement, and water for mixing. 

u6. Method of Operation. Weighout6oograms 
of cement, and mix into a plastic paste, using the 
per cent of water obtained in Problem A5 by the 
method recommended by the American Society of 
Civil Engineers. Use water having a temperature 
about that of the air, and record its temperature. 
Fill one of the rings in the same manner as in 
determining the per cent of water. Form the 
remainder of the paste into three pats. Place one 
of the pats in the moist chamber, one in water, and 
allow one to harden in air. Note the temperature 
of the air. 

117. In the same manner as above described, 
make a plastic paste of the other assigned cement, 



bv Google 



72 MATERIALS TESTING MANUAL 

fill the second vulcanite ring, and make three pats. 
Allow these specimens to harden under the same 
conditions as the first set, 

ii8. Examine each specimen at intervals of, say, 
ten minutes to see when setting begins and when 
it is completed. Mix the cement promptly at the 
beginning of the laboratory period to allow as much 
time as possible for setting during the period. 

119. The Gillmore wires are used with the pats. 
When the light wire is just supported upon the 
surface the initial set is said to have occurred, and 
when the heavy wire is supported the final set is 
said to have occurred. Note the mark made by 
the thumb nail at the time of the initial set and of 
the final set. 

120. The Vicat apparatus is used with the rings. 
To test one of the specimens, bring the needle to 
the surface of the paste and release it suddenly. 
The initial set is said to have occurred when the 
needle ceases to pass a point five millimeters above 
the bottom of the ring. The final set is said to 
have occurred when the needle ceases to penetrate 
the surface. (Note that the Vicat apparatus is 
used only with the rings, and that the Gillmore 
wires are used only with the pats. The two 
methods of determining the points at which the 
initial and final sets occur are arbitrary, and hence 
the results by the two methods need not agree.) 
In using the Vicat apparatus keep the needle clean 
and see that the slide works freely. 
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■ i»i. Report. In reporting this problem com- 
pare the results by the two methods, state condi- 
tions affecting the rate of setting in each case, and 
state what errors are likely to occur. 
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PROBLEM A9. 

Tensile Strength oj Neat Cement — Variation wilh 
Age. 

122. Object. The purpose of this test is to deter- 
mine the strength acquired by neat briquettes of 
the assigned cements in seven days and in twenty- 
eight days, and to determine the increase in strength 
during these periods. 

123. Apparatus Required. Trowel, pan, beakei, 
graduated cylinder. No, 30 sieve, sandglass, ther- 
mometer, individual or gat^ molds for twenty 
briquettes, and coarse balance with set of weights. 

124. Materials Required. 1500 grams of each 
assigned cement, and water for mixing. 

125. Method of Operation. If the molds are not 
already cleaned and oiled, dean them by scrapii^ 
off as much mortar as possible with a trowel and 
by removing the remainder with a wire brush. 
Then oil the molds with an oily rag, and also oil 
the top of the mixii^ table where the molds are to 
be placed. Be careful to oil the entire surface of 
the molds, particularly where they come in contact 
with the briquettes, but be careful not to use an 
excess of oil, since it may be injurious to the 
strength of the cement. 

126. Screen the cement to remove the lumps, and 
then weigh out 1500 grams. Mix the cement into a 
paste, using the per cent of water which was detei- 
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mined in Problem 5 to produce the consistency 
recommended by the American Society of Civil 
Engineers. Record the per cent of water, the tem- 
perature of the water, and the temperature of the 
air. CDie temperature of the water and of the air 
should be about 70° F. or 21° C.) Mold ten bri- 
quettes of the paste, using the method recommended 
by the American Society of Civil Engineers, which 
is given in Appendix I, Note the interval elaps- 
ing from the time of adding water until the last 
briquette is molded. In like manner mix the other 
cement and mold ten more briquettes. Mark each 
briquette with the number of the cement and with 
your own number. Do not stamp the briquette 
near the breaking section. 

127. Cover all of the briquettes with a damp 
cloth, and then turn a large pan upside down over 
them to keep them from dr3'ing out. (If a moist 
chamber is provided for the purpose, place the 
molds in the moist chamber instead of covering 
as directed.) At the end of twenty-four hours 
the briquettes will be removed from the molds and 
placed in water in the storage tanks. 

128. By means of a testing machine determine 
the tensile strength of five briquettes of each cement 
at the age of seven days, and of the remaining 
briquettes at twenty-eight days. If a shot machine 
is used, time the rate of flow for half a minute. If 
necessary adjust the rate of flow so that the force 
will be applied at the rate of 600 pounds per min- 
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ute. Be careful to center each briquette properly 
in the grips, and see that the bearing surfaces of 
the grips are free from dirt and sand. 

129. Report. In the report for this problem 
tabulate the results, giving the per cent of water for 
each mixture, the time required for molding each 
set, the temperature of the water and the air, the 
brand of cement used, the age of each briquette 
when broken, the rate of application of the break- 
ing load, the tensile strength of each briquette, 
the mean for each age, and the probable error for 
each mean as determined by the formula Em = 

r, in which Em is the probable 

n{n - 1) 

error, d is the difference between any result and 
the mean for the set to which it belongs, and « is 
the number of briquettes whose results are used 
in computing the mean. (Note that Em is in the 
same units as the results, and is not per cent of 
error.) 

130. Plot the results of the mean for each age 
upon codrdinate paper, and connect the points by a 
broken line. Use the ages at which the briquettes 
were broken as abscissas, and the breaking strengths 
as ordioates. Also compare the results with the 
specifications in Appendix II. 
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PROBLEM Aio. 

Tensile Strength e/ i : 3 Mortar — Variation with 
Age. 

131. Object The purpose of this test is to 
determine the strength acquired by briquettes of 
1:3 mortar made with the assigned cements, in 
seven days and in twenty-eight days, and to deter- 
mine the increase in strength during these periods. 

133. Apparatus Required. All of the apparatus 
required for Problem Ag. 

135. Materials Required. 400 grams of each 
assigned cement, 2400 grams of sand, and water for 
mixing. 

134. Method <tf Operation. Prepare the molds 
as directed in Problem A9. Screen the cement 
through the No. 20 sieve, and weigh out 400 grams. 
Also weigh out 1200 grams of sand. Mix the 
cement and sand together dry, form a crater at 
the center of the pile, and pour into the crater 
the amount of water indicated by the table in 
Appendix I. Then mix into a mortar in the 
manner directed in Appendix I. From this mortar 
make and mark ten briquettes, following the direc- 
tions for Problem A9. In like manner make and 
mark ten briquettes, using the other assigned 
cement. Store and test the specimens as directed 
in Problem A9. 

135. Report. In the report for this problem 
follow the instructions given in Problem A9. 
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PROBLEM An. 

Variation in Tensile Strength of Neat Cement with 
Amount of Water. 

:36. Object. The purpose of this test is to 
determine the effect which a variation in the 
amount of water used in gauging the cement will 
produce upon the strength of the cement. 

137. Apparatus Required. Trowel, pan, beaker, 
graduated cylinder, individual or gang molds for 
sixteen briquettes. No. 20 sieve, sandglass, ther- 
mometer, and coarse balance with set of weights. 

138. Materials Required. 2400 grams of the 
assigned cement and water for mixing. 

139. Method of Operation. Prepare all of the 
molds as directed in Problem A9. Screen all of 
the cement through the No. 20 sieve and weigh out 
600 grains. Mix the cement into a plastic paste, 
usii^ the per cent of water which was determined 
in Problem A5 to be required for the consistency 
recommended by the American Society of Civil 
Ei^neers. Record the per cent of water, and the 
temperature of the water and of the air. (The 
temperature should be about 70° F. or 21° C.) 
Mold four briquettes of the paste, using the method 
given in Appendix I. Record the interval elapsing 
from the time of adding water until the last bri- 
quette is molded. Mark each briquette with your 
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own number, and with the letter P to indicate that 
it was made with plastic paste. 

140. Next weigh out 600 grams of the screened 
cement and mix it with water, using three per cent 
less water than was required for the plastic paste. 
Mold four briquettes from this paste, using the 
same method as was used for the first set. Mark 
the briquettes with your number, and with the 
letter D to indicate that they were made with a 
dry paste. 

141. In like manner make four briquettes, uang 
six per cent less water than was used for the plastic 
paste. Mark these briquettes with your number, 
and with the letters VD to indicate that they were 
made with very dry paste. 

143. In like manner make four briquettes, using 
' three per cent more water than was used for the 
plastic paste. Mark these briquettes with your 
number, and with the letter W to indicate that they 
were made with a wet paste. 

143. Store the briquettes as described in para- 
graph 127, page 7S- 

144. When the briquettes are seven days old, or 
at the next laboratory period, remove them from 
the storage tank, and determine the tensile strength 
of each briquette by means of a testing machine. 
Observe the precautions given in paragraph 128, 

page 75- 

145. Report. In the rqjort for this problem 
tabulate the results, giving the per cent of water for 



IV, Google 



8o MATERIALS TESTING MANUAL 

eadi mixture, the time required for molding each 
set of briquettes, the temperature of the water and 
of the air, the brand of cement, the age at which 
the briquettes were broken, the rate of application 
of the breaking load, the tensile strength of each 
briquette, the mean tensile strei^th for each set of 
briquettes, and the probable error * of the mean 
of each set. 

146. Plot the results of the mean for each set of 
observations upon coordinate paper, and connect 
the points by a series of broken lines. Use per- 
centages of water for abscissas, and breaking 
strengths for ordinates. 

147. In conclusion state what is shown by your 
results concerning the effect of the amoimt of water 
upon the tensile strength. 

* For formula for probable eiror, sec paragraph 119, p. 76. 
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PROBLEM Ai2. 



Tensile Strength 0/1:3 Mortar — Effect of Different 
Methods of Molding. 

148. Object. The purpose of this experiment 
is to determine the effect of different methods of 
molding upon the tensile strength of 1:3 mortar, 

149. Apparatus Required. Trowel, pan, beaker, 
graduated cylinder, individual molds for twelve 
briquettes, No. 20 sieve, sandglass, thermometer, 
coarse balance with set of weights, Olsen briquette 
molding machine, and B5hm6 hammer. 

150. Materials Required. 500 grams of the 
assigned cement, 1500 grams of sand (be careful 
to use the sand which is assigned), and water for 
mixing. 

151. Method of Operation. If the molds are 
not ready for use, clean and oil them as described in 
Problem A9. Also oil the table under the molds. 
Screen the cement through the No. 30 sieve to re- 
move the lumps. Weigh out 500 grams of cement 
and 1500 grams of sand, and mix them together dry. 
Form a crater at the center of the pile, into which 
pour the amount of water required for the proper 
percentage as shown in the table on page 1S4. 
Complete the mixing by the method of the Ameri- 
can Society of Civil Engineers as explained in Prob- 
lem A5. Mold four briquettes by hand, four with 
the Olsen press, and four with the Bdhmg hammer. 
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For each machine-made briquette weigh out 175 
grams of mortar. Mold the briquette promptly 
after mixing, and keq) the mortar covered with a 
damp cloth while molding the briquettes. 

152. Record the per cent of water used, the 
temperature of the water and of the air, and the 
interval from the time of adding the water until 
beginning to mold the first briquette, and until the 
completion of molding the last briquette. 

153. Mark the briquettes, using your own num- 
ber and the letters H, O, and B for hand-made 
briquettes, Olsen-press briquettes, and Bdhm£-haia- 
mer briquettes, respectively. Store the briquettes 
as directed in Problem A9, and break them at the 
age of seven days or at the next laboratory period, 

154. Report. In the report for this problem 
tabulate the results, giving all of the observed data 
and results. State the tensile strength of each 
briquette, the mean for each set, and the probable 
error * for each mean. Compare the strength of 
these briquettes with the strength of the neat 
cement briquettes made from the same brand of 
cement in Problem A9. Also compare the results 
of this problem with the specifications given in 
Appendix II. 

* For foTmula for probable enor, see paragraph iiq, p. 76. 
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PROBLEM A13. 

Comparison of Different Methods of Hand Molding. 

155. Object. The object of this experitnent is 
to determine the eflfect of diflferent methods of 
molding upon the tensile strength of neat cement. 

156. Apparatus Required. Trowel, pan, beaker, 
graduated cylinder, individual or gang molds for 
sixteen briquettes, No. 20 sieve, sandglass, ther- 
mometer, and coarse balance with set of weights. 

157. Materials Required. 3000 grams of the 
assigned cement, and water for mixing. 

158. Method of Operation. If the molds are 
not ready for use, clean and oil them as directed 
in Problem Ag, Weigh out 1500 grams of screened 
cement and mix into a paste, using three per cent 
less water than was required for the plastic paste in 
Problem A5 by the method of the American Society 
of Civil Engineers. Make five briquettes in each 
of the following ways: (i) by entirely filling the 
molds, pressing the mortar into place with the 
thumbs, and trowelit^ the surface ; (2) by partially 
filling the mold and pressing the paste into place 
after the addition of each increment; (3) by par- 
tially filling the mold and ramming each increment 
with an oak rammer having a cross section of about 
three-fourths inch by three-fourths inch, and having 
a length of twelve inches ; (4) by using a half -inch 
round iron or brass rammer, about twelve inches 
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long. (In using a rammer, the compression should 
be produced by the blow of rod, and not by pushing 
the rammer into the paste.) Be careful to .avoid 
injuring the edges of the molds. 

159. Mark each briquette with your number, 
and in addition mark the first five with i, the 
second five with 2, etc. Store the briquettes as 
directed in Problem A9, and break at the age of 
seven days or at the next laboratory period. 

160. Record the per cent of water used, the 
temperature of the water and of the air, the time 
from adding the water until beginning to mold 
the first briquette, and until the completion of 
molding the last briquette for each mixture. 

161. Report. In the report for this problem 
tabulate the results, giving all of the observed 
data. State the tensile strength of each briquette, 
the mean for each set, and the probable error * for 
each mean. 

* For formula for probiUile error, see paragraph 129, p. 76. 
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PROBLEM A14. 

Compressive Strength of Cement and Cement Mortar. 

.162. Object. This experiment is for the pur- 
pose of determining the compressive strength of 
the assigned cements. 

163. Apparatus Required. Trowel, pan, beaker, 
graduated cylinder, No, 20 sieve, sandglass, ther- 
mometer, six molds for one-inch cubes, six molds 
for two-inch cubes, and coarse balance with set of 
weights. 

164. Materials Required. 1000 grams of the 
assigned cement, 1200 grams of sand, and water 
for mixing. 

165. Method of Operation. If the molds are 
not ready for use, clean and oil them as directed in 
Problem Ag. Weigh out 600 grams of cement and 
mJTc into a paste, using the per cent of water 
determined in Problem As by the method of the 
American Sodety of Civil Engineers. Fill the 
one-inch molds with the paste. 

166. Weigh out 400 grams of cement and 1200 
grams of sand, and mix into a mortar as directed 
in Appendix I. Fill the two-inch molds, pressing 
the mortar into the molds with the thumbs. 

167. Mark all of the specimens with your 
nimiber, and store them as directed in Problem Ag. 
Break three of the small cubes and three of the large 
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cubes at the end of one week, and the others at 
the end of four weeks, 

i68. Report. In the report for this problem 
tabulate the data and the results, giving the strength 
of each specimen, the mean of each set for each 
age, and the probable error* of each mean. Com- 
pare the compressive strength with the tensile 
strength obtained in previous problems, 

* For fonnula for probable error, see paragraph 119, p. 76. 
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CHAPTER IV. 
TESTS OF CONCRETE. 

■PROBLEM Bi. 

Preparation of Specimens. 

169. Object. This assignment is for the pur- 
pose of preparing specimens to be used, for sub- 
sequent problems, in determining the compressive 
stroigth, the shearing strength, the flexuial strength, 
and the modulus of elasticity of concrete. 

170. Apparatus Required. A sufficient number of 
molds for six-inch cubes to make three cubes of each 
mixture for each age at which tests are to be made; a 
sufficient number of molds for eight-inch cylindrical 
or six-inch square prisms, eighteen inches long, to 
prepare one prism for each age; a sufficient number 
of molds for shear specimens * to prepare three speci- 
mens of each mixture for each age; a sufficient 
number of molds for bond specimens to prepare 
three specimens with each kind of reinforcement 
for each age, for pulling out tests, and an equal 
nimiber for bond tests with beam specimens; t a 

* For description of molds see page 94. 

t For a description of specimens for bond tests see page g^. 
For the pulling-out test the specimens may be made in molds for 
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number of molds for beams* and for columns to 
prepare as many sj)ecimens of each as desired; a 
mixing platform; shovels, trowels, and a measuring 
box for sand and one for stone. I 

171. Materiiils Required. Cement, sand or fine 
gravel, crushed rock which will pass a i-inch ring, 
water, building paper, two lo-inch rings of J-inch 
square reinforcing steel with ends lapping 6 inches 
for each reinforced shear specimen, reinforcing 
bars for concrete beams, and reinforcing bars and 
hoops for concrete columns. 

172. Method of Operation. See that the molds 
to be used are clean. If the molds are in pieces 
put them together, and place all molds which aie 
without bottoms on a reasonably smooth floor, 
with a layer of building paper under the molds. 
The molds should be placed in such positions that 
they wUl not have to be disturbed until the concrete 
has set. Near the end of each mold for beams, 
attach a small wooden block to the side of the 
mold in such a position that it will be cast in the 
beam at the center of the depth and exactly over 
the point at which the support is to be placed when 
the beam is tested. 

dther cubes, prisms, or cylinders, provided the length of ated 
embedded is a,t least six inches and preferably not over twelve 
Inches. For beam specimens for bond testa ordinary beam molds 
can be used by inserting a board partition at the middle of tlie 
beam, allowing the steel to pass through the board. 

• See page 23. 

t If the ratio of stone to sand to be used is an integer only one 
measuring box will be required. 
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173. Place the measuring box upon the platform 
and fill it level full with sand or fine gravel. If a 
large batch of concrete is required, move the measur- 
ing box and refill it with sand. When a sufficient 
amount of sand has been thus d^osited upon the 
platform, level the top of the pile and place upon 
the sand the required quantity of cement.* Mix 
the cement and sand together dry. Level the top 
of the pile and place upon it the required amount 
of stone. In order that the measurement of the 
stone may be carefully made it is better to place 
the measuring box on the platform, beside the sand 
and cement, instead of placing it on top of the pile. 
After placing the stone upon the sand and cement, 
turn the mixture dry at least twice, and then while 
adding water turn the concrete a sufficient number 
of times to produce a uniform mixture. If so 
instructed, measure the quantity of water used. 

174. After the concrete has been thoroughly 
mixed fill all of the molds which are to be used for 
that mixture, puddling the concrete with a stick 
or rod. Insert steel for reinforcement as directed. 
In finishing the top surfaces of the specimens see 
that the concrete ig left smooth, but do not trowel 
the top unless so instructed. Mark upon each 
specimen the squad number or letter, the consecu- 

• If enough specimens are to be molded to require the use of 
one or more sacks of cement, it will be convenient to use a measuT' 
ing box of the proper size to require one sack of cement to one bo» 
of sand. One sack of cemeat may usually be taken as one cubic 
loot. This is not exact but conesponds well with practice. 
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tive number of the batch, and with the year, e.g., 
B — 8 — II would signify that the specimen was one 
of batch number 8, made by squad B in 1911, If 
specimens are made using different kinds and 
amounts of reinforcement, the batch number can 
be modified, e.g., Sa might refer to one type of the 
specimens made from batch number 8. 

175. After the concrete has set' for at least two 
days the molds can be removed, and the specimens 
can be placed in suitable places for storage. If the 
specimens are to be stored in air the concrete 
should be flooded with water every day for one 
week after being molded, 

176. Report Tabulate the data obtained, stat- 
ing the brand of cement used, the character and 
size of the sand or gravel and of the stone, the 
proportions of the ingredients in the concrete, the 
character of the mixture, the kind and amount of 
steel placed in each specimen, the number of 
^>ecimens of each kind, the markings on each 
^)ecimen, the date at which each specimen is to be 
tested, and the place and method of storage for 
each specimen. 
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PROBLEM B2. 

Compression Test of Concrete. 

177. Object. This test is for the purpose of 
detenmning the crushing strength of concrete. 

178. Apparatus Required. A 100,000-pound or 
200,000-pound testing machine, equipped with a 
compression head; and a measuring scale or rule. 

179. Materials Required. Three 6-inch con- 
crete cubes for each mixture to be tested, building . 
paper, and plaster of Paris. 

180. Method of Operation. Place a piece of 
building paper upon the table of the testing machine. 
Coat one face of the first cube to be tested with 
plaster of Paris, and place the cube in the machine 
with the coated face down. Coat the top face with 
plaster of Paris and place a piece of building paper 
between the cube and compression head of the 
machine. Run the compression head down until 
it is in contact with the cube and apply a load of 
not more than 5000 pounds. Allow this load to 
remain for a few minutes while the plaster of Paris 
is setting.* Then apply the load using the slow 
motion. Record the maximum load, the charac- 
ter of failure, and any other observations of inter- 
est or importance. Test each cube in a similar 
manner. 

* In case oo plaster of Paris is available fair results may be 
obuined by u^ng two or three layers of buildiog pupet above and 
below the cube. 
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i8i. Report. Tabulate the results giving all of 
the data, for the specimens tested, which were 
obtained at the time the concrete was made, and in 
addition tabidate the results of the test, stating the 
dimensions, the bearing area, the total maximum 
load, and the imit-crushing strength of each speci- 
men, the average strength for each mixture, and 
the probable error of each mean* Compare your 
results with the values of crushing strength given 
in the textbooks, reporting the values found and 
the authority. 

* See pace 76 for fonnuk for probable ecior. 
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PROBLEM B3. 

Shearing Test of Concrete. 

182. Object This experiment is for the purpose 
of detennining the shearing strength of concrete. 

183. Discussion. A considerable number of 
forms of specimens have been used for the purpose 
of making shear tests of concrete, but some ob- 
jection can be found to all of which the writer has 
knowledge. The practical necessity of usii^ a spec- 
imen of considerable thickness makes it almost 
impossible to avoid a slight uncertainty in the re- 
sults on account of other stresses which are pro- 
duced, in addition to the shearing stresses. Two 
common forms of specimens which have been used 
are (a) short beams and (6) plates for punching 
tests.* The forms of specimens used for punching 
tests by Professor A. N. Talbot, of the University of 
Illinois, are shown in Fig. 49. The form of test 
piece used by the author consists of a flat plate 
1 2 inches square by 3 inches in thickness with eight 
holes, |-inch diameter, arranged along the circum- 
ference of a 5-inch circle. These test pieces can 
be made either with or without steel reinforcement 
outside of the circle of holes. The test piece with- 
out reinforcement is shown in Fig. 50. 

* For the results obtained with diSerent forms of apedmena 
see Bulletin No. 8 of tlie University of Illinob Engineering 
Eqietiment Station. 
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184. The forms required for specimens similar to 
that shown in Fig. 50 consist of a bottom board 
2 inches in thickness, with holes in which to insert 
the pins which form the holes in the test piece, and 
four side pieces connected by the use of three 
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hinges and one hinge hasp. The pins are allowed 
to soak in water over night, before using, so that 
when the concrete has hardened the pins can be 
easily removed from the speci- 
men. 

185. Apparatus Required. A 
100,000-poiind testing machine 
equipped with compression head, 
an oak or iron bearing block 
with a hole 6 inches in diam- 
eter, a cylindrical iron block 5 
-jfr inches in diameter, to be 
used as a punch, and a rule 



pis.5o-caKrMaSpMimsn ot measuring scale. 

(«8h«rtniT^ i86. Materials Required. 

Three specimens for each mixture to be tested, 
building paper, some plaster of Paris. 

187. Method of Operation.'* Cut pieces of 
building paper 1 2 inches square, and from the center 
ot each piece cut a circular piece 6 inches in diam- 
eter. Trim each circular piece to a diameter of 5 
inches. Place the bearing block upon the table of the 
testing machine and place upon it one of the large 
pieces of paper. Place one specimen in position 
on the paper, embedding it in plaster of Paris, and 
place one of the circular pieces of paper upon the 
top of the central portion of the specimen with a 
layer of plaster of Paris between the paper and the 

* These iostrucUons apply particularly to tests to be made 
using perforated test pieces, similar to the form shown in Fig. 50. 
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specimen. On top of the paper place the iron 
punching block and apply the load, using the slow- 
est speed. Record the ultimate load, the method 
of failure, and any other observations of interest. 
Test each specimen in a similar manner. 

i88. Report. Tabulate the results giving all of 
the data, for the specimens tested, which were 
obtained when the concrete was made, and in addi- 
tion give the dimensions, shearing area, total load, 
and imit shear for each specimen, the mean unit 
shear for each mixture, and the probable error for 
each mean.* Compare your results with the values 
of shearing strength given in the textbooks, report- 
ing the values found and the authority, 

• For the formula for probable error see page 76. 
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PROBLEM B4. 

Test of Bond of Steel Embedded in Concrete. 

189. Object. The object of this experiment is to 
determine the ultimate strength of the bond exist- 
ing between steel and concrete, for bars embedded 
in concrete. 

190. Discussion. The first tests of the strength 
of the bond between steel and concrete were made 
by pulling out steel bars which were embedded in 
cylinders of concrete.* Later tests which have 
been made, using beams or specimens in which the 
conditions of molding and of loading were similar to 
those for bars in beams and slabs, indicate that the 
first methods employed give results which are 
much higher than can be expected for the condi- 
tions which would govern the design of the majority 

■ of reinforced concrete structures, t In this experi- 
ment both methods are to be used, the method 
used for the beam specimens being that described 
by Mr. H. C. Berry, in Vol. IX of the Proceedings 
of the American Society for Testing Materials, 
pages 495-501- 

* For results by this method see Bulletin No. S of the Uni- 
versity of Illinois Engineering Experiment Station. 

f For results of tests by both methods see " Tests of Bond in 
Reinforced Concrete Beams," by Morton O. Withey, Proceedings 
of the American Society for Testing Materials, Vol. VTII, pages 
469 to 479; and "Some Tests of Bond of Steel Bars Embedded 
in Concrete by Three Methods," by H. C. Berry, Proceedings 
* (rf the American Society for Testing Materials, Vd. IX, pages 
495 to SOI. 
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191. Apparatus Required. A ioo,ocx>-pound test- 
ing machine with V-block and with wings for sup- 
porting beams;* two rocker or roller supports; two 
rollers li or ij inches in diameter, to be placed 
on top of specimens; four pieces of steel plate, to 
be used at points of bearing against the concrete; 
a small I-beam or piece of steel rail, 2 feet long; 
a plate approximately 6 inches in diameter, with a 
hole at the center to be used as a bearing plate for 
the pulling tests; two steel bars 2^ by f inches and 
as long as the beam specimens are wide, with a 
groove in each milled to the slope of a taper pin 
and extending from each end toward the center of 
one face of each bar; two taper pins, to be used 
with the bars above described as a hinge; and a 
good rule for measuring specimens and locating 
bearing points. 

192. Materials Required. Three specimens for 
pulling tests, for each mixture to be tested, three 
beam! specimens for each mixture of concrete, and 
plaster of Paris. 

193. Method of Operatioii. Remove the grips 
from the £xed head of the testing machine, and 
place the bearing plate in position, on top of the 
fixed head. Place the specimen in position on the 
bearing plate, as shown in Fig. 51, pladi^ a layer 

* For macbines not equipped with wings, supports for beams 
may be made by [^cing stee! beams or rails upon the table of the 
machine. 

t Beam spedmens should have each portion rdnforced to 
prevent future by diagonal tcnaon. 
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of building paper between the specimen and the 
plate, with a layer of plaster of Paris between 
the paper and the 
spedmen. Fasten the 
rod of the specimen 
in the grips of the 
movable head, and 
apply a load of 500 
pounds. Allow this 
load to remain for a 
few minutes while the 
plaster of Paris is set- 
ting, and then con- 
tinue to apply the ««. si-— AiT«iitBinmtiMpoiiiinOot 
load. Record the ulti- 
mate load and the method of failure. Test each 
specimen for the pulling test in a similar manner. 
. 194. Remove the grips from the movable head 
of the testing machine and attach the V-block. 
Place one of the beam specimens in position, as 
shown in Fig. 52. Between each roller or rocker 
and the concrete, place a flat plate, with a layer of 
plaster of Paris between the steel and the concrete. 
See that the points of bearing, both for the load 
and for the supports, are symmetrical with respect 
to the V-block and to the point of division of the 
beam. See that the taper pins are snugly inserted 
between their bearing plates. Measure and record 
the length of span, the distance between points of 
loading, and the distance from center of steel to 
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center of bearing pins. Apply the load slowly, 
observing the deflection. If the deflection be- 
comes excessive, remove the load and tighten the 
taper pins. Record the maximum load and any 
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observations which may be of interest. Test the 
remaining specimens in a ^milar manner. 

195. Report. Tabulate the results giving all 
of the data, for the specimens tested, which were 
obtained when the specimens were made, and in 
addition give the dimensions, length of span, 
method of loading, moment arm of steel, total 
load, total stress on steel and ultimate bond stress 
per square inch of surface of embedded steel, for 
each specimen, the mean unit bond stress for each 
mixture, and the probable error for each mean.* 
Compare your results with the values of bond 
strength given in the textbooks, reporting the 
values found and the authority. 

* For the formula for probable enor, see page 76. 
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PROBLEM B5. 

Modultts of Elasticity of Concrete. 

ig6. Object The object of this exfwriment is to 
determine the coefficient of elasticity of concrete. 

197. Apparatus Required. A 100,000 or 200,000- 
pound testing machine, and compression microm- 
eter or def ormeter adapted to the specimens to be 
used. 

198. Materials Required. One or more 8-inch 
cylindrical or 6-inch square concrete prisms 18 
inches in length, building paper, and plaster of 
Paris. 

199. Method of Operation. Attach the deform- 
eter to the prism. Coat each end of one prism 
with a layer of plaster of Paris, and place the prism 
on end upon the platform of the testing machine, 
with a layer of building paper at the top and bottom. 
Run the movable head of the machine down until 
it is in contact with the specimen. Read the 
micrometers and record the readings. Apply a 
load of 2000 pounds and allow the specimen to 
stand with the load apphed, while the plaster of 
Paris is setting. Read the micrometers while the 
load of 2000 pounds is applied and record the 
readings. Apply the load in increments of 2000 
pounds, noting the micrometer readings for each 
increment. Proceed in this manner until the load 
amounts to a little less than the estimated ultimate 
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load. Then remove the deformeter and continue 
the application of the load until the concrete fails, 
recording the maximum load, the method of failure, 
and any other observations of interest. Test each 
prism in a similar maimer. 

300. Report Tabulate all of the data for the 
specimens tested which were obtained at the time 
the specimens were made, and in addition tabulate 
the data obtained during the test, giving the amount 
of each load for which readings were taken, the 
readings observed, the total deformation, the unit 
stress, the unit deformation, the total maximum 
load, the crushing strength, and the coefficient of 
elasticity for values of the unit stress equal to 
500 pounds per square inch, icjoo pounds per square 
inch, and 1500 pounds per square inch. Also 
record the dimensions of the specimen and the 
length between contact points. Plot the stress- 
deformation diagram upon coordinate paper, show- 
ing each point observed. 
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PROBLEM B6. 

Cross Breaking Test of Concrete Beams. 

301. Object. The purpose of this experiment 
is to determine the flexural strength, stiffness, and 
method of failure of plain and reinforced concrete 
beams. 

202. Apparatus Required. A ioo,ooo>pound 
testing machine with V-block and with wings for 
supporting beams,* rocker or roller supports, three 
pieces of steel plate to be used at bearing points of 
the beam, a strip of mirrored glass with a graduated 
scale or rule attached, and a piece of thread or fine 
wire, 

203. Materials Required. As many plain and 
reinforced concrete beams as desired, and some 
plaster of Paris. 

304. Method of Operation. Set the rocker or 
roller supports at the desired distance apart and 
at equal distances on either side of the point of 
application of the load. Set one beam upon the 
supports, placing a steel plate between each roller 
or rocker and the concrete, with a layer of plaster 
of Paris between each plate and the concrete. 
In like manner place a plate upon the top of the 
beam, at the point of bearing of the V-block, At 
the center of the side of the beam attach the mirror 

* For nuiihines not equipped with wings, supports for beam 
tests nuy be made by placing steel beams 01 rails upon tbe table 
of the machine. 



3,q,z.-3bvGoOgle 



I04 MATERIALS TESTING MANUAL 

and scale in a vertical position. Drive a nail in 
the wooden block cast in the side of the beam over 
each support. Stretch a thread or wire from one 
nail to the other, allowing it to pass in front of the 
mirror and scale, and over one nail to a weight. 
Stand in front of the mirror, bring the eye to such 
a level that the thread and its image are in line, 
and note the reading of the thread on the scale. 
Balance the scale beam of the machine and run the 
movable head of the machine down until the V- 
block is in contact with the steel plate on top of 
the beam. Apply the load in increments of not 
more than one-tenth of the estimated ultimate load, 
recording the amount of the load and the reading 
of scale on the side of the beam, for each increment. 
Note the load at which the first crack appears, the 
method of f aUure, and the maximum load. Record 
the length of span. Test the remaining beams in 
a similar manner. 

205. Report Tabulate all of the data, for the 
specimens tested, which were obtained at the time 
the specimens were made, and in addition tabulate 
the data obtained at the time of the test, including 
the amount of load for each reading, the readings 
observed, the amount of deflection, the computed 
values of the stress in the concrete and in the steel. 
Also, under remarks and opposite the proper load- 
ings, record the appearance of cracks and similar 
remarks concerning the method of failure. Plot a 
curve of the deflections upon coordinate p^ter. 
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PROBLEM B7. 

Deformation of Concrete Beams. 

206. Obiect. This experiment is for the purpose 
of determining the fiexural strength, the stiffness, 
the fiber deformation, and the method of failure 
of plain and reinforced concrete beams. 

207. Apparatus Required. A 100,000-pound test- 
ing machine with V-block and with wings for sup- 
porting beams, a steel I-beam loiter than one-third 
the length of the beam, rocker or roller supports, 
two pieces of steel shafting i^ inches in diameter, 
four pieces of steel plate, deformeter similar to 
Fig. 45 or Fig. 46, pages 51-52, a strip of mirrored 
^ss with scale or rule attached, and some thread 
or fine wire. 

3o8. Materials Required. As many plain and 
reinforced concrete beams as desired and some 
plaster of Paris. 

209. Method of Operation. Set the supports at 
the desired distance apart and at equal distances 
on each side of the V-block. Place one beam on 
the supports, with a steel plate embedded in plaster 
of Paris, between each plate and the beam. In a 
similar manner embed two plates in plaster of Paris 
on the top of the beam, and at distances from each 
support equal to one-third of the length of span. 
Place one piece of steel shafting on each plate and 
■apOD these rollers place the I-beam in position, so 
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that the V-block will bear upon the center of the 
I-beam and the latter will transfer the load to the 
two points on the beam. Attach the frames of 
the deformeter to the beam, placing each frame as 
near the points of loading as possible. Measure 
carefully the distance between the two frames and 
also the position of the points of contact of each 
frame. At the center of one side of the beam attach 
the mirror and scale in a vertical position. Drive 
a nail in the wooden block in the side of the beam 
over each support. Stretch a thread or fine wire 
between the two nails, allowing it to pass in front 
of the mirror and scale and over one nail to a 
weight. Stand in front of the mirror, bring the 
eye to such a level that the thread and its image 
are in line, and note the reading of the thread on 
the scale. Balance the scale beam of the machine 
and read the micrometers or dials of the deformeter. 
Apply the load in increments of not more than one- 
tenth of the estimated ultimate load. Record the 
distance between supports, the position of the bear- 
ing points, the amount of the load for each reading, 
the readings of the deformeter, the readings of the 
mirror scale, the load atwhich the first crack, appears, 
the method of failure, and the maximum load. 
Test the remaining beams in a similar manner. 

210. Report. Tabulate all of the data, for the 
specimens tested, which were obtained at the time 
the specimens were made, and all of the data which 
were obtained at the time of the test. State the 
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amount of the deflection and the defonnation for 
each reading, the unit stress in the concrete and in 
the steel for the load at which the first crack ap- 
peared and for the maximum load, as determined 
both from the deformation and by computation 
from the load. Plot curves of the deflections, the 
deformations, and the position of the neutral axis. 
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PROBLEM B8. 

Test of Concrete Columns. 

311. Object. This experiment is for the purpose 
of detennining the ultimate strength of plain and 
reinforced concrete columns. 

312. Apparatus Required. A testing machine 
suitable for long vertical specimens with a capacity 
of not less than ioo,coo pounds, deformeter similar 
to Fig. 45 or Fig. 46, pages 51-52, two strips of 
mirrored glass with a scale or rule attached to each, 
some thread or fine wire, and two plumb bobs. 

313. Materials Required. As many plain and 
reinforced concrete columns as desired, building 
paper, and plaster of Paris. 

214. Method of Operation. Place one column 
on the table of the testing machine, with a layer 
of building paper under the column, and a layer of 
plaster of Paris between the concrete and the 
paper. See that the scale beam of the machine is 
balanced for zero load. Attach one of the frames 
of the deformeter to the column near the upper 
end and attach the other frame near the lower end. 
Measure carefully the distance between frames and 
the position of the points of contact. Read each 
micrometer or dial. Coat the upper end of the 
column with plaster of Paris, on top of which 
place a layer of building paper. Then run the 
movable head of the machine down until the com- 
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pression face is in contact with the paper. Apply 
a small load and allow the machine to stand thus 
while the piaster of Paris is setting. Near the 
upper end of each of two faces of the column, at 
right angles to each other, attach a piece of thread or 
fine wire. To the lower end of each thread or wire 
attach a plumb bob. Near the center of each of 
the two faces of the column attach a mirror and 
scale to the concrete, so that the scale can be used 
to measure the deflection of the column. Bring the 
eye into line with one plumb line and its reflection 
in the mirror, and note the reading on the scale. 
Read the other scale in like manner. Apply the 
load in increments of not more than one-tenth of 
the estimated ultimate load, observing for each 
increment the readings of the deformeter and of 
the plumb lines. Note the load at which the first 
crack appears, the maximum load, and the method 
of failure. Test the remaining columns in a similar 
manner. 

215. Report Tabulate aU of the data, for the 
specimens tested, which were obtained at the 
time the columns were cast; and in addition tabu- 
late the data and results obtained at the time of 
the test; including the observed readings, the load 
for each set of readings, the average unit stress, the 
deformation, and the deflection. For reinforced 
columns determine the stress in the concrete and 
in the steel, as shown by the deformation. Plot 
ouves of the deflection and deformation. 
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CHAPTER V. 
TESTS OF IRON AND STEEL. 

PROBLEM Ci. 
Tensile Test of Wrought Iron and Steel. 

216. Object. This experiment is for the pur- 
pose of determining the ultimate tensile strength, 
the yield point, the ultimate elongation, and the 
reduction in area of the specimens tested. 

ai7. Apparatus Required. A ioo,ocx>pound 
testing machine with flat grips, for specimens cut 
from steel plates, and with notched grips, for round 
specimens; a micrometer calif)er; a laying-off gauge 
or scale; and a center punch or a scriber. 

218. Materials Required. A number of round 
and flat specimens of wrought iron and steel. 

219. Method oi Operation. Measure and record 
the cross section of each specimen, taking the 
measurements with a micrometer caliper. Meas- 
ure each specimen at several points using the mean 
value of the area of section. Record the kind of 
material for each specimen, if known. With the 
layir^-off gauge mark a length of 8 inches on 
each specimen, dividing this length into i-inch 
spaces. Place one specimen in the machine, 
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observing the instructions given on page 3. 
Start the machine, using a medium speed for the 
test. Keep the scale beam carefully balanced. 
When the yield point* of the material is reached 
the scale beam will drop momentarily, at which 
point the load should be noted and recorded. As 
the load increases the beam will again rise and the 
beam should be kept balanced until the maximum 
load is reached. Record the maximum load, and 
remove the broken specimen from the machine. 
Measure and record the reduced diamet^ or sec- 
tion and the length between gauge marks. Ob- 
serve and record the character of fracture. Test 
each specimen in a similar manner. 

230. Report. Tabulate the data and the results, 
giving the kind of material, the dimensions, the 
area of cross section, the maximum load, the ulti- 
mate strength, the total load at the yield point, 
the unit stress at the yield point, the gauge length, 
the amount of elongation, the percentage of elon- 
gation, the reduced cross section, the reduction in 
area, the percentage of reduction in area, the 
character of fracture, and any observations noted, 
for each specimen. State the average values of 
the ultimate strength and of the unit stress at the 
yield point, for each kind of material used, and 
the probable error of each mean, as determined by 
the formula on page 76. 

* No yield point will be observed for spedmens of bard steel. 
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PROBLEM C2. 

Modvlus of Elasticity oj Iron and Steel. 

231. Object. This experiment is for the pur- 
pose of determining the coefficient of elasticity of 
wrought iron and steel and the elastic limit of each 
in tension. 

222. Apparatus Required. A 100,000-pound 
testing machine, with notched grips for holding 
round specimens, a duplex micrometer extensometer 
with electric battery and bell, or a dial extensometer, 
and a micrometer caliper. 

223. Materials Required. One or more speci- 
mens of each kind of material to be tested. The 
test pieces for this experiment should be turned 
specimens having a diameter of f inch or | inch for 
a length of at least 9 inches, with enlarged ends. 
Each end shoidd have a gripping length of at least 
4 inches. A gauge lei^h of 8 inches should be 
marked upon the central portion of the specimen.* 

324. Method of Operation. Measure the diam- 
eter of each specimen at several points, using the 
micrometer caliper, and record the mean value for 
each specimen. Insert one specimen in the machine 
and attach the extensometer. Connect the electric 
battery and bell, if they are required. Observe 
and record the reading of each micrometer or dial. 

* The specimois con be easSy marked while in the lathe at the 
time they are turned. 
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Apply the load slowly in increments of 500 pounds, 
taking the readings of the extensometer for each 
increment. Compute the probable value of the 
maximmn load, and when hve-sixths of this amount 
has been applied remove the extensometer. Then 
continue the application of the load imtil the spec- 
imen breaks. Record all the data obtained. Test 
the remaining sptedraens in a similar maimer. 

325. Report. Tabulate the data and results, 
giving the kind of steel, the originai diameter of 
each specimen, the area of cross section, the amount 
of the load for each reading, the maximum load, 
the unit stress corresponding to each load, all of 
the readings of each dial or micrometer, the total 
amount of elongation for each set of readings, for 
each dial or micrometer, the average elongation for 
each set of readings, the values of average unit 
elongation, and the values of the coefficient of 
elasticity obtained by dividing values of the unit 
stress less than the elastic limit by corresponding 
values of xmit deformation. To determine the 
elastic limit of each specimen plot the stress-defor- 
mation curve and note the point at which it ceases 
to be a straight line. Hand in the curves with 
your results. Compare your results with the 
values given in your textbooks, stating the values 
found for the coefficient of elasticity and the elastic 
limit, and state the authority in each case. 
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PROBLEM C5. 

Shearing Test oj Steel. 

226. Object. This experiment is for the pur- 
pose of detemumng the shearing strength of steel 
rivets. 

337. Apparatus Required. A testing machine 
with flat grips, and two shearing devices similar to 
those shown in Fig. 53, and a micrometer caliper. 



Slotted Hole 
- Hole for >^Hivet 



^BlotlcdHole. 




Each shearing device should be provided with bolts 
for the slotted holes. 

338. Materials Required. Rivets of the prefer 
size to fit the shearing devices to be used. 

339. Method of Operation. Measure the thick- 
ness of the parts of each shearing device. Try a 



3,q,z.-3bvGoogle 



TESTS OF IRON AND STEEL I15 

rivet in the proper hole and mark the position of the 
shearing section. Remove the rivet and measure 
the diameter of the marked section, with a microm- 
eter caliper. Place the rivet snugly in position, 
having the parts of the shearing device held to- 
gether by bolts in the slotted holes. Place the ends 
of the shearing device in the grips of the testing 
machine and tighten the grips. Apply the load 
using the slow motion. Record the maximum load. 
Test at least five rivets in single shear and an equal 
number in double shear. 

230. Report. Tabulate the data and results, for 
single shear and for double shear, stating the kind 
of steel, the diameter of rivet, the area of cross 
section, the maximum load, and the unit shear for 
each specimen. Also, record the average unit shear 
for each kind of steel tested, and the probable 
error of each mean as given by the formula on 
page 76. 
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PROBLEM C4. 

Cold Bend Test of Iron and Steel. 

231. Object. The purpose of this ex[>eriment is 
to illustrate the difference in ductility of diflferent 
kinds of iron and steel, as exhibited by the cold 
bend test. 

332. Apparatus Required. Anvil * and sledge. 

333. Materials Required. Specimens of wrought 
iron, soft steel, and medium steel, in the form of 
either bars or plates, 

334. Method of Operation. Bend the specimens 
in such a manner that the wrought iron and soft 
steel shall be bent tSo degrees, flat upon itseU, and 
so that the medium steel shall be bent 180 degrees 
to a radius equal to the thickness of the material. 
ExMnine the bent specimens for cracks or signs of 
failure. 

235. Report. Record the results and observa- 
tions of the test, and give the requirements of the 
specifications of the American Society for Testing 
Materials, stating whether the specifications have 
been fulfilled in each case. 

* A heavy iron block with holes of proper size at various in- 
diDatJons is a. more ctmvenient device than an ordinary au^, 
or ^>eciiiiens may be bent by steady pressure in a testing machine. 
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PROBLEM C5. 

Torsion Test of Steel. 

236. Object. This e:q>eriineiit is for the pur- 
pose of determining the coefficient of elasticity of 
steel in shear, the elastic Kmit of steel in shear, and 
the torsional modulus of rupture of steel, 

337. Apparatus Required. Torsional testing ma- 
chine with ann and graduated arc for measuring 
the angle of twist, and a micrometer caliper. 

238. Materials Required. One or more pieces 
of steel shafting or roimd steel bar of suitable size 
for the testing machine. 

239. Method of Operation. Place the specimen 
in the machine and adjust the indicator for reading 
the angle of twist. Measure the diameter of the 
specimen at a number of points, with the microm- 
eter caliper, and record the results. Also, measure 
the length of the specimen. Apply the load slowly, 
reading and recording the angle of twist for succes- 
sive increments of the load. Continue thus until 
the specimen fails, noting the maximum twisting 
moment. Test the remaining specimens in a simi- 
lar manner. 

340. Report Tabulate the data and results, 
stating the kind of steel, length of specimen, diam- 
eter of specimen, the polar moment of inertia of the 
cross section, the value of the moment of inertia 
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divided by the radius of the shaft, the unit stress* 
for each reading, the maximum stress, the total 
twist for each reading, the twist per unit length, 
the unit detrusionf at the circumference of the 
shaft, and the coefficient of elasticity^ for shear for 
value of the unit stress within the elastic limit. 
Plot the values of the unit shear and unit detni- 
don upon coQrdinate paper, from which the elastic 
limit can be determined. Record the value of the 
elastic limit thus obtained. 

* If Jf is the twisting moment in pound-inches, Jo the polar 
moment of inertia, R the radius of the shaft, and S the unit sbeai- 
ing stress, then for a circular section, 5 = — i— , which b strictiy 
correct only within the elastic limit. 

t Obtained by multiplying the twiat per unit length by -3- ■ 

t The coefficient of elaatidty is equal to the unit stress divided 
by the unit detniuoo. 
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PROBLEM C6. 

Transverse Test of Cast Iran. 

241. Object. This test is for the purpose of 
determining the flexural strength and the coefficient 
of elasticity of cast iron. 

242. Apparatus Required. A testing machine 
with a V-block attached to the movable head, 
rocker or roller supjwrts for short beams, calipers 
for measuring the specimens, and a deflection indi- 
cator similar to Fig. 47, page 53. 

243. Materials Required. Three or more speci- 
mens of cast iron if inches in diameter by 18 inches 
in length, and three or more specimens : inch by 
2 inches by 18 inches. 

244. Method of Operation. Adjust the sup- 
ports making the length of span 16 inches, and 
noting that the supports are symmetrical with 
respect to the V-block of the movable head. Meas- 
ure and record the cross section of each specimen. 
Place one of the specimens in position on the sup- 
ports, nm the movable head of the machine down 
until the bearing block, is in contact with the speci- 
men, and place the deflection indicator in position, 
with the contact point touching the bearing block.* 
Adjust the indicator to read zero, and apply the 
load in increments, readii^ and recording the 

* Do not place the indicator under the specimen or it may be 
injured when the specimen breaks. 
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amount of each load and the deflection. Con- 
tinue thus until the specimen breaks, observing the 
maximum load. Test each specimen in a similar 
manner. 

245. RepMt. Tabulate the data and the results, 
stating the dimensions of each specimen, the length 
of span, the total load for each reading, the unit 
flexural stress for each load, the deflection for each 
load, and the coefficient of elasticity for each speci- 
men. Compute the mean values of the modulus 
of rupture and of the coefficient of elasticity for 
the round specimens and for the rectangular 
specimens. 
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PROBLEM C7. 

Impact Test of Iron or Steel. 

246. Object. This experiment is for the pur- 
pose of determining the flexural stress at the 
elastic limit, the modulus of elasticity, and the 
modulus of resilience of the materiaJs tested, when 
subjected to suddenly applied loads, and for the 
purpose of exhibiting the behavior and method of 
failure of the given materials under such loads. 

247. Apparatus Required. A Turner impact 
testing machine,* similar to Fig. 33, page 40, with 
drum for making autographic records of the deflec- 
tion, and with supports for transverse specimens; 
a micrometer caliper; and a rule. 

248. Materials Required. A number of speci- 
mens of each kind of material to be tested, in the 
form of beams from 3 to 4 feet in length, and paper 
for the recording drum. 

249. Method of Operatioii. Attach the paper 
to the recording drum and see that the stylus of 
the tuning fork is properly adjusted. Measure the 
dimensions of one beam with the caliper, place the 
specimen on the supports, and clamp it in place. 
Measure the length of span and see that the point 
of impact of the hammer is at the center of span. 
Bring the hammer into position so that it just 

* For a. <Iescription of this machine, see the Proceedings of the 
American Society lor Testing Materials, Vd. VI, page 461. 
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touches the surface of the specimen, see that the 
pencil is touching the paper on the drum, and re- 
volve the drum to mark upon the record the datum 
line. Then permit the weight of the hammer to 
rest upon the beam, and record the static deflec- 
tion. Raise the hammer a short distance and allow 
it to fail upon the specimen. Before the hammer 
drops, strike the tuning fork to cause it to vibrate, 
and as the hammer falls rotate the drum slowly, 
continuing the rotation until the vibration of the 
specimen ceases. Record height of drop, and mark 
the graph obtained to indicate the number of the 
blow. In like manner continue to deliver blows 
upon the specimen, using increasing heights of 
fall, until the specimen breaks. For each trial 
measure the deflection, the rebound, and the per- 
manent set. Record the weight used. Test the 
remaining specimens in a similar manner. 

250. Report. Tabulate all of the data and obser- 
vations, and the computed values of the fiber stress 
at the elastic limit,* the modulus of elasticity,! 
and the modulus of resilience-t For each sped- 

* S = — T7~i '1 which 5 = fiber stress, W = load in pouiids, 
H = height of fall in inches, L = length of span in inches, d — 
depth of beam in inches, A = deflection in inches, / — moment 
of inertia. 

t £ ~ r-rj , in which E = modulus of elasticity, and other 
values as above. 

t R — ^ ,j. I in which R = modulus of resilience, A = 
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men plot a curve, using the squares of the deflections 
as abscissas and the heights of fall as ordinates. 
The point at which the curve departs from a straight 
line indicates the elastic limit.* 

area of cross section, r ■ radius of gyratioD, and other values are 
as heretofore defined. \R = ~ -~ , in which St is the unit stress 
at the elastic limit. 1 

' d' ~ p, , in which the values are the same as in the 
foimulas given for 5, E, and R. 
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PROBLEM Di. 

Tensile Test of Wood. 

251. Object. This e^ieriment is for the pur- 
pose of determining the tensile strength of the kinds 
of wood tested. 

352. Apparatus Required. A vertical-screw test- 
ing machine of 50,000 or 100,000 pounds capac- 
ity, with flat jaw grips, and a measuring scale or 
steei rule. 
253. Materials Required. Three or more speci- 
mens of each kind of wood 
to be tested. A suitable 
form for the test pieces is 
shown in Fig. 54, 

254. Method of Opei^ 
ation. Record the kind 
of wood and the dimen- 
sions for each specimen. 
Place one specimen in the 
grips of the machine, and 
tifS4- — spMinun let Teorii* apply the load using the 

T™t,rfW«Hl g^jj^j gp^ ^ ^^ 

load increases the wood between the two jaws of 
each head will be compressed, thus allowing them 
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to slide in the direction of pull. For this reason 
the small ends of the jaws should not be out flush 
with the siu'face of the head at the beginning of 
the test. Also, see that the specimen is thrust 
well back into each set of jaws. Use care to set 
the specimen plumb, in order that it may receive 
a direct pull, without any twisting in the grips. 
Record the maximum load and the method of 
failure. Test the remaining specimens in a similar 
manner. 

255. Report. Tabulate the data and results, 
stating the kind of wood, dimensions of test piece, 
area of section, observed load and unit stress for 
each test piece. Also, state the average unit stress 
for each kind of wood and the probable error* for 
each avwage. Compare your results with the 
values of the ultimate tensile strength given in 
your textbooks, reporting the values found and the 
authority for each. 

* Foi fonnuU for probable error, see paragmph 139, p. 76. 
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PROBLEM D2. 

Longitudinal Shear of Wood. 

256. Object. This experiment is for the purpose 
of determinir^ the shearing strength along the 
grain of the various kinds of wood tested. 

257. Apparatus Required. A verrical-screw test- 
ing machine of 50,000 or 100,000 pounds capac- 
ity, with flat jaw 
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grips for one head 
only, a shearing de- 
vice similar to that 
shown in Fig. 55, a 
plate or collar with 
a 3-inch hole, a steel 
pin I inch in diam- 
eter by 6 inches in 
length, and a meas- 
uring scale or steel 
rule. 

258. Materials Re- 
quired. Three or 
more specimens of each species of wood to be 
tested. The form of the test piece is shown in 
Kg. 56- 

259. Method of Operation. Observe and record 
the kind of wood and the dimensions of each test 
piece. Remove all attachments from the fixed 
head of the testing machine, and place the shearii^ 
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device in the grips of the movable head. Place one 
test piece in position as shown in Fig. 57. Apply the 
load, keepii^ the scale beam balanced until failure 
occurs. A speed somewhat faster than the slowest 
will probably be desirable. Record the breaking 
load, character of failure, and any other observa- 
tions of interest. Test each specimen in a similar 
manner, 

260. Report. Tabulate the data and results, 
stating species of wood, dimensions, area of shearing 
section, total load, and unit shear for each speci- 
men. Also, report the average xmit shear for each 
kind of wood, and the probable error* for each 
average. Compare your results with the values for 
longitudinal shear given in your textbooks, report- 
ing the values found and the authority, 

" For formula for probaHe error, see paragraph IJ9, p. 76. 
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PROBLEM D3. 

Crushing Strength of Wood. 

361. Object. This experiment is for the pur- 
pose of determining the ultimate compressive 
strength of the species of wood tested, both along 
and across the grain. 

262. Apparatus Required. A loo.ooo-pound 
testing machine, with compression block attached 
to the movable head, and a measuring scale or steel 
rule. 

263. Materials Required. Six or more speci- 
mens of each kind of wood to be tested, each speci- 
men to be 2 by 4 by 4 inches. One-half of the 
number of specimens of each kind should have 
true faces for compression across the grain, and the 
other half should have true faces for compression 
along the grain, the area of cross section in com- 
pression for each set beii^ 2 by 4 inches. 

264. Method of Operation. Observe and record 
the species of wood and the dimensions for each 
specimen. Place one specimen upon the table of 
the testily machine or upon an iron or steel block 
set upon the table of the machine.* Run the mov- 
able head down until the compression block is in 
contact with the specimen. Apply the load, using 
the slowest speed. Observe and record the mazi- 
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mum load, the character of failure, and any other 
observations of interest. Test each specimen in a 
similar manner, placing half of the number of speci- 
mens of each kind so that they will receive com- 
pression across the grain and the others so that 
they will receive compression along the grain. 

265. Report. Tabulate the data and results, 
stating species of wood, dimensions, area of cross 
section, total load, and maximum imit stress for 
each specimen. Also, state the average unit stress 
for each set of results, and the probable error* 
of each average. Compare your results with the 
values for crushing strength of wood given in your 
textbooks, reporting the values found and the 
authority. 

* For formula for probable enor, see pai^raph 139, p. 76. 
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PROBLEM D4. 

Flexural Test of Wood. 

266. Object This experiment is for the pur- 
pose of determining the ultimate flexural strength, 
the modulus of elasticity, and the horizontal shear- 
ing strength * of the specimens tested. 

267. Apparatus Required. A testing machine, 
preferably a small machine adapted to transverse 
tests of wood, similar to Fig, 30, page 37, or a 
vertical screw-testing machine with wings for test- 
ing beams and a V-block for applying the load. If 
the latter machine is used, there will also be re- 
quired two rocker or roller supports, three steel 
plates for bearing against the wood, a mirror and 
scale, and some thread. 

368. Materials Required. Three or more speci- 
mens of each kind of wood, the size of the speci- 
mens depending upon the capacity of the machine. 
For a 100,000-pound testing machine pieces 2 by 4 
inches by 4 feet 6 inches in length or 4 by 4 inches 
by 6 feet 6 inches in length will be suitable. 

369. Method of Operation. Measure and record 
the dimensions of each specimen and mark the 
position of the points of support and the point of 
application of the load. If a machine similar to 

* The htauontal shearing strength is to be determined for 
only thoBC q>edmens which fall by shearing along the neutral 
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Fig. 30 is used, place one specimen in position and 
set the deflection indicator. Apply the load in 
increments of not more than one-tenth of the esti- 
mated ultimate load, observii^ and recording the 
deflection for each load. Record the maximum 
load and the method of failure. Test each specimen 
in a similar manner. 

270. If a 100,000-pouiid testing machine is used, 
place the rocker or roller supports on the wii^s of 
the table of the machine, spacing them at equal 
distances on either side of the bearii^ block. For 
2- by 4-inch lumber use a span of 4 feet, and for 4- 
by 4-inch lumber use a 6-foot span. Place 2- by 
4-inch pieces so that the depth of the beam will be 
2 inches. Place a steel plate between each support 
and the beam, and place one plate between the beam 
and the bearing block. At the center of one side 
of the beam attach the mirror and scale in a vertical 
position. Drive a nail into the side of the beam at 
the neutral surface and over each support. Stretch 
a thread from one nail, in front of the mirror and 
scale, to the other nail, allowing it to pass over the 
nail to a weight. Bring the eye on a level with 
the thread and its image in the mirror, and observe 
the reading on the scale. Apply the load in incre- 
ments of not more than one-tenth of the estimated 
ultimate load, observing and recording the deflec- 
tion reading for each increment. Record the max- 
imum load and the method of failure. Test each 
qjecimen in a similar manner. 
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a^i. Report. Tabulate the data and results, 
stating the kind of wood, length of span, dimen- 
sions of cross section, the section factor, the total 
load for each reading, the unit flexural stress for 
each reading, the deflection readings, the deflec- 
tions, the coefficient of elasticity for each deflection 
within the elastic limit, the unit horizontal shear for 
the maximum load, and the method of failure. 
For those specimens of each kind which fail by 
cross-breaking, compute the mean value of the 
modulus of rupture, and for those specimens which 
fail by longitudinal shear compute the mean value 
of the maximum imit horizontal shear. Also, 
compute the mean value of the coefficient of elas- 
ticity for each kind of wood. Plot a curve for each 
specimen using as abscissas the loads observed and 
as ordinates the deflections. Mark the point at 
which the elastic limit occurs, and determine the 
correspondii^ stress. 
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PROBLEM D5. 

Impact Test of Wood. 

272. Object. This experiment is for the pur- 
pose of determining the fiber stress at the elastic 
limit, the modulus of elasticity, and the modulus 
of resiKence of the wood tested, when subjected 
to suddenly applied loads, and for the purpose of 
exhibiting the behavior and method of failure of the 
given materials under such loads. 

273. Apparatus Required. The same equipment 
as for Problem C7. 

274. Materials Required. A number of speci- 
mens of each kind of wood to be tested, in the form 
of beams 2 by 2 inches by 3 feet 6 inches, and paper 
for the recording drum. 

275. Method of Operation. Follow the instruc- 
tions for Problem C7. 

276. Report. Follow the instructions for Prob- 
lem C7. 
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CHAPTER VII. 
TESTS OF BRICK. 



PROBLEM Ei. 

Transverse Test of Brick. 

277. Object. This experiment is for the pur- 
pose of determining the modulus of rupture of the 
brick, tested. 

278. Apparatus Required. A 50,000 or 100,000- 
pound testing machine with V-shaped bearing block, 
two rocker or roller supports, three steel plates } 
by i^ by 5 inches, a wooden pillow block 5 by s by 
12 inches, with one 5- by 12-inch surface slightly 
crowned from the center to each side, and a good 
rule (preferably graduated to inches and tenths of 
inches).- 

279. Materials Required. Five or more bricks 
of each kind. 

280. Method of Operation.* Place the pillow 
block on the center of the table of the testing ma- 
chine, with the crowned surface up. Place the 

* The method here used is in accordance with the method 
recommended by Committee D of the American Society tor Test- 
ing Materials, for which see Proceedit^s o( that aodety, Vol. DC, 
page 131. 
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rockers or rollers upon the pillow block, making the 
span 7 inches, and having the center of span verti- 
cally under the V-shaped bearing block of the mov- 
able head. Measure and record the dimensions of 
all of the specimens. Place one brick flatwise upon 
the rockers or rollers, with a steel plate betweoi 
each support and the brick. Place a similar plate 
on top of the brick and under the bearing block. 
Apply the load, using the slow motion, observing 
and recording the breaking load and the character 
of the failure. Save the half bricks resulting from 
the test for use in making compression and absorp- 
tion tests. Test each brick in a similar manner. 

281. Report. Tabulate the data and results 
stating the kind of brick, brand or name of manu- 
facturer, dimensions, breaking load, modulus of 
rupture,* and method of failure for each specimen. 
Also, state the average value of the modulus of 
rupture for each set, and compute the probable 
errorf of each average. Compare your results 
with the values given in yoiu- textbooks, reporting 
the values found and the authority. 

• M, = .J , in which Mr " modujiis of niptuie, W " load 

in pounds, L — length of span in inches, b = breadth in inches, 
and d = depth in {ndies. 

t For formula for probable error, see paragraph iig, p. 76. 
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PROBLEM Ea. 

Absorption Test of Brick. 

383. Object. This experiment is for the pur- 
pose of determining the percentage of water ab- 
sorbed by the brick tested. 

283. Apparatus Required. Drying oven, ther- 
mometer, Harvard Trip balance with set of weights, 
and a sufficient number of deep-covered pans to 
accommodate all of the specimens. 

384. Materials Required. One half of each 
brick tested in Problem Ei, blotting paper, and 
water. 

385. Method of Operation.* Weigh each speci- 
men carefully, and mark it for future identification. 
Place the samples in a drying oven and dry them 
at a temperature of from 200° to 250° F. At inter- 
vals weigh each test piece, and permit the drying to 
continue imtil the weight remains constant. Tlien 
place the specimens in the covered pans, face 
downward, and pour in water to the depth of one 
inch. Cover the pans and allow them to stand. 
Weigh each specimen at intervals of one-half hour, 
six hours, and forty-eight hours from the time of 
immersion, first removing superfluous moisture. 
If the bricks are not to be used immediately for 

* The method here used is in accordance nitb the method 
recommended by Committee D of the American Society for 
Testing Materials, for which see Proceedings of that sodety. 
Vol IX, p. 133. 
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crushing tests, replace them in the water for future 
use. Compute the percentage of water absorbed 
to the weight of the dry specimen, in each case. 

286. Report. Tabulate the data and results, 
stating the kind of brick, brand or name of manu- 
facturer, original weight, weight dry, loss of weight, 
weight after immersion for each interval, increase 
in weight, and percentage of absorption, for each 
sample. Report the average percentage for each 
kind for each interval, and the probable error * of 
each average. Compare your results with values 
given in your textbooks, reporting the values found 
and the authority. 

* For formula for probable error, see paragraph 119, page 76. 
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PROBLEM E3. 

Compression Test of Brick. 

287. Object. This experiment is for the pur- 
pose of determining the crushing strength of the 
brick tested. 

2S8. Apparatus Required. A 100,000-poutid 
testing machine with a spherical bearing block, 
and a rule. 

289. Materials Required. All of the saturated 
specimens remaining from Problem E2, and the re- 
maining halves of dry specimens from Problem Ei, 
some blotting or building paper, and, if the speci- 
mens are rough, some shellac and plaster of Paris. 

290. Method of Operation.* Measure and 
record the dimensions of each ^)edmen. If the 
bricks are rough, coat the faces of the dry specimens 
with shellac. Place one specimen flatwise on the 
table of the testing machine or on an iron or steel 
pillow block, bedding the brick in building paper 
if reasonably smooth or in plaster of Paris if the 
surface is rough. Apply the load, using the slowest 
motion, observing and recording the maximum load. 
Test each specimen in a similar manner, keeping 
the results for wet and dry bricks separate. 

* The method here used is in accordance with the method 
Tecommended by Committee D of the American Sodety tor Test- 
ing Materials, for which see Proceedings of that sodety, VoL IX, 
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391. Report Tabulate the data and results, 
stating the kind of brick, brand or name of manu- 
facturer, dimensions, area in oampression, total 
load, and maximum unit stress. Report the aver- . 
age imit strength for dry brick and for wet brick, 
for each kind, and the probable error* of 'each 
average. Compare your results with the values 
given in your textbooks, reporting the values found 
and the authority. 

* For formula for probable enor, se« paiagraph 139, page 76. 
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PROBLEM E4. 

Freesing and Thawing Test of Brick. 

392. Object. This experiment is for the pur- 
pose of determining whether freezing and thawing 
will cause disintegration, cracking, spalling, or loss 
of strength of the brick tested. 

293. Apparatus Required. Refrigerator cooled 
by freezing mixture or ammonia to maintain a 
temperature of less than 15° F., a drying oven, a 
boiler large enough to accommodate the specimens, 
a Harvard Trip balance and set of weights, and 
all of the equipment required for Problems Ei 
and E3. 

2()4. Materials Required. Five or more bricks 
of each kind, water, ice, blotting or building paper, 
and possibly plaster of Paris, 

395. Method of Operation.* Place the speci- 
mens in the boiler in cold water, and raise the 
temperature to 200° F. in thirty minutes, and then 
allow to cool Next iimnerse the specimens in ice 
water for not less than one hour, after which they 
are to be weighed and then transferred to the re- 
frigerator. See that they are so placed in the 
refrigerator that all faces are exposed. Subject the 

* Tlie method here used is in aaxndance with the method 
lecommeuded by Comimttee D of the American Society lor 
Testing Materials, for which see Pioceediiigs of that aodety. 
Vol IX, page 131. 
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speciin«is to a temperature below 15° F. for at 
least five hours, then remove them and immerse 
them m water, the temperature of which is between 
150° and 200° F,, for one hour. Repeat the 
freezing and thawing twenty times, after which 
the bricks, still saturated, are to be weighed again. 
During the test observe and record any visible 
changes in the character of the specimens. Upon 
completion of the work above described, dry the 
specimens in an oven and test the flexural strength 
as e^lained in Problem Ei. Subject the halves 
of bricks, resulting from the transverse test, to the 
crushing test, following the instructions for Prob- 
lem E3. 

296. Report Tabulate the data and results, 
following the instructions given in Problems Ei 
and E3 for the results of the transverse and com- 
pression tests. In reportii^ the work for the first 
portion of the experiment, state weights called for, 
the temperatures in each case, the duration of 
time for each freezing or thawing, and the obser- 
vations. 
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PROBLEM Es. 

RatUer Test of Brick. 

297. Object This experiment is for the pur- 
pose of determining the resistance of the brick, 
tested to impact and abrasion, as indicated by 
rattler test recommended by the National Brick. 
Makers' Association. 

298. Apparatus Required. A rattler similar to 
Fig. 36, page 44; 75 pounds of cast-iron shot, 
each weighing approximately 7^ pounds, the dimen- 
sions being approximately 2J inches square by 4J 
inches long, with corners rounded to a radius of 
i inch; 225 pounds of cast-iron shot, each of which 
weighs approximately 5 pound, the form being a 
i^-inch cube with square comers and edges (old 
shot are to be replaced with new ones when they 
have lost one-tenth of their original weight); a 
good platform scale, a rule, and a drying oven. 

299. Materials Required. Enough bricks or pav- 
ing blocks of one kind so that their total volume 
will be as nearly as possible equal to 1000 cubic 
inches, or 8 per cent of the cubic contents of the 
rattler. (Nine, ten, or eleven will ordinarily be 
required.) 

300. Method of Operation. See that the speci- 
mens are thoroughly dried before testing. Weigh 
each specimen and record the weight. Place the 
bricks and all of the cast-iron shot, called for under 
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" apparatus required," in the rattler, and close 
the cylinder. Start the rattler using a speed of 
not less than 38 nor more than 30 revolutions per 
minute, and continue the rotation through 1800 
revolutions. Remove the specimens, vreigh each, 
and record the weight. Compute the loss in terms 
of the weight of dry brick. 

301. Report Tabulate the data and results, 
stating the kind of brick, brand or name of manu- 
facturer, dimensions, volume, original weight and 
final weight of each, average weight of specimens 
before testing, average we^ht after testing, loss rf 
weight in pounds, percentage loss of weight, and 
any other observations of interest. Compare your 
results with specifications for paving brick, reporting 
the values found. 
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CHAPTER VIII. 
TESTS OF SAND, GRAVEL, AND STONE. 



PROBLEM Fi. 

Crushing Test of Stone. 

303. Object. This experiment is for the pur- 
pose of determining the crushing strength of the 
stone tested, 

303. Apparatus Required. A ioo,ooopound 
testing machine with spherical bearing block, and 
a good rule. 

304. Materials Required. Three or more sped- 
mens of each kind of stone, in the form of li-inch 
cubes, blotting or building paper, and possibly 
some plaster of Paris. 

305. Method of Operation. FoUow the instruc- 
tions given in Problem Ba, omitting the use of 
plaster of Paris, unless instructed otherwise. 

306. Report. Follow the instructions for Prob- 
lem B2. 
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PROBLEM Fa. 

Abrasion Test of Broken Stone. 

307. Object. This experiment is for the pur- 
pose of determining the resistance to abrasion of 
stone intended for use in road construction. 

308. Apparatus Required. A good weighing 
scale, a coarse balance, a drying oven, an abrasion 
cylinder similar to Fig. 37, page 45, and a -j j-inch 
mesh sieve. 

309. Materials Required. At least 30 pounds 
of coarsely broken stone. 

310. Mediod of Operation.* Wash the sample 
of stone and dry it in a drying oven. From the 
dried stone select, as nearly as possible, 50 pieces 
such that the total weight shall be within 10 grams 
of 5 kilograms. Record the exact weight. Place 
the sample in the abrasion cylinder, and set it in 
rotation at the rate of from 30 to 33 revolutions per 
minute. Continue the rotation through 10,000 
revolutions. Remove the material from the cylin- 
der, and screen it through a ^'j-inch mesh sieve. 
Weigh the amount passing and the amoimt re- 
tained, and compute the percentage of material 
passing to the total weight. Also, compute the 

French coefficient which is ^ , in which W is the 

* See Proceedings at Amaicao Society for Testing Materials, 
V(J. Vlli, page ig;. 
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weight in grains of detritus under t^-inch in size 
per kilogram of stone used. 

311. Report Tabulate the data, and results re- 
porting all weights, losses, the percentage of loss, 
and the French coefficient. Compare your results 
with results of other tests, if such are available, 
reporting the values found. 
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PROBLEM F3. 

Toughness Test of Broken Stone* 

312. Object. This experiment is for the pur- 
pose of testing the toughness of broken stone, 
intended for use in road construction. 

313. Apparatus Required. An impact testing 
machine, similar to Fig. 34, page 41. 

314. Materials Required. Three or more speci- 
mens of each kind of stone, the form of test piece 
being either a cylinder or cubes, 25 millimeters in 
diameter by 25 millimeters in height, cut perpen- 
(Ucular to the stratification of the rock. 

315. Method of Operation. Place one speci- 
men in the machine under the plunger upon which 
the hammer falls. Start the machine, allowing the 
hammer to fall i centimeter for the first blow, 2 
centimeters for the second blow, 3 centimeters for 
the third blow, and so on until failure occurs. 
Record the number of blows, and compute the 
energy of the last blow in centimeter-grams. Test 
each specimen in a similar manner. 

316. Report. Tabulate the data and results, 
stating the kind of stone, form and size of specimen, 
number of blows and energy for each specimen, and 
the average number of blows and average amomat of 
energy for each kind of stone. 

* See Proceedings o£ Americaii Society for Testing Materials, 
Vol. VIII, page iw. 
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PROBLEM F4. 

Specific Gramty of Sand, Gravel, and Broken 
Stone. 

317. Object. This experiment is for the pur- 
pose of exhibiting some of the methods which may 
be used for detennining the specific gravity of 
such materials as sand, gravel, and stone. 

318. Apparatus Required. Le Chatelier flask, 
glass rod, pipette, Uter or joo-cubic centimeter 
graduated cylinder. Harvard Trip balance, triple- 
beam balance,* ordinary pail,t pans, and a good 
platform balance. 

319. Materials Required. Samples of sand, 
gravel, and broken stone, and some water. 

320. Method of Operation. Fill the specific 
gravity flask to the mark below the bulb with 
water, and after the water from the sides of the 
tube has run down, bring the surface exactly to the 
mark by means of the pipette. On the triple-beam 
balance weigh out 55 grams of one kind of sand. 
Pour the sand slowly into the specific gravity flask, 
using the glass rod to prevent clogging. Read the 
volume displaced. The specific gravity will be 
equal to the weight in grams divided by the volume 

• See F«. 10, p. IS. 

t A deep can is better than a pail, since there will be a smaller 
propoitionate eiroi in the result for a given error in observation 
<rf height of surface. 
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in cubic centimeters displaced. To clean the flask 
agitate and rotate the flask to bring the sand into 
suspension, then turn the flask upside down, and 
allow the contents to run out. 

321. Fill the graduated cylinder about half full 
of gravel. Pour the gravel into a pan and deter- 
mine its weight carefully by the Harvard balance, 
rill the graduated cylinder half full of water, noting 
the exact volume. Pour the gravel into the water 
in the cylinder and observe the total volume. The 
difference in the readings is the voliune displaced. 
Compute the specific gravity in the same manner 
as for sand. 

323. Place the empty pail upon the platfonn scale 
and weigh it. Fill the pail about three-fourths full 
of broken stone and observe the weight. Then 
pour the stone out of the pail, fill the pail level full 
with water and observe the weight. Pour out some 
of the water, place the weighed stone in the pail, fill 
the pail level full with water and observe the total 
weight. From the observed weights deduct the 
weight of pail to obtain the weight of water with 
the pail filled, weight of stone used, and weight of 
stone and water mixed. Subtract the weight of 
stone from the weight of the mixture to obtain the 
weight of water in the mixture. Then the differ- 
ence between the weight of water for the pafl filled 
and the weight of water in the mixture is the weight 
of water displaced, that is the weight of a volume 
of water equal to the actual volume of stone. The 
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specific gravity of the stone is the ratio of the 
weight of the stone to the weight of an equal volume 
of water. This method could have been used for 
sand or gravel, and it has the advantage that it 
can often be used where laboratory equipment is 
not available. 

323. Report. Tabulate the data and results, 
statii^ all observations of volume and weight, and 
all computed results. Compare your results with 
values given in your textbooks, reporting the values 
found. 
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PROBLEM Fs. 

Percentage aj Voids in Sand, Gravel, and Broken 
Stone. 

324. Object. This experiment is for the pur- 
pose of showing some of the methods which may 
be used in determining the percentage of voids in 
sand, gravel, and broken stone. 

32s. Apparatus Required. Liter graduated cyl- 
inder, an ordinary pail, pans, and a good platform 
scale. 

326. Materials Required. Samples of sand, 
gravel, and broken stone, and some water. 

327. Method of Operation^ Fill the graduated 
cylinder half full of one kind of sand or gravel, 
and observe the volume, first as poured in, and then 
after shaking to settle the mass. Pour the sand 
out into a pan, and fill the cylinder half full of 
water, observing the exact volume. Pout the 
measured sand into the water and observe the total 
volume. The difference between the two readings 
of the water level is the volume displaced. The 
volume observed for the dry sand minus the volume 
displaced is the volume of the voids. The ratio of 
the volume of voids to the volume of dry sand is the 
percentage of voids. Compute the percentage of 
voids both for the sand loose and for it setUed. 
Test all of the samples of sand and gravel in a 
similar manner. 
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328. Place the empty pail upon the platform scale 
and observe its weight. Fill the pail with stone 
and observe the total weight. Empty the pail, 
fill it with water, and observe the weight. The 
weight of water in pounds divided by 62.5 is the 
volume of contents in cubic feet. The weight of 
the stone divided by 62.5 times the specific gravity * 
is the volume of solids in cubic feet. The volume of 
the pail minus the volume of the solids of the stone 
is the volume of voids. To obtain the percentage 
of voids divide the volume of the voids by the 
volume of the pail. This method may be used for 
sand or gravel as well as for stone. 

329. Report. Tabulate the data and results, 
stating all observations of volumes and weights, 
and all computed results. 

* If the specific gravity b unknown it may be determined as 
explained in paragraph 333, p. 150. For ordinary purposes the 
following values of specific gravity may be used: sand or gravel, 
2.65; limestone, 2.53; sandstone, 2.2a; granite, 2.67; marble, 2.71; 
and slate, 2.78. These values are taken from Baker's Masonry, 
pages 6 and gi, 1909 edition. 
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PROBLEM F6. 

Sieve Analysis of Sand, Gravel, and Broken Stone. 

330. Object. This experiment is for the pur- 
pose of investigating the absolute and relative sizes 
of particles of the materials tested. 

331. Apparatus Required. Sieves of the follow- 
ing mesh : No. 100, No. 70 or No. 80, No. 50, No. 30, 
No. 20, No. 10, J-inch, ^-inch, f-inch, i-inch, 
ij-inch, aiid 2-inch; fine balance, triple-beam bal- 
ance, and Harvard balance. 

332. Materials Required. Samples of sand, 
gravel, and broken stone, logarithmic coordinate 
paper, and ordinary coordinate paper. 

333. Method of Operation. On the triple-beam 
balance weigh out 100 grams of sand, screen it 
through the J-inch sieve, and weigh the amount 
retained and the amount passing. Place the 
amount passing on the No. 10 sieve and repeat the 
operation. Continue in this manner to screen 
the sample through the remainder of the finer- 
meshed sieves. From the last grains passing each 
sieve count out 100 particles, and weigh each hun- 
dred on the fine balance. Compute the' average 
diameter * of each size, assuming the particles to 
be spheres. 

• i — 1/ .„ „ . , in which d = diameter in cm., W ™ 

weight in grams of loo grains of sand, S.G. = sped&c gravity of 
material, which may be detenniiied as explajned in Problem F4, 
If not already known. 
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334. Screen and weigh the gravel as directed 
for sand, but begin with as coarse a sieve as will 
retain any of the pebbles and use 1000 instead of 
100 grams. Weigh the material on the Harvard 
balance, instead of the triple-beam balance. The 
determination of diameter of particles by the 
method explained for sand will not be required 
unless special instructions are given to that effect. 

335. Screen and weigh the broken stone as 
directed for gravel. 

336. Report Plot the results for the analysis 
of the sand upon logarithmic coordinate paper, 
using diameter of grains in millimeters as abscissas 
and percentage by weight as ordinates. Connect 
the points with a curve. Observe the points at 
which the curve intersects the 10 per cent line and 
the 60 per cent line. The diameter of grains corre- 
sponding to the first point is the effective size, and 
the ratio of the diameter for second point to the 
effective size is the uniformity coefficient. Tabu- 
late the data and results obtained, and hand in 
upon a separate sheet all of your numerical compu- 
tations, being careful to arrange your work so that 
it can be easily understood. For the sand, the 
gravel, and the stone plot curves upon ordinary 
coordinate paper, using as abscissas diameter of 
particles in inches, and for ordinates percentages by 
weight. In this case the diameter of particles may 
be taken directly from the sizes of openings of the 
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PROBLEM F7. 
Proportions for Concrete Aggregates. 

337. Object. This experiment is for the pur- 
pose of determining the proper proportion for given 
samples of sand, gravel, and broken stone to be 
used as the aggregate for concrete. 

338. Apparatus Required. A pail or large can, 
pans, and a good platform scale. 

339. Materials Required. A supply of sand, 
gravel, and broken stone, for each of which the 
percentage of voids * has been determined, and for 
each of which a sieve analysis f has been made. 

340. Method of Operatton. Mix together equal 
parts by weight of gravelj and stone, also, one part 
of gravel to two parts of stone, and one part of 
gravel to three parts of stone. Make a fourth 
mixture of sand, gravel, and stone, the proportions 
being determined by investigation of the sieve- 
analysis curves.§ Upon the coordinate paper on 
which the sieve-analysis curve for each of the 
materials to be used is plotted, draw a parabola,|| 

• See Problem Fs. t See Problem F6. 

t If the gravel is very coarse use a miiture of one part of 
sand to two parts of gravel for the first three miztuTcs. 

} The method used is that devised by Wm. B. Fuller, a de- 
scription of which is given in Taylor and Thompson's " Qmciete 
Plain and Reinforced " (1905 edition], pp. 183-215. 

I [ If so instructed use the elliptical curve, as explained in Trans- 
actions of the American Society of Civil Engineers, Vol. LDC, p. go, 
in place of the parabolic curve. 
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beginning a,t the zero of the ordinates and passii^ 
through the point at the intersection of the line for 
the largest size of stone with the 100 per cent line. 
Find the point on the parabolic curve vertically 
above the point at which the stone curve crosses 
the zero per cent line, and observe the percentage 
value corresponding to the intersection.* The 
amount observed subtracted from 100 will give the 
percentage of the final mixture, which should be 
stone. For the portions of the curves for sand and 
gravel, the horizontal projections orwhich overlap, 
observe which curve has the larger vertical pro- 
jection. If the sand curve has the larger vertical ■ 
projection, use the upper end of the sand curve as a 
starting point, otherwise use the lower end of the 
gravel curve, or take the mean of the results by 
both methods. From the starting point foUow 
the vertical to its intersection with the parabolic 
ciu^e, and also to its intersection with remaining 
curve. Compute the ratio of the distance along the 
vertical between the gravel curve and the parabola 
to the distance between the gravel curve and the 
sand curve. The ratio found will be the percentage 
of the total mixture which should be sand. The 
remaining percentage of the total mixture should 
be gravel. Mix together a sample of aggregate, 

* If the gravel and stone curves overlap to any considerable 
extent, the overlapping portions can be treated in a manner 
liinilar to that explained in this problem for the sand and gravel 
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using the proportions determined by the curves. 
Compute the curve which should be obtained for 
the mixture, and check your results by screening a 
portion of the mixed sample as explained in Prob- 
lem F6, For each of the four mixtures of aggre- 
gate, determine the percentage of voids as explained 
in paragraph 328, page 153. 

341. Report. Tabulate the data and results, 
stating all quantities observed. Hand in the 
curves and all of your computations. 
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CHAPTER IX. 
TESTS OF ASPHALT. 

PROBI^M Gi. 

Purity of Asphalt. 

343. Object. The object of this test is to de- 
termine the percentage of material in the samples 
submitted which will not be dissolved by various 
solvents. 

343. ^paratus Required. Fine balance, Gooch 
crucible with long-fiber amphibole asbestos filters, 
stand for supporting crucible, evaporating dish, and 
flasks. 

344. Materials Required. Small samples of 
pure* bitumen, free from water, carbon disulphide, 
carbon tetrachloride, and naphtha. 

345. Method of Operation. On the fine balance 
weigh out two samples of t gram each, and one 
sample of J gram, of the material to be tested. 
Place a i-gram sample in a flask with 100 cubic 
centimeters of carbon disulphide, another i-gram 
sample in a flask with 200 cubic centimeters of 
carbon tetrachloride, and the ^-gram sample, finely 
divided, in a flask with 150 cubic centimeters of 

* Not mixed with sand. 
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naphtha. Record the specific gravity of the m^h- 
tha. Cork the flasks loosely, shake them from 
time to time, and then set them away until the 
next laboratory period. (The interval should be 
at least 15 hours.) At that time filter the con- 
tents of each flask using the Gooch crucible and 
filter, havii^ first weighed the crucible. Allow the 
residue of each to stand untU dry, wanning it to 
assist in evaporating any remaining solvent. Re- 
turn the used solvents to vessels kept for that 
purpose, in order that they may be distilled for 
future use. Weigh the crucible and residue and 
compute the weight of residue, for each solvent. 
Place I gram of divided bitumen on a weighed 
Gooch crucible and filter, and wash with carbon 
disulphide until the washings are clear. Dry the 
filter, weigh it, and compute the residue as before. 
346. Report. Tabulate the data and results, 
stating all weights, computations, and observations. 
Compare your results with specifications, if any are 
at hand, and report the requirements found. 



bGooglt; 



TESTS OF ASPHALT l6l 

PROBLEM G2. 

Percentage of Bitumen in Paving Mixtures. 

347. Object. Tliis experiment is for the pur- 
pose of determining the amount of bitimien present 
in the given samples of asphaltic paving mixtures. 

348. Apparatus Required. Fine balance, Gooch 
crucible with long-fiber amphibole asbestos filters, 
stand for supporting crucible, evaporating dish, and 
flasks. 

349. Materials Required. Samples of dry as- 
phaltic paving mixtures, and carbon disulphide. 

350. Method of Operation.* Observe and reoird 
the weight of a 150-cubic-centimeter Erlenmeyer 
flask. Weigh out from i to 10 grams of a sample 
to be tested, crush it and place it in the flask 
with 100 cubic ceatimeters of carbon disulphide. 
Loosely cork the flask, shake it from time to time 
until practically all of the particles have been 
broken up, using glass beads in the flask, if de- 
sired, to assist in breaking up the lumps. The 
flask is then set aside for not less than 15 hours 
(or until the next laboratory period, unless other- 
wise instructed). At the end of this time the con- 
tents of the flask are to be decanted off upon a 

* The metliod liere used is the Rapid Method foi the Deter- 
mination of Material in Bituminous Road Compounds Soluble in 
Cold Carbon DiaulpMde as lecommended by Committee H of the 
American Sodety for Testing Materials, given in Proceedings of 
tlw American Society for Testing Materials, VoL DC, page 332. 
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weighed Gooch crucible with a long-fiber amphibole 
asbestos filter. The residue in the flask is then to 
be washed with 50 cubic centimeters of carbon di- 
snlphide, allowed to settle, and decanted as before. 
The insoluble matter in the flask is then to be 
placed upon the filter and washed with carbon 
disulphide until the washings are practically color- 
less. Then dry the filter and contents at 125° C, 
and cool and weigh it. Should any residue remain 
in the flask, it is to be dried and weighed, and the 
weight of residue added to the weight of residue in 
fhe crucible. Also, burn off the filtrate in an evapo- 
rating dish, and with a Bunsen burner ignite the 
residue to an ash and weigh the ash. Add the 
weight of ash to the weight of insoluble residue. 
The weight of the total residue deducted from that 
of the original material gives the weight of bitumen 
soluble in cold carbon disulphide. In this case the 
percentage of insoluble residue, determined as above, 
minus that of any ash which may be found by 
igniting a separate sample, is reported as free car- 
bon. This test shall be carried on at a temperature 
of from 20° to 25° C. 

351. Report. Tabulate the data and results, 
stating all weights, computations, and observations. 
Compare your results with the specifications under 
which the asphaltic mixtures were prepared, if such 
are available. 
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PROBLEM G3. 

Penetration Test of Asphalt* 

352. Object. This experiment is for the pur- 
pose of determining the consistency of the samples 
tested, as indicated by the penetration of a needle. 




Bit. 58' — Penetrodutan lot Ttatiim As^ult 

353- Apparatus Required. Penetrometer, simi- 
lar to one of those shown in Fig. 58, having a No. 2 

* The method here used is in accordance with the Method for 
the Determination ot the Consistency o£ Bitumen, recommended 
by Comtnittee H of the American Society for Testing Materials, 
for which see Vol. IX, page 225, oE Proceedings of that society. 
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needle under a weight of 100 grams, basin or recep- 
tacle for use in immersing specimen in water, and 
thermometer. 

354. Materials Required. Samples of pure as- 
phalt in tin boxes i inch to i inch deep by af inches 
diameter, some water and possibly some ice. 

355. Method lA Operation. Fill the basin with 
water, note its temperature, and if necessary add 
hot water or ice water to bring its temperature to 
25° C. (77° F.). Place one of the samples in posi- 
tion under the needle of the penetrometer, with the 
sample immersed in water. See that the water is 
at the temperature stated, and allow the sample to 
remain immersed long enough to come to the tem- 
perature of the water, before testing the penetra- 
tion.* Then bring the point of the needle and the 
surface of the sample in contact and determine the 
penetration in 5 seconds of time. Record the num- 
ber of degrees on the scale. Test each sample in a 
similar manner. 

356. Report. Tabulate the data and results, 
stating all observations. Compare your results 
with specifications for asphalt, if such are avail- 
able, and report the comparison. 

* If possible place the samples in the water some time before 
going ahead with the test, in order that they may be at the proper 
temperature at the time desired. 
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PROBLEM G4. 

Residual Coke in Asphalt.* 

357- Object. This experiment is for the purpose 
of determimng the amount of fixed carbon in the 
given samples of asphalt. 

358. Apparatus Required. Fine balance, plati- 
num triangle and support, and platinum crucible 
weighing 20 to 30 grams and having a tight-fitting 
cover, 

359. Materials Required. Samples of pure as- 
phalt. 

360. Method of Operation. Place i gram of one 
sample, free from water, in the platinum crucible 
and see that the cover is tight. Place the crucible 
on the platinum triangle, with the bottom 6 to S 
centimeters above the top of the burner. See that 
the flame is fully 20 centimeters high when burning 
free, and that the flame is free from draughts. The 
upper surface of the cover shoifld bum clear, but 
the under surface should remain covered with car- 
bon. Continue the heating for 7 minutes. Weigh 
the crucible to determine the residue. The residue 
minus the small impurity of ash in the pure bitumen 
is the fixed carbon, which should be calculated to 

* The method here used is in accordance with Method for the 
Detetminatjon of Residual Coke in Bituminous Compounds, 
recommended by Committee H of the American Sodety for 
Testing Materials, for which see Vol. IX, page 113, of Proceed- 
ing of that sode^. 
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loo per cent with the volatile hydrocarbons, ex- 
cluding the inorganic matter. Test each sample in 
a similar manner. 

361. Report. Tabulate the data and results, 
stating all weights, observations, and computations. 
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PROBLEM G5. 

Lass 



362. Object. This experiment is for the pur- 
pose of determining the amount of volatile matter 
in the given samples, which can be expelled by 
heating. 

363. Apparatus Required. Hot-air oven, fine 
balance, and all of the equipment required for 
Problem G3. 

364. Materials Required. Samples of pure 
water-free asphalt in tin boxes i inch deep by 2| 
inches diameter, containing 50 grams each, and 
water. 

365. Method of Operation. Determine the pen- 
etration for each sample, as directed in Problem 
G3, Then weigh each sample on the balance, and 
place it in the hot-air oven. Raise the tempera- 
ture to 170° C, and maintain this temperature for 
5 hours. At no time shall the temperature of the 
oven vary more than 2° C. from 170° C. When 
the sample is cooled to normal temperature, it is to 
be weighed, and the percentage of loss computed. 
Then make another determination of the penetra- 

* The method here given is in accordance with Method for 
the Determination of the Loss on Heating of Oil and Asphaltic 
Compounds recommended by Committee H of the American 
Society for Testing Materials, for which see Vol. IX, page 123, of 
Proceedings of that society. 
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tion for each sample, as directed in Problem G3. 
Compute the loss in penetration. 

366- Report Tabulate the data and results, 
stating all weights, computations, observations, the 
loss by volatilization, and the loss in penetration. 
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PROBLEM G6. 

Ductility of Asphalt. 

367. Object. This experiment is for the purpose 
of determiniiig the ductility of the given samples 
of asphalt. 

368. Apparatus Required. Flasks, a still, 20- 
mesh sieve, 50-mesh sieve, amalgamated brass 
plates, briquette molds similar 

to Fig, 59, a ductiUty machine, 
steam bath, and the apparatus 
required for Problems Gi and G3. 
A ductiUty machine is shown in 
Fig. 60, for which the pull is hor- 
izontal. For very ductile mate- 
rials a better form of machine is 
one in which the puU is vertical.* 

369. Materials Required. Sam- 
ples of asphaltic cement, carbon 
disulphide, and rehned liquid as- 
phalt free from water and from 
light oils volatile at less than 
250° F. 

370. Method of Operation.t pi,. M-Briqurtte 
Test the purity of each sample "-"'"A.ph.K 

* For B description and illustration of audi a macbine, see 
" A Machine tor Testing the Ductility of Bituminous Cements," 
by Frauds P. Smitl), in Proceedings o£ the American Society for 
Testing Materials, Vol. IX, page 594. 

t The method here used is that given by Francis P. Smith, 
in the article noted in the preceding footnote. 
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to determine the percentage of material soluble in 
carbon disulphide, as explained in Problem Gi. 
Classify the samples as follows: Class i, asphalts 
containing over 96 per cent soluble matter and 
free from lumps of inert bitumen; Class 2, asphalts 
containing less than 96 per cent soluble matter 



«■■ tie. — Dnctmtr Hachina 

and free from lumps of inert bitumen; Class 3, 
asphalts which are not homogeneous, i.e., contain- 
ing lumps of hard bitumen which, although soluble 
in carbon disulphide, are insoluble in the softer 
bitumen, even in a molten condition. Asphalts 
coming under the first classification need no pre- 
liminary treatment. 

371. To prepare asphalts of Class 2 for use, pro- 
ceed as follows: take a sufficient quantity of one 
material to yield 150 grams, after treatment. 
Treat the sample with carbon disulphide in an 
Erienmeyer flask for 2 or 3 hours, shaking the 
flask occasionally until none of the asphalt adheres 
to the sides or bottom, after which it is to be set 
aside for 24 hours. Then decant the solvent from 
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the flask, into a second flask, and again treat the 
residue with more carbon disulphide, shaking, 
allowing to subside, and decanting as before. 
Continue untii- the solvent is practically colorless. 
Allow the combined solutions to stand for at 
least 24 hours after the last addition, and then 
decant off the solvent into the still, and distill 
until only sufficient solvent remains to keep the 
extracted bitumen liquid. Pour the residue into 
a large evaporating dish and place upon the steam 
bath, to evaporate as much as possible of the 
remaining solvent. To facilitate the removal of 
the last particles of carbon disulphide from the 
bitumen, while on the steam bath, it should be 
stirred from time to time. After this treatment, 
incorporate | to i cubic centimeter of water into 
the bitumen and, while stirring the material contin- 
ually with a thermometer, heat the sample over a 
burner until all foaming ceases. Next place the 
sample in a hot-air oven and maintain it at a tem- 
perature of 300° F. for 30 minutes. (See that the 
temperature never exceeds 300° F.) 

372. To prepare asphalt of Class 3, for use, pro- 
ceed as follows: Heat the sample in an air bath at 
a temperature between 300° and 350° F., together 
with a 20-mesh sieve and a 50-mesh sieve. When 
the material is in a thoroughly molten condition, it 
is to be first strained through the heated 20-mesh 
sieve, and then through the 50-mesh sieve, allow- 
ing it to run by gravity. If the material thus 
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obtained contains less than 96 per cent of bitumen 
soluble in carbon disulphide, it must be treated as 
materials under Class 2, otherwise it is ready for 
use. 

373. Detennine the penetration for each sample, 
as explained in Problem G3, using a Dow pene- 
trometer. If the material is not of proper con- 
sistency, i.e., 50 penetration at 77° F., it is to 
be softened with the liquid asphalt.* With the 
material as thus prepared mold three or more 
briquettes with each asphalt to be tested. Before 
molding, examine the molds and the brass plate 
to see that the surface of the plate and the inner 
surfaces of the removable pieces of the molds are 
well amalgamated, to prevent adhesion. Place 
the molds on the plate and fasten the parts of each 
mold together with a clamp or rubber band. Melt 
each sample of asphalt, and with it fill three or 
more molds, while the material is in a molten state. 
Add a slight excess to each briquette to allow for 
shrinkage on cooling. After the briquettes are cool, 
smooth each off level by means of a heated palette 
knife. 

374. When ready to test the briquettes, remove 
the two side pieces of one briquette, leaving the 
asphalt firmly attached to the two ends of the 
mold, which serve as clips. Inmierse each bri- 
quette in water, the temperature of which is to be 

* Id practice tbe flux used should be the same as will be used 

in the work. 
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maintained at 77° F. for at least 30 minutes, or 
until the whole mass of bitiunen is at that tem- 
perature. Examine the ductility machine to 
determine the rate of motion of the hand wheel 
which will cause the ends of the briquette to be 
pulled apart at the rate of 5 centimeters per min- 
ute. Then place one briquette in position in the 
machine, set the pointer to read zero, and pull the 
briquette apart at the determined speed. Note 
the reading of the pointer at the instant that thread 
of bitumen breaks, to obtain the ductility of the 
sample expressed in centimeters. Test each bri- 
quette in a similar manner. 

375. Report , Tabulate the data and results, 
stating all operations, observations, and computa- 
tions. Compare your results with any data of 
other tests which may be available, and report the 
comparison. 
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APPENDIX I. 

PROGRESS Rra>ORT OF COHUTTTEE ON URIPORH 
TESTS OF CEMENT OF THE AHERICAIT SOCIETY 
OF CIVIL ENGINBERS.* 

r THE Annual Meeiinc Jahuaky so, 1909. 



Sampling. 



1. Selection of Sauple. The selection of the sample 
for testing is a detail that must be left to the discretion of 
the engineer; the number and the quantity to be taken from 
each package will depend largely on the importance of the 
work, the number of tests to be made, aud the facilities for 
making them. 

2. The sample shall be a fair average of the contents of 
the package^ it is recommended that, where conditions per- 
mit, one barrel in every ten be sampled. 

3. Samples should be parsed through a sieve having 
twenty meshes per linear inch, in order to break up lumps 
and remove foreign material; this is also a very effective 
method for mixing them together in order to obtain an 
average. For deteimining the characteristics of a shipment 
of cement, the individual samples may be miaed and the 
average tested; where time will permit, however, it is recom- 
mended that they be tested separately. 

4. Method of Sampling. Cement in barreb should 
be sampled through a hole made In the center of one of the 
staves, midway between the heads, or in the head, by means 

* Authorized Reprint from Proceedings of the American 
Society of Civil Ez^eera, Vol. 35, No. a, Feb., 1909. 
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of an auger or a sampling iron similar to that used by sugar 
inspectors. If in bags, it should be taten from surface to 
center. 

Cheuical Analysis. 
S- Significance. Chemical analysis may render valu- 
able service in the detection of adulteration of cement with 
considerable amounts of inert material, such as slag or 
ground limestone. It is of use, also, in determining whether 
certain constituents, believed to be harmful when in excess 
of a certain percentage, as magnesia and sulphuric an- 
hydride, are present in inadmissible proportions. 

6. The determination of the principal constituents of 
cement — silica, alumina, iron oxide, and lime — is not 
conclusive as an indication of quality. Faulty character of 
cement results more frequently from imperfect preparation 
of the raw material or defective burning than from incorrect 
proporrions of the consUtuents, Cement made from very 
finely -ground material, and thoroughly burned, may contain 
much more lime than the amount usually present and still 
be perfectly sound. On the other hand, cements low in lime 
may, on account of careless preparation of the raw material, 
be of dangerous character. Further, the ash of the fuel 
used in burning may so greatly modify the composition of 
the product as largely to destroy the significance of the results 
of analysis. 

7, Method. As a method to be followed for the analj^ 
of cement, that proposed by the Committee on Uniformity 
in the Analysis of Materials for the Portland Cement 
Industry, of the New York Section of the Society for Chem- 
ical Industry, and published in Engineering Nems, Vol. 50, 
page 60, 1903, and the Engineering Record, Vol. 48, page 49, 
1903, b recommended. 



3,q,z..3bvGoOgle 



APPENDIX 1 



SPECmc Gravity. 



8. Significance, The specific gravity of cement is 
lowered by underbuming, adulteration, and hydration, but 

the adulteration must be in considerable quantity to affect 
the results appreciably. 

9. Inasmuch as the differences in specific gravity are 
usually very small, great care must be exercised in making 
the determination. 

10. Apparatus AND Method. The determination of spe- 
cific gravity is most conveniently made with Le Chatelier's 



Fit. 61. — Le CluteUer'B Specif GniTiQr Appanttu 

{y>paratus. This consists of a flask (Z>), Fig. 61, of 120 cu. 
cm. (7.32 cu. ins.) capacity, the neck of which is about 
20 cm. (7,87 ins.) iong;in the middle of this neckis a bulb (C), 
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above and below which are two marks (F) and (E); the 
volume between these marks is 30 cu. cm. (1.32 cu. ins.)- 
Hie neck has a diameter of about 9 mm. (0.35 in.), and 
is graduated into tenths (rf cubic centimeters above the 
mark (F). 

11. Benzine {6a d^rees Bibmi6 naphtha), 01 kerosene 
free from water, should be used in making the determination. 

12. Hie ^tecific gravity can be determined in two ways; 
(i) The flask is filled with either of these liquids to the 
lower mark {£), and 64 gr. (2.25 oz.) of powder, cooled to the 
temperature of the liquid, is graduaJly introduced through 
the funnel (B) (the stem of which extends into the flask to 
the top of the bulb (Q], until the upper mark (F) is reached. 
The difference in weight between the cement remaining and 
the original quantity (64 gr,) is the weight which has dis- 
placed 20 cu. cm. 

13. (2) The whole quantity of the powder is introduced, 
and the level of the liquid rises to some division of the 
graduated neck. This reading plus 20 cu. cm. is the volume 
displaced by 64 gr. of the powder. 

14. The specific gravity is then obtained from the formula: 

Specific Giarity - We#tolC^M,mg,^^ 

Displaced Volume, in cubic centimeteis 

15. The flask, during the operation, is kept immersed in 
water in a jar (A), in order to avoid variations in the tem- 
perature of the liquid. The results should agree within o.oi. 
Hie determination of specific gravity should be made on 
the cementasreceived; and shouldit fall below 3.10, a second 
determination should be made on the sample ignited at a 
low red heat. 

16. A convenient method for cleaning the apparatus is as 
follows: The flask is inverted over a large vessel, preferably 
a glass jar, and shaken vertically until the hquid starts to 
flow freely; it is then held still in a vertical position until 
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empty; the lonaining traces of cement can be removed in a 
similar manner by pouring into the flask a small quantity 
of clean liquid and repeating the operation. 

17. More accurate determinations may be made with 
the picnometer. 



18. Significance. It is generally accepted that the 
coarser particles in cement are practically inert, and it is 
only the extremely fine powder that possesses adhesive or 
cementing qualities. The more finely cement is pulverized, 
all other conditions being the same, the mote sand it will 
carry and produce a mortar of a given strength. 

19. The degree of final pulverization which the cement 
receives at the place of manufacture is ascertained by meas- 
uring the residue retained on certain sieves. Those known 
as the No. 100 and No. 200 sieves are recommended for this 
purpose. 

20. AppAEATDS. The sieves should be circular, about 
20 cm. (7. 87 ins.) in diameter, 6 cm. (2.36 ins.) high, and 
provided with a pan 5 cm. (1.97 ins.) deep, and a cover. 

31. The wire cloth should be of brass wire having the 
following diameters: 

No. loo, 0.0045 in.; No. aoo, 0.0024 in. 
33. This cloth should be mounted on the frames without 
distortion; the mesh should be regular in q>acing and be 
within the following limits: 

No. 100, 96 to 100 meshes to the linear inch. 
No. 300, 188 to 300 meshes to the linear inch. 
33. Fifty grams {1.76 oz.) or 100 gr. (3.52 oz.) should be 
used for the test, and dried at a temperature of too" Cent. 
(212° Fahr.) prior to sieving. 

24. Method. The Gimmittee, after careful investiga- 
tion, has reached the concluflbn that mechanical sieving is 
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not as practicable oi efficient as handwork, and, tlierefore, 
recommends the following method: 

25. The thoroughly -dried and coarsely-screened sample 
is weighed and placed on the No. 200 sieve, which, with 
pan and cover attached, is held in one hand in a slightly 
inclined position, and moved forward and backward, at the 
same time striking the side gently with the palm of the other 
hand, at the rate of about zoo strokes per minute. The 
operation is continued until not more than one-tenth of 
I per cent passes through after one minute of continuous 
sieving. The residue is weighed, then placed on the No. 100 
sieve and the operation repeated. The work may be 
expedited by placing in the sieve a small quantity of large 
steel shot. The results should be reported to the nearest 
tenth of I per cent. 

NORUAL Consistency. 

a6, SlGNTFiCANCE. The use of a proper percentage of 
water in making the pastes* from which pats, tests of setting, 
and briquettes are made, is exceedingly important, and 
affects vitally tie results obtained. 

27. The determination consists in measuring the amount 
of water required to reduce the cement to a given state 
of plasticity, or to what is usually designated the normal 
consistency. 

28. Various methods have been proposed for maki:^ 
this determination, none of which has been found entirely 
satisfactory. The Committee recommends the following: 

29. Method. Vicat Needle Apparatus. This con- 
sists of a frame (K), Fig. 62, bearing a movable rod (£.), 
with the cap {A) at one end, and at the other the cylinder 
(B), I cm. (0,39 in.) in diameter, the cap, rod, and cylinder 

* The term "paste" is used in this report to dedgnate a mix- 
ture of cement and water, and the word "mortar" a mixture of 
cement, sand, and water. 
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weighing 300 gr. (10.58 oz.)- The rod, which can be held 
in any desired position by a screw (F), carries an indicator, 
which moves over a scale {graduated to centimeters) at- 
tached to the frame {K). The paste is held by a conical, 




hard-rubbei ring (/), 7 cm. (z.76 ins.) in diameter at the 
base, 4, cm. (1.57 ins.) high, resting on a glass plate (/), 
about 10 cm. G-94 ins.) square. 

30. In making the determination, the same quantity 
of cement as will be subsequently used for each batch in 
making the briquettes (but not less than 500 grams) is 
kneaded into a paste, as described in paragraph 58, and 
' quickly formed into a ball with the hands, completing the 
operation by tossing it sis times from one hand to the othet, 
maintained 6 ins. apart; the ball is then pressed into the 
rubber ring, through the larger opening, smoothed off, 
and placed (on its large end) on a glass plate and the smaller 
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end smoothed ofF vith a trowel; the paste, confined in the 
ring, resting on the plate, is placed under the rod bearing 
the cylinder, which is brought in contact with the surface 
and quickly released. 

31, The paste is of normal consistency when the cylinder 
penetrates to a point in the mass 10 mm. (0.39 in.) below the 
top of the ring. Great care must be taken to fill the ring 
exactly to the top. 

32. The trial pastes are made with varying percentages 
of water until the correct consistency is obtained. 

Note. The Committee on Standard Spedficadons for Cement 
Inserts the following table for temporary use to be replaced by 
one to be devised by the Committee of the American Society of 
Civil Engineers. 
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33. The Committee has recommended, as normal, a 
paste, the consistency of which is rather wet, because it 
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9 that variations in the amount of compression to 
which the bricpiette is subjected in molding are likely to be 
less with such a paste. 

34. Having determined in this manner the proper per- 
centage of water required to produce a paste of normal 
consistency, the proper percentage required for the mortars 
is obtained from an empirical formula. 

35- The Committee hopes to devise such a formula. 
The subject proves to be a very difficult one, and, although 
the Committee has given it much study, it is not yet pre- 
pared to make a definite recommendation. 

TncE OF Setting. 

36. SIGNIFICA14CE. The object of this test is to deter- 
mine the time which elapses from the moment water is 
added until the paste ceases to be fluid and plastic (called 
the "initial set"), and also the time required for it to acquire 
a certain degree of hardness (called the "final" or "hard 
set"). The former of these is the more important, since, 
with the commencement of setting, the process of crystalli- 
zation or hardening is said to begin. As a disturbance of 
this process may produce a loss of strength, it is desirable 
to complete the (^ration of mixing and molding or incor- 
porating the mortar into the work before the cement b^ins 
to set. 

37. It is usual to measure arbitrarily the beguming and 
end of the setting by the penetration of weighted wires of 
given diameters. 

38. Method. For thi^ purpose the Vicat Needle, which 
has already been described in paragraph 29, should be 
used. 

39. In making the test, a paste of normal consistency is 
molded and placed under the rod (i). Kg- 24, as described 
in paragraph 30; this rod, bearing the cap {D) at one end 
and the needle {B), i mm. (0.039 ^) i^ diameter, at the 
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other, weighing 300 gr. (10.58 oz.)- The needle is then 
carefully brought in contact with the surface of the paste 
and quickly released. 

40. The setting is said to have conunenced when the 
needle ceases to pass a point 5 mm. (0.20 in.) above the 
upper surface of the glass plate, and is said to have termi- 
nated the moment the needle does not sink visibly into the 

41. The test pieces should be stored in moist aii during 
the test; this is accomplished by placing them on a. rack 
over water contained in a pan and covered with a damp 
cloth, the cloth to be kept away from them by means of a 
wire screen; or they may be stored in a moist box or closet. 

42. Care should be taken to keep the needle clean, as the 
collection of cement on the sides of the needle retaids the 
penetration, while cement on the point reduces the area and 
tends to increase the penetration. 

43. The determination of the time of setting is only 
approximate, being materially affected by the temperature 
of the mixing water, the temperature and humidity of the 
air during the test, the percentage of water used, and the 
amount of molding the paste receives. 

Standard Sand. 

44. The Committee recognizes the grave objections to 
the standard quartz now generally used, especially on 
account of its high percentage of voids, the difficulty of 
compacting in the molds, and its lack of uniformity; it has 
spent much time in investigating the various natural sands 
which appeared to be available and suitable for use. 

45. For the present, the Committee recommends the 
natural sand from Ottawa, 111., screened to pass a sieve 
having 20 meshes per linear inch and retained on a sieve 
having 30 meshes per linear inch ; the wires to have diameters 
of 0.0165 and O.OII3 in., respectively, i.e., half the width of 
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the opening in each case. Sand having passed the No. 20 
sieve shall be considered standard when not more than one 
per cent passes a No. 30 sieve after one minute continuous 
sifting of a 500-gram sample. 

FoKM OF Briquette. 

46. While the form of the briquette recommended by a 
former Committee of the Society is not wholly satisfactory, 
this Committee is not prepared to suggest any change, other 
than rounding ofi the comers by curves of i-in. radius, 
Fig. 63- 

Mou)s. 

47. The molds should be made of brass, bronze, or some 

equally noncorrodible material, having sufficient metal in 
the sides to prevent spreading during molding. 

48. Gang molds, which permit molding a number of 
briquettes at one time, are preferred by many to single 
molds, since the greater quantity of mortar that can be 
mixed tends to produce greater uniformity in the results. 
The type shown in Fig. 64 is recommended. 

49. The molds should be wiped with an oily cloth before 

Mixing. 

50. All proportions should be stated by weight; the 
quantity of water to be used should be stated as a per- 
centage of the dry material. 

51. The metric system is recommended because of the 
convenient relation of the gram and the cubic centimeter. 

53. The temperature of the room and the mudng water 
should be as near 31° Cent. (70° Fahr.) as it is practicable 
to maintain it. 

53. The sand and cement should be thoroughly mixed 
dry. The mixing should be done on some nonabsorbing 
surface, preferably plate glass. If the mixing mtist be dooe 
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on an absorbing surface, it should be thoroughly dan^ned 
prior to use. 

54. The quantity of material to be mixed at one time 
depends on the number of test pieces to be made; about 
1000 gr. (35.38 oz.) makes a convenient quantity to mix, 
especially by hand methods. 

55. The Committee, after investigation of the various 
mechanical mixing machines, has decided not to recommend 
any machine that has thus far been devised, for the following 
reasons: (i) The tendency o£ most cement is to "ball up" 
in the machine, thereby preventing the working of it into 
ahomogeneous paste; (3) there are no means of ascertaining 
when the mixing is complete without stopping the machine; 
and (3) the di&cul^ of Iceeping the machine dean. 

56. Method. The material is weighed and placed on 
the mixing table, and a crater formed in the center, into 
i^ch the proper percentage of dean water is poured; the 
niaterial on the outer edge is turned into the crater by the 
aid of a trowd. As soon as the water has been absorbed, 
which should not require more than i minute, the opera- 
tion is completed by vigorously kneadii^ with the hands for 
an additional i } minutes, the process being similar to that 
used in kneading dough. A sandglass affords a convenient 
guide for the time of kneading. During the operation of 
""'""El the hands should be protected by ^oves, preferably 
of rubber. 

Molding. 

57. Having worked the paste or mortar to the proper 
consistency, it is at once placed in the molds by hand. 

58. The Committee has been unable to secure satisfactory 
results with the present molding machines; the operation of 
machine molding is very slow, and the present types permit 
of molding but one briquette at a time, and are not prac- 
ticable with the pastes or mortars herdn reconmiended. 

5g. Method, The molds should be filled immediatdy 
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after the mixiag is completed, the mateiial pressed in firmly 
with the fingers and smoothed ofi with a trowel without 
mechanical ramming. The mold should be turned over 
and the operation repeated. 

60. A check upon the uniformity of the mixing and 
molding b afforded by weighing the briquettes just pritn: 
to immersion, 01 upon removal from the moist closet. 
Briquettes which vary in weight more than 3 per (xut from 
the average should not be tested. 

Storage or the Test Pieces. 

61. During the first 24 hours after molding, the test 
pieces should be kept in moist air to prevent them from 
drying out. 

62. A moist closet or chamber is so easily devised that 
the use of the damp cloth should be abandoned if possible. 
Covering the test pieces with a damp cloth b objectionable, 
as commonly used, because the doth may dry out unequally, 
and, in consequence, the test pieces are not all maintained 
under the same condition. Where a moist closet is not 
available, a cloth may be used and kept uniformly wet by 
immersing the ends in water. It should be kept from direct 
contact with the test pieces by means of a wire screen or 
some similar arrai^ement. 

63. A moist closet consists of a soapstone or slate box, 
or a metal-lined wooden box ^ the metal lining being 
covered with felt and this felt kept wet. The bottom of the 
bos is so constructed as to hold water, and the ^des are 
provided with cleats for holding glass shelves on which to 
place the briquettes. Care should be taken to keep the 
air in the closet uniformly moist. 

64. After 34 hours in moist air the test pieces for longer 
periods of time should be immersed in water maintained as 
near a 1° Cent. (70° Fahr.) as practicable; they may be 
stored in tanks or pans, which should be of noncarrodlble 
material. 
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Tensile Stilength. 

65. The tests may be made od any standard machioe. 

A solid metal clip, as shown in Fig. 65, is recommended. 

This clip b to be used without cushioning at the points of 




Wif. 6s. —Foim of Clip 



contact with the test specimen. The bearing at each point 
of contact should be }-iu. wide, and the distance between 
the center of contact on the same clip should be il ins. 
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66. Test pieces shonld be broken as soon as they aie 
removed from the water. Care should be observed in cen- 
tering the briquettes in the testing machine, as cross-strains, 
produced by improper centering, tend to lower the breaking 
strength. The load should not be applied too suddenly, as 
it may produce vibration, the shock from which often breaks 
the briquette before the ultimate strength is reached. Care 
must be taken that the cUps and the sides of the briquette 
be dean and free from grains of sand or dirt, which would 
prevent a good bearing. The load should be applied at the 
rate of 600 lbs. per minute. The average of the briquettes 
of each sample tested should be taken as the test, excluding 
any results which are manifestly faulty. 

Constancy of Voldhe. 

67. Significance. The object b to develop those qual- 
ities which tend to destroy the strength and durability of a 
cement. As it is highly essential to determine such qual- 
ities at once, tests of this character are for the most part 
made in a very short time, and are known, therefore, as 
accelerated tests. Failure is revealed by cracking, checking, 
swelling, or disintegration, or all of these phenomena. A 
cement which remains perfectly sound is said to be of con- 
stant volume. 

68. Metbods. Tests for constancy of volume are 
divided into two classes: (i) normal tests, or those made 
in either air or water maintained at about 21° Cent. (70° 
Fahr.), and (2) accelerated testa, or those made in air, . 
steam, or water at a temperature of 45° Cent. (115° Fahr.) 
and upward. The test pieces should be allowed to remain 
34 hours in moist air before immersion in water or steam, 
or preservation in, air. 

69. For these tests, pats, about 7^ cm. (i.gs ins.) in 
diameter, i} cm. (0.49 in.) thick at the center, and tapering 
to a thin edge, should be made, upon a dean glass plate 



3,q,-Z.-dbvGOOg[C 



APPENDIX I 




3,q,z.-3bvGoogle 



194 MATERIALS TESTING MANUAL 

[about lo cm. (3.94 ins.) square], from cement paste of 
normal consistency. 

70. Normal Test. A pat is immersed in water main- 
tained as near 21° Cent. (70° Fahr.) as possible for 28 days, 
and observed at intervals. A similar pat, after 24 hours in 
moist air, is maintained in air at ordinary temperature and 
observed at intervals. 

71. Accelerated Test. A pat is exposed in any con- 
venient way in an atmosphere of steam, above boiling water, 
in a loosely- dosed vessel, for 5 hours. The apparatus 
recommended for making these determinations is shown in 
Fig. 66. 

J2. To pass these tests satisfactorily, the pats should 
remain firm and hard, and show no signs of cracking, distor- 
tion, or disintegration. 

75. Should the pat leave the plate, distortion may be 
detected best with a straight-edge apphed to the surface 
which was in contact with the plate. 

74. In the present state of our knowledge it cannot be 
said that cement should necessarily be condemned simply 
for failure to pass the accelerated tests; nor can a cement 
be considered entirely satisfactory, simply because it has 
passed these tests. 
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REPORT OF COMMITTEE ON STAMDAKD SPECt 
FICATIONS FOR CEMENT OF THE AMERICAN 
SOCIETY FOR TESTING MATERIALS.* 

(Adopted by the Societv, August i6, 1909.) 

GENERAL OBSERVATIONS. 

1. These remarks have been prepared with a view of 
pointing out the pertinent features of the various require- 
ments and the precautions to be observed in the interpre- 
tation of the results of the tests. 

2. The Committee would suggest that the acceptance or 
rejection under these specifications be based on tests made 
by an experienced person having the proper means for mak- 
ing the tests. 

Specific Gravity. 

3. Spedficgtavityisusefulindetectingadulteration. The 
results of tests of si>ecific gravity are not necessarily con- 
clusive as an indication of the quality of a cement, but 
when in combination with the results of other tests may 
afford valuable indications. 

Fineness. 

4. Tlie sieves should be kept thoroughly dry. 

Time of SEmNc 

5. Great care should be exercised to maintain the test 
pieces under as uniform conditions as possible. A sudden 

* Authorized reprint from Proceedings of the American 
Society for Testing Materials, Volume 9, 1909, pages 116-130. 
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change or wide range of tefflpemture in the room in which 
the tests are made, a very dry or humid atmosphere, and 
other irrt^arities, vitally affect the rate of setting. 

Constancy of Volume. 

6. The tests for constancy of volmne are divided into two 
classes, the first normal, the second accelerated. Ibe latter 
should be regarded as a precautionary test only, and not 
infaUible. So many conditions enter into the making and 
interpreting of it that it should be used with extreme care. 

7. In making the pats the greatest care should be ezeidsed 
to avoid initial strains due to molding or to too ra[Md diy- 
ing-out during the first 34 hours. The pats should be pre- 
served under the most uniform conditions possible, and 
rapid changes of temperature should be avoided 

8. The failure to meet the requirements of the acceler- 
ated tests need not be sufficient cause for rejection. The 
cement may, however, be held for 18 days, and a retest 
made at the end of that period. Failure to meet the re- 
quirements at this time should be considered sufficient 
cause for rejection, although in the present state of our 
knowledge it cannot be said that such failure necessarily 
indicates unsoundness, nor can the cement be consideied 
entirely satisfactory simply because it passes the tests. 

I SPECIFICATIONS. 
GENERAL CONDmONS. 

1. All cement shall be inspected. 

2. Cement may be inspected either at the place of manu- 
facture or on the work. 

3. In order to allow ample time for inspecting and test- 
ing, the cement should be stored in a suitable weather-ti^t 
building having the floor properly blocked or raised from 
the ground. 
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4. The cement shall be stored in such a manner as to 
permit easy access for proper inspection and identification 
of each shipment. 

5. Every facility shall be provided by the contractor, and 
a period of at least 12 days allowed for the inspection and 
necessary tests, 

6. Cement shall be delivered in suitable packages with the 
brand and name of manufacturer plainly marked' thereon. 

7. A bag of cement shall contain 94 pounds of cement 
net. Each barrel of Portland cement shall contain 4 bags, 
and each barrel of natural cement shall contain 3 bags of 
the above net weight. 

8. Cement failing to meet the 7-day requirements may 
be held awaiting the results of the iS-day tests before 
rejection. 

g. All tests shall be made in accordance with the methods 
proposed by the Committee on Uniform Tests of Cement 
of the American Society of Ovil Engineers, presented to 
the Society January 21, 1903, and amended January 20, 
1904, and January 15, 190S, with all subsequent amendments 
thereto. 

10. The acceptance or rejection shall be based on the fol- 
lowing requirements: 

NATURAL CEMENT. 

11. Definition. This term shall be appUed to the finely 
pulvenzed product resulting from the calcination of an 
argillaceous limestone at a temperature only sufficient to 
drive off the carbonic acid gas. 

Fineness. 

13. It shall leave by weight a residue of not more than 
10 per cent on the No. 100, and 30 per cent on the No. 300 



3,q,-Z.-dbvGOOglC 



igS MATERIALS TESTING MANUAL 

TniE OF Setting. 

13. It shall not develop initial set in less than 10 minutes, 
and shall not develop hard set in less than 30 minutes, or 
in more than 3 hours. 

Tensile Strength. 

14. The minimum tequirements for tensile strength for 
briquettes i square inch in cross section shall be as follows, 
and the cement shall show no retrogression in strength 
within the periods specified: 



Age. 




Neat Cement. 




Slrenph. 


34 hours 1 

7 days ( 
a8 days (i 


n mois 
dayi 

day in 


t air 






75 lbs. 
ISO " 
250 " 


a moist aj 
moist air 


r, 6 days 

i7daysii 


in water) 

a water) . 


One Part Cement, Three Parts Standard Ottawa Sand. 


7days( 
28 days (i 


dayir 

day in 


moist ah 
moist air 


6 days in 
27 days I 


water).. 

n water) . 


50 lbs. 
125 " 



Constancy of Volume. 

15. Pats of neat cement about 3 inches in diameta, 
) inch thick at center, and tapering to a thin edge, shall be 
kept in moist air for a period of 24 hours. 

(a) A pat is then kept in air at normal temperature. 

(b) Another is kept in water maintained as near 70° Fahr. 
as practicable. 

16. These pats are observed at intervals for at least 
aS days, and, to satisfactorily pass the tests, should remain 
firm and hard and show no signs of distortioD, checking, 
cracking, or disintegrating. 



3,q,-Z.-dbvGOOg[C 



APPENDIX n 199 

PORTLAND CEMENT. 

17. DefiniHon. This tenn is applied to the finely pul- 
verized product resulting from the calcination to incipient 
fusion of an intimate mixture of properly proportioned 
argillaceous and calcareous materiab, and to which no 
addition greater than 3 per cent has been made subsequent 
to caldoation. 

SpEciric Gravity. 

18. The specific gravity of cement shall be not less than 
3.10. Should the test of cement as received fall below^this 
requiiemeat, a second test may be made upon a sample 
ignited at a low red beat. The loss in weight of the ignited 
cement shall not exceed 4 per cent. 

Fineness. 

19. It shall leave by weight a residue of not more than 
8 per cent on the No. 100, and not more than 25 per cent on 
the No. loo sieve. 

TiuE or Setting. 
30. It shall not develop initial set in less than 30 min- 
utes, and must develop hard set in not less than i hour, 
nor more than 10 hours. 

Tensile Strength. 

ai. The minimum requirements for tensile strength for 

briquettes 1 sq. in. in cross section shall be as follows, and 

the cement shall show no retrogression in strength within the 

periods specified: 

Agfi. Neat Cement. Strength. 

34 hours in moist air 175 lbs. 

7 days (i day in moist air, 6 days in water) . . 500 " 
38 days (i day in moist air, 37 days in water) . 600 " 
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One Part Cement, Three Parts Standard Ottawa Sand. 
Age. Strength. 

7 days (i day in moist air, 6 days in water) . . aoo lbs. 
aS days (i day in moist air, 27 days in water) . 275 " . 

Constancy of Volume. 
21. Pats of neat cement about 3 ins. in diameter, ) in. 
thick at the center, and tapering to a thin edge, shall be 
kept in moist air for a period of 24 hours. 

(a) A pat is then kept in air at normal temperature and 
observed at intervals for at least 38 days. 

(b) Anotlier pat is kept in water maintained as near 
70° Fahr. as practicable, and observed at intervals for at 
least 38 days. 

(c) A third pat is expmsed in any convenient way in an 
atmosphere of steam, above boiling water, in a loosely 
closed vessel for 5 hours. 

23. These pats, to satisfactorily pass the requirements, 
shall remain firm and hard and show no signs of distortion, 
checking, cracking, or disintegrating. 

SULPBUKIC Acm AND Magnesu. 
34. The cement shall not contain more than 1.75 per cent 
of anhydrous sulphuric add (SOi), nor more than 4 per cent 
1 (MgO). 
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METHOD SUGGESTED FOR THE ANALYSIS OF LIME- 
STOHES, RAW MIXTURES, AMD PORTLAND 
CEMEUTS BY THE COMMITTEE OH UNXFORM- 
ITY IN TECHNICAL ANALYSIS OF THE NEW 
YORK SECTION OF THE SOCIETY FOR CHEM- 
ICAL INDUSTRY.* 

Solution. 

One-half gram of the finely -powdered substance is to be 
weighed out and, if a limestone or unburaed misture, 
strongly ignited in a covered platinum crucible over a strong 
blast for 15 minutes, or longer if the blast is not powerful 
enough to effect complete conversion to a cement in this 
time. It is then transferred to an evaporating dish, prefer- 
ably of platinum for the sake of celerity in evaporation, 
moistened with enough water to prevent lumping, and 5 to 
10 c.c. of strong HCl added and digested with the aid of 
gentle heat and agitation until solution is complete. Solu- 
tion may be aided by light pressure witb the flattened end 
of a glass rod.f The solution is then evaporated to dryness, 
as far as this may be possible on the bath. 

* Reprinted from Standard Methods of Testing and Spedfica- 
tiona for Cement, edited by the Secretary, under the direction of 
Committee C on Standard Specifications of Cement of the Amer- 
ican Society for Testing Materials. 

t If anything remains undecomposed it should be separated, 
fused with a little NatCOi, dissolved and added to tlie origins! 
solution. Of course a small amount of separated nongelatinous 
silica is not to be mistaken for undecomposed matter. 
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SiuCA (SiO,). 
The residue without further heating is treated at fiist 
with 5 to lo C.C. of stFODg HQ, which is then diluted to half 
strength or less, or upon the residue may be poured at once 
a larger volume of acid of half strength. The Hiph is then 
covered and digestion allowed to go on for lo minutes on 
the bath, after which the solution is filtered and the separated 
sihea washed thoroughly with water. The filtrate is again 
evaporated to dryness, the residue without further heating 
taken up with add and water, and the small amount of 
silica it contains separated on another filter papier. The 
pai>ers containing the residue are transferred wet to a 
weighed platinum crucible, dried, ignited, first over a Bun- 
sen burner until the carbon of the filter is completely con- 
sumed, and finally over the blast for 15 minutes and checked 
by a further blasting for 10 minutes or to constant weight. 
The silica, if great accuracy is desired, is treated in the 
crucible with about 10 c.c. of HFl and 4 drops of HiSOt 
and evaporated over a low flame to complete dryness. The 
small residue is finaUy blasted, for a minute or two, cooled 
and weighed. Hie difference between this wei^t and the 
weight previously obtained gives the amount of silica.* 

Alumina and Iron (AliOi and Fe^i). 

The filtrate, about 250 c.c, from the second evaporation 
for SiO,, is made alkaline with NH^H after adding HCl, if 
need be, to insure a tot^l of 10 to 15 c.c. strong acid, and 
boiled to expel excess of NH,, or until there is but a faint 
odor of it, and the precipitate iron and aluminum hydrates, 
after settling, are washed once by decantation and slightly on 
the filter. Setting aside the filtrate, the precipitate is dis- 
solved in hot dilute HCl, the solution passing into the beaker 
in which the precipitation was made. The aluminum and 

* For ordinary control in the plant laboratory this coirection 
may, perhaps, be neglected; the double evaporation never. 
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iron are then reprecipitated by NHiOH, boiled, and the 
second piedpitate collected and washed on the same filter 
used in the first instance. The filter paper, with the pre- 
cipitate, is then placed in a. weighed platinum crudble, the 
paper burned ofi and the precipitate ignited and finally 
blasted 5 minutes, with care to prevent reduction, cooled, 
and weighed as A1,0, + Ferf>,.* 

Iron (Fe,0,). 

llie comtuned iron and aluminum oxides are fused in a 

platinum crudble at a very low temperature with about 3 to 

4 grams <A KHSO., or, better, NaHSO., the melt taken up 
with so much dilute H^Oi that there shall be no less than 

5 grams absolute add and enough water to effect solution on 
heating. The solution is then evapwrated and eventually 
heated till acid fumes come oS copiously. After cooling and 
redissolving in water the small amount of silica is filtered out, 
weighed, and corrected by HFl and H,SO..t The filtrate is 
reduced by zinc, or preferably by hydrogen sulphide, boil- 
ing out the excess of the latter afterwards while passing CO, 
through the flask, and titrated with permanganate, { The 
strength of the permanganate solution should not be greater 
than .0040 gr. Fe,Oi per c.c. 

LniE (CaO). 

To the combined filtrate from the AIiOi -|- FejOi predpi- 
tate a few drops of NH,OH are added, and the solution 
brought to boiling. To the boiling solution 20 c.c. of a 

• This precipitate contains TiOj, PjOs, MusO,. 

t This correction of AliOgFeiOi for silica should not be made 
when the HFl correction of the main ailici has been omitted, 
unless that ^ca was obtained by only one evaporation and 
filtiadoD. After two evapomUons and filtradons i to 3 mg. of 
SiO are still to be found with the Al^jFeiO). 

X In this way txAy b the influence of titanium to be av<Hdcd 
and a correct result obtained for inm. 
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saturated solution of ammonium oxalate are added, and the 
boiling continued until the precipitated CaCiOi, assumes a 
well-defined granular form. It is then allowed to stand for 
3o minutes, or until the precipitate has settled, and then 
filtered and washed. The precipitate and filter are placed 
wet in a platinum crucible, and the paper burned oS over a 
small fiame of a Bunsen burner. It is then ignited, redis- 
solved in HCl, and the solution made up to loo c.c. with 
water. Ammonia is added in slight excess, and the hquid is 
boiled. If a small amount of AliO, separates, this is filtered 
out, weighed, and the amount added to that found in the 
first determination, when greater accuracy is desired. The 
lime is then reprecipitated by ammonium oxalate, allowed 
to stand until settled, filtered, and washed,* weighed as 
oxide by ignition and blasting in a covered crucible to con- 
slant weight, or determined with dilute standard pennan- 
ganate.j 

Magnesia (MgO). 

The combined filtrates from the calcium precipitates are 
acidified with HCl and concentrated on the steam bath 
to about 150 c.c, 10 c.c. of saturated solution of Na(NH,)- 
HPOj are added, and the solution boiled for several minutes. 
It is then removed from the flame and cooled by placing the 
beaker in ice water. After cooling, NHtOH is added drop 
by drop with constant stirring until the crystalline ammo- 
nium-magnesium orthophosphate begins to form, and then 
in moderate excess, the stirring being continued for several 
minutes. It is then set aside for several hours in a cool 
atmosphere and filtered. The precipitate is redissolved in hot 
dilute HCl, the solution made up to about 100 c.c, i c.c, of 
a saturated solution of Na(NHi) HPO^ added, and ammonia 

* The volume of wash-water should not be too large; vide 
Hildebiand. 

f The accuracy of this method admits of criticism, but it£ 
« and rapidity demand its it 
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drop by drop, with constant stirring until the precipitate is 
again formed as described and the ammonia is in moderate 
excess. It is then allowed to stand for about 2 hours, when 
it b filtered on a paper or a Gooch crucible, ignited, cooled, 
and weighed as MgiFiO,. 

Alkalies (KjO and NajO). 
For the determination of the alkalies, the well-known 
method of Prof. J. Lawrence Smith is to be followed, either 
with or without the addition of CaCO, with NH^CI. 

Anhydsous SuLPHimic Acid (SOj). 

One gram of the substance is dissolved in 15 c.c. of HCl, 
filtered, and residue washed thoroughly.* 

The solution is made up to 350 c.c. in a beaker and boiled. 
To the boiling solution 10 c.c. of a saturated solution of 
BaCli is added slowly drop by drop from a pipette and the 
boiling continued until the precipitate is well formed, or 
digestion on the steam bath may be substituted for the boil- 
ing. It is then set aside over night, or for a few hours 
filtered, ignited, and weighed as BaSOi. 

Total SuLPHtm. 

One gram of the material b weighed out in a large plati- 
num crucible and fused with NajCOi and a little KNOj, 
being careful to avoid contamination from sulphur in the 
gases from source of beat. This may be done by fitting the 
crucible in a hole in an asbestos board. The melt is treated 
in the crucible with boiling water, and the liquid poured into 
a tall, narrow beaker and more hot water added until the 
niass is disintegrated. The solution is then filtered. The 
filtrate contained in a No. 4 beaker is to be acidulated with 

• Evaporation to dryness is unnecessary, unless gelatinous 
^ca should have separated and should never be peifonned on a 
batb heated by gas; vide Hildebtand. 
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HCl and made up to 250 c.c. with distilled water, boiled, the 
sulphur precipitated as BaSOi and allowed to stand over 
night or for a few hours. 

Loss ON Ignition. 

Half a gram of cement is to be weighed out in a platinum 
crucible, pdaced in a hole in an asbestos board so that 
about i of the crucible projects below, and blasted 1 5 min- 
utes, preferably with an inclined flame. The loss by weight, 
irtiich is checked by a second blasting of 5 minutes, is the 
loss on ignition. 

May, 1903: Recent investigations have shown that large 
errors in results are often due to the use of impure distilled 
water and reagents. The analyst should, therefore, test his 
distilled water by evaporation and his reagents by appro- 
priate tests before proceeding with his work. 
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MAJORITY REPORT OF PROGRESS REPORT OF 
SPECIAL COMMITTEE OH CONCRETE AND RE- 
INFORCED CONCRETE OF THE AMERICAN SO- 
CIETY OF CIVIL ENGINEERS.* 

(PRESENXED AT THE BDSINESS MeETOJG OF THE 

Annuai Convention, Jdly 7, .1909.) 

The report, herein presented, embodies the present judg- 
ment of the Committee concerning the proper use of Con- 
crete and Reinforced Concrete.f 

H. Adaptability of Concrete and Reinforced 
Concrete. 
The adaptability of concrete and reinforced concrete for 
engineering structures, or parts thereof, is now so well 
established that it may be considered one of the recognized 
materials of construction. It has proved to be a satis- 
factory material, when properly used, for those purposes 
for which its qualities make it particularly suitable. 

I. Proper Use. 
Concrete is a material of very low tensile strength and 
capable of sustaining but very small tensile deformations 
without rupture; its value as a structural material depends 
chiefly upon its durability, its fire-resisting qualities, its 
strength in compression, and its relatively low cost. Its 
strength increases generally with age. 

• Authorized reprint from Trans. Am. Soc. C. E., Vol. 66, 
Max., loio. 

t The larger part of /. Introduction is here omitted. 
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Plain concrete or massive concrete is well ad^ted for 
Btnictural forms in which the principal stresses are com- 
pressive. These include foundations, dams, retaining and 
other walls, piers, abutments, short columns, and, in many 
cases, arches. In the design of massive concrete, the ten- 
sile strength of the material must generally be neglected. 

By the use of metal reinforcement to resist the prindpal 
tensile stresses, concrete becomes available for general use 
in a great variety of structures and structural forms. This 
combination of concrete and metal is particularly advan- 
tageous in the beam, where both compression and tension 
exist; it is also advantageous in the column, where the main 
stresses are compressive, but where cross-bending may 
eidst. In structures resisting lateral forces it possesses 
advantages over plain concrete in that it may be so designed 
as to utilize more fully the strength rather than the weight 
of the material 

a. Improper Use. 
Failures of reinforced-concrete structures are usually due 

to any one or a combination of the following causes: defec- 
tive design, poor material, and faulty execution. 

The defects in the design may be many and various. 
The computations and assumptions on which they are based 
may be faulty and contrary to the estabhshed principles of 
statics and mechanics; the unit stresses used may be exces- 
ave, or the details of the design defective. 

TTie design of reinforced-concrete structures should re- 
ceive at least the same careful consideration as those of 
steel, and only engineers with sufficient experience and 
good judgment should be intrusted with such work. 

The computations should include all minor details, 
which are sometimes of the utmost importance. The 
design should show dearly the size and position of the rein- 
forcement, and should provide for proper rannections 
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between the component parts, so that they cannot be 
displaced. As the connections between reinforced-concrete 
members are frequently a source of weakness, the design 
should include a detailed study of such connections, accom- 
panied by computations to prove their strength. 

The use of high unit stresses, approaching the danger 
line, is a defect in the design of reinforced-concrete structures. 

Articulated concrete structures, designed in imitation of 
steel trusses, may be mentioned as illustrating a question- 
able use of reinforced concrete. 

Poor material is sometimes used for concrete, as well as 
for the reinforcement. The use of inferior concrete is gen- 
erally due to a lack of experience of the contractor and his 
superintendents, or to the absence of proper supervision. 

An unsuitable quality of steel for reinforcement is some- 
times prescribed in specifications, for the purpose of re- 
ducing the cost. For steel structures, a high grade of 
material b specified, while the steel used for reinforcing 
concrete is sometimes made of unsuitable, brittle material. 

Faulty execution and careless workmanship may generally 
be attributed to unintelligent or insufficient supervision. 

While other engineering structures, upon the safety of 
which human lives depend, are generally designed by 
engineers employed by the owner, and the contracts let on 
the engineer's design and specifications, in accordance with 
legitimate practice, reinforced-concrete structures frequently 
are designed by contractors or by engineers commercially 
interested, and the contract let for a tump sum, regardless 
of the merits of the design.- 

The construction of buildings in large cities is regulated 
l^ ordinances or building laws, and the work is inspected 
by municipal authorities. For reinforced-concrete work, 
however, the limited supervision which municipal inspectors 
are able to give is not sufficient. Means for more adequate 
supervisioii and inspection should, therefore, be provided. 
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3. Responsibility and Supervision. 

The execution of the work should not be separated froin 
the design, since intelligent supervision and successful execu- 
tion can be expected only when both functions are combined. 
The engineer who prepares the design and specifications 
should therefore have the supervision of the execution of 
the work. 

The Committee recommends the following rules for 
structures of reinforced concrete, for the purpose of fixing 
the responsibility and providing for adequate supervision 
during construction. 

' a. Before work is commenced, complete plans shall be 
prepared, accompanied by specifications, static computa- 
tions, and descriptions showing the general arrangement 
and all details. The static computations shall give the 
loads assumed separately, such as dead and Uve loads, 
wind and impact, if any, and the resulting stresses. 

b. The specifications shall state the qualities of the 
materials to be used for making the concrete, and the 
manner in which they are to be proportioned. 

c. The strength which the concrete is expected to attain 
after a definite period shall be stated in the specifications. 

d. The drawings and the specifications shall be signed by 
the engineer and the contractor. 

e. The approval of plans and specifications by other 
authorities shall not relieve the engineer nor the contractor 
of responsibility. 

/. Inspection durii^ construction shall be made by com- 
petent inspectors employed by and under the supervision 
of the engineer and shall cover the following: 

1. The materials, 

2. The correct construction and erection of the forms 

and the supports. 

3. The sizes, shapes, and arrangement of the . rein- 

forcement. 
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4. The proportioning, mixing, and placing of the 

concrete. 

5. The strength of the concrete by tests of standard 

test pieces made on the work. 

6. Whether the concrete is sufficiently hardened before 

the forms and supports are removed. 

7. Prevention of injury to any part of the structure by 

and after the removal of the forms. 

8. Comparison of dimensions of all parts of the finished 

structure with the plans. 
g. Load tests on portions of the finished structure shall 
be made where there is reasonable suspicion that the work 
has not been properly performed, or that, through in- 
fluences of some kind, the strength has been impraired. 
Loading shall be carried on to such a point that twice the 
calculated working stresses in critical parts are reached, and 
such loads shall cause no permanent deformations. Load 
tests shall not be made until after 60 days of hardening. 

4. Destructive Agencies. 

a. Corrosion of Metal Reinforcement. Tests and expe- 
rience have proved that steel embedded in good concrete 
will not corrode, no matter whether located above or below 
fresh- or sea-water level. If the concrete is porous, so as to 
be readily permeable to water, as, where concrete is laid with 
a very dry consistency, the metal may be corroded in the 
presence of moisture, 

6. Electrolysis. There is little accurate information 
available as to the effect of electrolysis on concrete. The 
few experiments that are available seem to indicate that 
concrete may be damaged through the leakage of small 
electrical currents through the mass, particularly where 
steel is embedded in the concrete. These experiments are 
not conclusive, however, and the large numbers of rein- 
forced-concrete structures subject to the action of electroly- 
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sis, in which the metal and coacrete are in perfect condition, 
would seem to indicate that the destructive action reported 
was due to abnormal conditions which do not often occur 
in practice. 

c. Salt Waier. The data available concerning the efiect 
of sea water on concrete or reinforced concrete are incon- 
clusive and limited in amount. There have been, no authen- 
tic cases reported where the disintegration has proved to 
be due entirely to sea water. The decomposition that has 
been repwrted manifests itself in a number of ways; in some 
cases the mortar softens and crumbles; in others a crust 
forms which in time comes oft. It has been found, however, 
that where concrete is proportioned in such a way as to 
secure a maximum density and is mixed thoroughly it makes 
an impervious concrete, upon which sea water has appat' 
ently little effect. Seawalls have been standing for con- 
siderable lengths of time without apparent injury. In many 
of our harbors where the water has been rendered brackish 
through rivers discharging into them, the action that has 
been reported has been at the water line and was probably 
due in part to freezing. 

d. Acids. Concrete of first-class quality, thoroughly 
hardened, is affected appreciably only by strong acids which 
seriously injure other materials. A substance like manure, 
because of the acid in its composition, is injurious to green 
concrete, but after the concrete has thoroughly hardened 
it satisfactorily resists such action. 

e. Oils. When concrete is properly made and the sur- 
face carefully finished and hardened it resists the action of 
such oils as petroleum and ordinary engine oils. Certain 
oib which contain fatty acids appear to produce injurious 
effects. 

/. Alkalies. The action of alkalies on concrete is prob- 
lematical. In the reclamation of arid land, where the soil 
is heavily charged with alkaUne salts, it has been found that 
concrete, stone, brick, iron, and other materials aie injured 
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under certain (x>ndition5. It would seem that at the level 
of the ground water such structures are disintegrated, 
possibly due to the eSect of formation of crystals resulting 
from the alternate wetting and drying of the surface of the 
concrete at this ground-water line. Such action can be 
prevented by the use of an insulating coating. 

m. Matekials. 
A knowledge of the properties of the materials entering 
into concrete and reinforced concrete is the first essential. 
The importance of the quahty of the materials used cannot 
be overestimated, and, not only the cement, but also the 
aggregates, should be subject to such definite requirements 
and tests as will insure a concrete of the required quality. 

I. Cement. 

There are available, for construction purposes, Portland, 
Natural, and Fuzzolan or Slag cements. Only Portland 
cement is suitable for reinforced concrete. 

a. Portland Cement is the finely-pulverized product re- 
sulting from the calcination to incipient fusion of an inti- 
mate mixture of properly-proportioned, argillaceous and 
calcareous materials. It has a definite chemical composi- 
tion varying within comparatively narrow limits. 

Portland cement should be used in reinf orced-concrete conr 
struction and any construction that will be subject to shocks 
or vibrations or stresses other than direct compression. 

h. Natural Cement is the finely-pulverized product re- 
sulting from the calcination of an argillaceous limestone at 
a temperature only sufficient to drive off the carbonic add 
gas. While the limestone must have a certain composition, 
this composition may vary in much wider limits than in the 
case of Portland cement. Natural cement does not develop 
its strength as quickly nor is it as uniform in composition 
aa Portland cement. 
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Natural cement may be used in massive masomy where 
weight rather than strength is the essential feature. 

Where economy is the governing factor, a comparison 
may be made between the use of natural cement and a 
leaner mixture of Portland cement that will develop the 
same strength. 

c. P«aaj(a» «■ 5/og Cemen/ is the finely-pulverized product 
resulting from grinding a mechanical mixture of granulated, 
basic, blast-furnace slag and hydrated lime. 

Puzzolan cement is not nearly as strong, uniform, or reli- 
able as Portland or natural cement, is not extensively used, 
and never in important work; it should be used only for 
foundation work underground where it is not exposed to air 
or running water, 

d. Specijkaiums. The cement should meet the require- 
ments of the Standard Specifications for Cement {see Appen- 
dix H). A number of societies have been working on 
methods for testing and specifications for cement. The 
best practice seems to be represented in the standard 
methods of testing and specifications for cement which are 
the result of the joint labors of Special Committees of the 
American Society of Civil Engineers, American Society for 
Testing Materials, American Railway Engineering and 
Maintenance of Way Association, American Institute of 
Architects, and others. 

2. Aggregates. 

Extreme care should be exercised in selecting the aggre- 
gates for mortar and concrete, and careful tests made of 
the materials for the purpose of determining their qualities 
and the grading necessary to secure maximum density* 
or a minimum percentage of voids. 

* A convenient coefficient of den^ty is the ratio of the sum of 
the volumes of materiaU contdned in a unit volume to the total 
unit volume. 
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a. Fine Aggregate consists of sand, crushed stone, or 
gravel screenings, passing when dry a screen having 
1 -inch-diameter holes. It should be preferably oE siliceous 
material, clean, coarse, free from vegetable loam or other 
deleterious matter. 

A gradation of the grain from fine to coarse is generally 
advantageous. Mortars composed of one part Portland 
cement and three parts fine aggregate, by weight, when 
made into briquettes should show a tensile strength of at 
least 70 per cent of the strength of i : 3 mortar of the same 
consistency made with the same cement and standard 
Ottawa sand. To avoid the removal of any coating on 
the grains, which may afiect the strength, bank sands should 
not be dried before being made into mortar, but should 
contain natural moisture. The percentage of moisture 
may be determined upon a separate sample for correcting 
weight. From 10 to 40 per cent more water may be required 
in mixing bank or artificial sands than standard Ottawa 
sand to produce the same consistency. 

b. Coarse Aggregate consists of inert material, such as 
crushed stone, or gravel, which is retained on a screen 
having 1 -inch-diameter holes. The particles should be 
clean, hard, durable, and free from all deleterious material. 
Aggregates containing soft, flat, or elongated particles 
should be excluded from important structures. A gradua- 
tion of sizes of the particles is generally advantageous. 

The maximum size of coarse aggregate shall be such that 
it will not separate from the mortar in laying and will not 
prevent the concrete from fully surrounding the reinforce- 
ment and filling all parts of the forms. Where concrete 
is used in mass, the size of the coarse aggregate may be such 
as to pass a 3-in. ring. For reinforced-concrete members 
a size to pass a i-in. ring, or a smaller size, may be used. 

Cinder concrete is not suitable for reinforced-concrete 
structures, and may be safely used only in mass for very 
light loads or for fireproofing. 
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Where dndei concrete is pennissible, the cinders used as 
the coarse aggregate should be composed of hard, dean, 
vitreous clinker, free from sulphides, unbumed coal, or 



The water used in mixing concrete should be free from 
oil, acid, strong alkalies, or vegetable matter. 

4. Metal Reinforcement. 

The Committee recommends, as a suitable material for 
reinforcement, steel filling the requirements of the speci- 
fications adopted by the American Railway Engineering and 
Maintenance of Way Association. 

For the reinforcement of slabs, small beams, or minor 
<ietail3, or for the prevention of shrinkage cracks where 
wire or small rods are suitable, material conforming to the 
requirements of either Specification A or B given in the 
Appendix may be used. 

The reinforcement should be free from rust, scale, w 
coatings of any character which would tend to reduce or 
destroy the bond. 

IV. Preparation and Placing of Mobtar and 
Concrete, 

1. Proportiom. 

The materials to be used in concrete should be carefully 
selected, of uniform quality, and proportioned with a view 
to securing as nearly as possible a maximum density. 

a. Unit oj Measure. The unit of measure should be the 
barrel, which shoidd be taken as containing 3.8 cu. ft. Four 
bags containing 94 lbs. of cement each should be considered 
the equivalent of one barrel. Fine and coarse aggregate 
should be measured separately as loosely thrown into the 
measuring receptacle. 
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b. RekUion of Pine and Coarse Aggregates. The fine and 
coarse aggregates should be used in such relative proportions 
as will insure maximum density. In unimportant work 
it is sufficient to do this by individual judgment, using 
correspondingly higher proportions of cement: for important 
work these proportions should be carefully determined by 
density experiments, and the sizing of the fine and coarse 
aggregates should be uniformly maintained, or the pro- 
portions changed to meet the varying sizes. 

c. Relation of Cement and Aggregates. For reinforced- 
coQCrete construction, a density proportion based on 1:6 
should generally be used, i.e., one part of cement to a total 
of six parts of fine and coarse aggregates measured separately. 

In columns, richer mixtures are often required, while for 
massive masonry or rubble concrete a leaner mixture, of 
1:9 or even 1:12, may be used. These proportions should 
be detennined by the strength or wearing qualities required 
in the construction at the critical period o£ its use. Expe- 
rienced judgment based on individual observation and tests 
of similar conditions in similar localities is the best guide as 
to the proper proportions for any particular case. 

3. Mixing. 
The ingredients of concrete should be thoroughly mixed 
to the desired consistency, and the mixing should continue 
until the cement is unifonnly distributed and the mass is 
uniform in color and homogeneous, since the maximum 
density and therefore the greatest strength of a given 
mixture depends largely on thorough and complete mixing. 

a. Measuring Inp'edienls. Methods of measurement of 
the proportions of the various ingredients, including the 
water, should be used, which will secure separate, uniform 
measurements at all times. 

b. Machine Mixing. When the conditions will permit, 
a machine mixer of a type which insures the uniform pro- 
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portioning of the materials throughout the mass should 
be used, since a more thorough and uniform consistency 
can be thus obtained. 

c. Hand Mixing. When it is necessary to mix by hand, 
the mixing should be on a water-tight platform, and especial 
precautions should be ta.ken to turn the materials until 
they are homogeneous in appearance and color. 

d. Consistency. The materials should be mixed wet 
enough to produce a concrete of such a consistency as will 
flow into the forms and about the metal reinforcement, and, 
at the same time, can be conveyed from the mixer to the 
forms without separation of the coarse aggregate from the 
mortar. 

e. Retempering. Retempering mortar or concrete, t.f., 
remixing with water after it has partially set, should not 
be pennitted. 

3. Placing of Concrete. 

a. Methods. Concrete, after the addition of water to 
the mix, should be handled rapidly, and in as small masses 
as is practicable, from the place of mixing to the place of 
final deposit, and under no circumstances should concrete 
be used that has partially set before final placing. A slow- 
setting cement should be used when a long time is likely to 
occur between mixing and final placing. 

The concrete should be deposited in such a manner as 
will permit the most thorough compacting, such as can be 
obtained by working with a straight shovel or slicing tool 
kept moving up and down until all the ingredients have 
settled in their proper place by gravity and the surplus water 
has been forced to the surface. 

In depositing the concrete under water, special care should 
be exercised to prevent the cement from being floated away, 
and to prevent the formation of kitance which hardens very 
slowly and forms a poor surface on which to deposit fresh 
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concrete. Laitance is formed in both still aod running 
water, and should be removed before placing fresh concrete. 

Before placing the concrete, care should be taken to see 
that the forms are substantial and thoroughly wetted and 
the space to be occupied by the concrete is frfee from debris. 
When the placing of the concrete is suspended, all necessary 
grooves for joining future work should be made before the 
concrete has had time to set. 

When work is resumed, concrete previously placed shoidd 
be roughened, thoroughly cleansed of foreign material and 
laitance, drenched and slushed with a mortar consisting 
of one part Portland cement and not more than two parts 
fine aggregate. 

The faces of concrete exposed to premature drying should 
be kept wet for a period of at least seven days. 

b. Freezing Weather. Concrete for reinforced structures 
should not be mixed or deposited at a freezing temperature, 
unless special precautions are taken to avoid the use of 
materials containing frost or covered with ice crystals, and 
to provide means to prevent the concrete from freezing after 
being placed in position and until it has thoroughly hardened. 

c. Rubble Concrete. Where the concrete is to be deposited 
in massive work, its value may be improved and its cost 
materially reduced through the use of clean stones thor- 
oughly embedded In the concrete as near together as is 
possible and still entirely surrounded by concrete. 

V. FOKMS. 

Forms should be substantial and unyielding, so that the 
concrete shall conform to the designed dimensions and con- 
tours, and should be tight to prevent the leakage of mortar. 

The time for removal of forms b one of the most important 
steps in the erection of a structure of concrete or reinforced 
concrete. Care should be taken to inspect the concrete and 
ascertain its hardness before removing the forms. 
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So many conditions aSect the hardening of concrete that 
the proper time for the removal of the fonns should be 
decided by some competent and responsible person, espe- 
cially where the atmospheiic conditions are unfavorable. 

VI. Details of Construction. 

1. Joints. 

a. Reinforcement. Wherever in tension reinforcement it 
is necessary to splice the reinforcing bars, the length of lap 
shall be determined on the basis of the safe bond stress 
and the stress in the bar at the point of splice; or a connec- 
tion shall be made between the bars of sufficient strength 
to carry the stress. Splices at points of maximum stress 
should be avoided. In columns, large bars should be prop- 
erly butted and spliced; small bars may be treated as indi- 
cated for tension reinfoftement, or their stress may be 
taken oS by being embedded in large masses of concrete. 
At foundations, bearing plates should be provided for large 
bars or structural forms. 

6. Concrete. For concrete construction it is desirable to 
cast the entire structure at one operation, but as this is 
not always possible, especially in large structures, it is 
necessary to stop the work at some convenient point. This 
point should be selected so that the resulting joint may have 
the least possible effect on the strength of the structure. 
It is therefore recommended that the joints in columns be 
made flush with the lower side of the girders; that the joints 
in girders be at a point midway between supports, but 
should a beam intersect a girder at this point, the joint 
should be offset a distance equal to twice the width of the 
beam; that the joints in the members of a floor system 
should in general be made at or near the center of the span. 

Joints in columns should be [wrpendicular to the axis of 
the column, and in girders, beams, and floor slabs perpen- 
dicular to the plane of tbdr surfaces. 
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2. Shrinkage. 
Girders should never be constructed over freshly formed 
columns without permitting a period of at least two hours 
to elapse, thus providing for settlement or shrinkage in the 
columns. Before resuming work, the top of the column 
should be thoroughly cleansed of foreign matter and laitance. 
If the concrete in the column has become hard, the top should 
also be drenched and slushed with a mortar consisting of 
one part Portland cement and not more than two parts 
fine aggregate before placing additional concrete. 

3. Temperalure Changes. 
Concrete is sensitive to temperature changes, and it is 
necessary to take this fact into account in designing and 
erecting concrete structures. In some positions the con- 
crete is subjected to a much greater fluctuation in temper- 
ature than in others, and in such cases joints are necessary. 
The frequency of these joints will depend, first, upon the 
range of temperature to which concrete will be subjected; 
second, upon the quantity and position of the reinforcement. 
These points should be determined and provided for in the 
design. In massive work, such as retaining walls, abut- 
ments, etc., built without reinforcement, joints should be 
provided, approximately, every 50 ft. throughout the length 
of the structure. To provide against the structures tieing 
thrown out of line. by unequal settlement, each section of 
the wall may be tongued and grooved into the adjoining 
section. To provide against unsightly cracks, due to un- 
equal settlement, a joint should be made at all sharp angles, 

4. FirepToofing. 

The actual fire tests of concrete and reinforced concrete 

have been limited, but experience, together with the results 

ol tests 90 far made, indicate that concrete may be safely 
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used for fireproofing purposes. Concrete itself is incimi- 
bustible and reasonably proof against fire when composed 
of a siliceous sand and a hard, coarse aggregate such as 
igneous rock. 

For a fireproof covering, these same materials may be 
used, or clean, hard-burned cinders may be substituted for 
the coarse aggregate. 

The low rate of heat conductivity of concrete is one reason 
of its value for fireproofing. The dehydration of the water 
of crystallization of concrete probably begins at about 
500° Fahr., and is completed at about 900° Fahr., but 
e^erience indicates that the volatilization of the water 
absorbs heat from the surrounding mass, which, together 
with the resistance of the air cells, tends to increase the heat 
resistance of the concrete, so that the process of dehydration 
is very much retarded. The concrete that is actually affected 
by fire remains in position and affords protection to the 
concrete beneath it. 

It is recommended that in monolithic concrete columns, 
the concrete to a depth of 1 1 in. be considered as protective 
covering and not included in the effective section. 

The thickness of the protective coating required depends 
upon the probable duration of a fire which is likely to occur 
in the structure, and should be based on the rate of heat 
conductivity. The question of the conductivity of concrete 
is one which requires further study and investigation before 
a definite rate for different classes of concrete can be fully 
established. However, for ordinary conditions it is recom- 
mended that the metal in girders and columns be protected 
by a minimum of 2 in. of concrete; that the metal in beams 
be protected by a minimum of ij in. of concrete, and that 
the metal in floor slabs be protected by a minimum of 1 in. 
of concrete. 

It is recommended that the comers of columns, girders, 
and beams be beveled or rounded, as a sharp comer is more 
seriously affected by fire than a round one. 
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S- Waterproofing. 

Many expedients have been used to lender concrete 
impervious to water under normal conditions, and also under 
pressure conditions that exist in reservoirs, dams, and 
conduits of various kinds. Eiperience shows, however, 
that where mortar or concrete is proportioned to obtain the 
greatest practicable density and is mixed to a rather wet 
consistency, the resulting mortar or concrete is impervious 
under ordinary conditions. A concrete of dry consistency 
is more or less pervious to water, and compounds of various 
kinds have been mixed with the concrete, or applied as a 
wash to the surface for the purjMse of making it water-tight. 
Many of these compounds are of but temporary value, 
and in lime lose tbeir power of imparting impermeability 
to the concrete. 

In the case of subways, long retaining walls, and reser- 
voirs, leakage cracks may be prevented by horizontal and 
vertical reinforcement, properly proportioned and located, 
provided the concrete itself is impervious. 

Such reinforcement distributes the stretch due to contrac- 
tion or settlement so that the cracks are too minute to per- 
mit leakage, or are soon closed by infiltration of silt. 

Asphaltic or coal-tar prepiarations, applied either as a 
mastic or as a coating on felt or cloth fabric, are used for 
waterproofing, and should be proof against injury by liquids 
or gases. 

6. Sur/ace Finish. 

Concrete is a material of an individual type, and should 
not be used in imitation of other structural materials. One 
of the important problems connected with the use of con- 
crete is the character of the finish of exposed surfaces. The 
finish of the surface should be determined before the con- 
crete is placed, and the work conducted so as to make possi- 
ble the finish de^red. For many forms of construction the 
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naturaJ surface of the concrete is unobjectionable, but 
frequently the marks of the boards and the flat, dead surface 
are displeasing, and make some special treatment desirable. 
A treatment of the surface which removes the film of mortar 
and brings the coarser particles of the concrete into relief 
is frequently used to remove the form markings, break the 
monotonous appearance of the surface, and make it more 
pleasing. Plastering of surfaces should be avoided, for the 
other methods of treatment are more reliable and usually 
much more satisfactory. Plastering, even if carefully 
applied, is likely to peel off under the action of frost or 
tempetature changes. 

Vn. Design. 
I. Massive Concrete. 
In the deagn of massive concrete or plain concrete, no 
account should be taken of the tensile strength of the 
material, and sections should usually be so proportioned as 
to avoid tensile stresses. This will generally be accom- 
plished, in the case of rectangular shapes, if the line of pres- 
sure is kept within the middle third of the section, but in 
very large structures, such as high masonry dams, a more 
«cact analysis may be required. Structures of massive 
concrete are able to resist unbalanced lateral forces by 
reason of their weight, hence the element of weight rather 
than strength often determines the design. A relatively 
cheap and weak concrete will therefore often be suitable 
for massive concrete structures. Owing to its low exten- 
sibility, the contraction due to hardening and to temper- 
ature changes requires special consideration, and, except 
in the case of very massive walls such as dams, it is desirable 
to provide joints at intervals to localize the effect of such 
contraction. The spacing of such joints will depend upon 
the form and dimensions of the structure and its degree of 
exposure. 
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Massive coDcrete may well be used for piers and short 
columns, in which the ratio of length to least width is rela- 
tively small. Under ordinary conditions this ratio should 
not exceed six, but, where the central application of the load 
is assured, a somewhat higher value may safely be used. 

Massive concrete is also a suitable material for arches of 
moderate span where the conditions as to foundations are 
favorable. 

z. Reinforced Concrete. 

By the use of metal reinforcement to resist the principal 
tensile stresses, concrete becomes available for general use 
in a great variety of structures and structural forms. This 
combination of concrete and steel is particularly advan- 
tageous in the beam, where both compression and tension 
exist; it is also advantageous in the column, where the main 
stresses are compressive, but where cross-bending may exist. 
The theory of design will therefore relate mainly to the 
analysis of beams and columns. 

3. General Assumptions. 
a. Loads. The loads or forces to be resisted consist of: 

1. The dead load, which includes the weight of the 

structm* and fixed loads and forces. 

2. The live load, or the loads and forces which are 

variable. The dynamic eSect of the live load 
will often require consideration. Any allow- 
ance for the dynamic eSect is preferably taken 
into account by adding the desired amount to 
the live load or to the live-load stresses. The 
working stresses hereinafter recommended are 
intended to apply to the equivalent static 
stresses so determined. 

In the case of high buildings the live load on 
columns may be reduced in accordance with the 
usual practice. 
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6. Lengths of Beams and Columns. The span lengtb for 
beams and slabs shall be taken as the distance from center 
to center of supports, but shall not be taken to exceed the 
clear span plus the depth of beam or slab. Brackets shall 
not be considered as reducing the clear span in the sense 
here intended. 

The length of columns shall be taken as the maximum 
unsupported length. 

c. Internal Stresses. As a basis for calculations relating 
to the strength of structures, the following assumptions are 
recommended: 

I. Calculations should be made with reference to 
working stresses and safe loads rather than 
with reference to ultimate strength and ulti- 
mate loads. 

3. A plane section before bending remains plane 
after bending. 

3. The modulus of elasticity of concrete in compres- 

sion, within the usual limits of working stresses, 
is constant. The distribution of compressive 
stresses in beams is therefore rectilinear. 

4. In calculating the moment of resistance of beams 

the tensile stresses in the concrete shall be neg- 
lected. 

5. Perfect adhesion is assumed between concrete 

and reinforcement. Under compressive stresses 
the two materials are therefore stressed in 
proportion to their moduli of elasticity. 

6. The ratio of the modulus of elasticity of steel to 

the modulus of elasticity of concrete may be 
taken at 15. 

7. Initial stress in the reinforcement due to contrac- 

tion or expansion in the concrete may be neg- 
lected. 
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It is appreciated that the assumptions herein given aie 
not entirely borne out by experimental data. They are 
given in the interest of simplicity and uniformity, and 
variations from exact conditions are taken into account in 
the selection of formulas and working stresses. 

For cak;uIations relative to deflections, the tensile strength 
of the concrete should be taken into account. For such 
calculations, also, a value of 8 to 1 2 for the ratio of the moduli 
corresponds more nearly to the actual conditions and may 
well be used. 

4. T-Beams. 

In beam and slab construction, an effective bond diould 
be provided at the junction of the beam and slab. When the 
principal slab reinforcement is parallel to the beam, trans- 
verse reinforcement should be used extending over the beam 
and well into the slab. 

Where adequate bond between slab and web of beam is 
provided, the slab may be considered as an integral part of 
the beam, but its effective width shall be determined by the 
following ndes: 

a. It shall not exceed one-fourth of the span length 

of the beam; 

b. Its overhanging width on either side of the web 

shall not exceed 4 times the thickness of the 
slab. 

In the des^ of T-beams acting as continuous beams, 
due consideration should be given to the compressive stresses 
at the support. 

S. Floor Slabs. 

Floor slabs should be designed and reinforced as contin- 
uous over the supports. If the length of the slab exceeds 
1,5 times its nidth the entire load should be carried by 
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transverse reinforcement. Square slabs may welt be rein- 
forced in both directions* 

Tbs loads carried to beams by slabs which are reinforced 
in two directions will not be uniformly distributed to the 
supporting beam, and may be assumed to vary in accordance 
with the ordinates of a triangle. The moments in the beams 
should be calculated accordingly. 

6. CotOinuous Beams and Slabs. 

When the beam or slab is continuous over its supports, 
reinforcement should be fully provided at points of negative 
moment. In computing the positive and negative moments 
in beams and slabs continuous over several supports, due 

* Tlie exact distribution of load on square and rectangular 
slabs, supported on four sides and reinforced in both directions, 
cannot readily be deteimined. The following method of calcu- 
lation is recognized to be faulty, but it is offered as a tentative 
method which will give results on the safe side. The distributicm 
of load is first to be determined by the formula 



in whidi r •• pn^wrtion of load carried by the 
forcement, I = length, and 6 = breadth of slab, 
ratios of l/b the values of r aie as follows: 
l/b f 



75 

to 

0.83 

Using the values above specified, each set of reinforcement is to 
be calculated in the same manner as slabs having supports on two 
sides only, but the total amount of reinforcement thus determined 
may be reduced 15 per cent by gradually increasing the tod spac- 
ing fuMn the third point to the edge of the slab. 
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to unifonnly distributed loads, the following rules are 
recommended: 

a. That for flooi slabs the bending moments at center 

and at support be taken at — for both dead and 

Uve loads, where w represents the load per linear 
• foot aad / the span length. 

b. That for beams the bending moment at center and 



- for center and 

adjoining support for both dead and live 
loads. 

In the case of beams and slabs continuous for two spans 
only, or of spans of unusual length, more exact calculations 
should be made. Special consideration is also required in 
the case of concentrated loads. 

Where beams are reinforced on the compression side, the 
steel may be assumed to carry its proportion of stress in 
accordance with the provisions of Section VII, Art. 3, 
c, paragraph 6. In the case of continuous beams, tensile 
and compressive reinforcement over supports must extend 
sufficiently beyond the support to develop the requisite bond 
strength. 

7. Bond Strength and Spacing of Bars. 

Adequate bond strength should be provided in accordance 
with the formula hereinafter given. Where a portion of the 
bars is bent up near the end of a beam, the bond stress in 
the remaining straight bars will be less than is represented 
by the theoretical formula. 

Where high bond resistance is required, the deformed bar 
is a suitable means of supplying the necessary strength. 
Adequate bond strength throughout the length of a bar is 
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preferable to end anchorage, but such ancbor^e may 
properly be used in special cases. Anchorage furnished by 
short bends at a right angle is less effective than hooks 
consisting of turns through i8o degrees. 

The lateral spacing of parallel bars should not be less than 
two and one-half diameters, center to center, nor should the 
distance from the side of the beam to the center of the near-, 
est bar be less than two diameters. The clear spacing 
between two layers of bars should not be less than ) in. 

8. Shear and Diagonal Tension. 

Calculations for web resistance shall be made on the basis 
of maiimum shearing stress as determined by the formulas 
hereinafter given. When the maximum shearing stresses 
escecd the value allowed for the concrete alone, web rein- 
forcement must be provided to aid in carrying the diagonal 
tension stresses. This web reinforcement may consist of 
bent bars, or inclined or vertical members attached to or 
looped about the horizontal reinforcement. Where inclined 
members are used, the connection to the horizontal reiaforce- 
ment shall be such as to insure against slip. 

Experiments bearing on the design of details of web rein- 
forcement are not yet complete enough to allow more than 
general and tentative recommendations to be made. It is 
well established, however, that a very moderate amount of 
reinforcement, such as is furnished by a few bars bent up at 
small inchnation, increases the strength of a beam against 
failure by diagonal tension to a considerable degree; and that 
a sufficient amount of web reinforcement can readily be 
provided to increase the shearing resistance to a value from 
three or more times that found when the bars are ail hori- 
zontal and no web reinforcement is used. The following 
aUowable values for the maximum shearing stress are there- 
fore recommended, based on the working stresses of Section 
Vm, page 233. 
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a. For beams with hoiizontal bars, only 40 lbs. per 

sq. in. 

b. For beams in which a patt of the horizontal rein- 

forcement is used in the form of bent-up bars, 
arranged with due respect to the shearing 
stresses, a higher value may be allowed, but not 
to exceed 60 lbs. per sq. in. 

c. For beams thoroughly reinforced for shear, a value 

not exceeding 120 lbs. per sq. in. 

In the calculation of web reinforcement to provide the 
strength required under c, the concrete may be counted 
upon as carrying one-third of the shear. The remainder 
is to be provided for by means of metal reinforcement con- 
sisting of bent rods or stirrups, but preferably both. The 
requisite amount of such reinforcement may be estimated 
on the assimiption that the entire shear on a section, less 
the amount assumed to be carried by the concrete, is carried 
by the reinforcement in a length of beam equal to its depth. 

The longitudinal spacing of stirrups or bent rods shall not 
exceed three-fourths the depth of the beam. 

It is important that adequate bond strength be provided 
to develop fully the assumed strength of all shear reinforce- 
ment. 

Inasmuch as small deformations in the horizontal steel 
tend to prevent the formation of diagonal cracks, a beam 
will be strengthened against diagonal tension failure by so 
arranging the horizontal reinforcement that the unit stresses 
at points of large shear shall be relatively low. 

9. Columns. 

It is recommended that the ratio of the imsupported 
length of a column to its least width be limited to 15, 

The effective area of the column shall be taken as the 
area within the protective covering, as defined in Section VI, 
Art 4; or, in the case of hooped coliunns or columns rein- 
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forced with structural shapes, it shall be taken as the area 
within the hooping or stmctuiul shapes. 

Gilunms may be reinforced by means of longitudinal rods, 
by bands or hoops, by bands or hoops together with longi- 
tiulinal bars, or by structural forms which in themselves are 
sufficiently rigid to act as columns. The general effect of 
bands or hoops is to increase greatly the "toughness" of the 
column and its ultimate strength, but hooping has little 
effect upon its behavior within the limit of elasticity. It 
thus renders the concrete a safer and more reliable material, 
and should permit the use of a somewhat higher working 
stress. The beneficial effects of "toughening" are ade- 
quately provided by a moderate amount of hooping, a larger 
amount serving mainly to increase the ultimate strength 
and the possible deformation before ultimate failure. 

The following recommendations are made for the relative 
working stresses in the concrete for the several types of 
columns: 

a. Cdumns with longitudinal reinforcement only, 

the unit stress recommended for axial com- 
pression in Section VIII, Article 3. 

b. Columns with reinforcement of bands or hoops, 

as hereinafter specified, stresses 20 per cent 
higher than given for a. 

c. Columns reinforced with not less than i per cent 

and not more than 4 per cent of longitudinal 
bars and with bands or hoops, stresses 45 per 
cent higher than given for a. 

d. Columns reinforced with structural steel column 

units which thoroughly encase the concrete core, 

stresses 45 per cent higher than given for a. 

In all cases, longitudinal steel is assumed to carry its 

proportion of stress in accordance with Article 3. The 

hoops or bands are not to be counted upon directly as adding 

to the strength of the column. 
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Bars composing longitudinal reinforcement shall be 

straight, and shall have sufficient lateral support to be 
securely held in place until tlie concrete has set. 

Where bands or hoops are used, the total amount of such 
reinforcement shall not be less than i [>er cent of the volume 
of the column disclosed. The clear spacing of such bands or 
hoOps shall not be greater than one-fourth the diameter 
of the enclosed column. Adequate means must be pro- 
vided to hold bands or hoops in place so as to form a colunm, 
the core of which shall be straight and well centered. 

Bending stresses due to eccentric loads must be provided ' 
for by increasing the section until the maximum stress does 
not exceed the values above specified. 

10. Reinforcing }oT Shrinkage and Temperature Stresses. 

Where large areas of concrete are exposed to atmospheric 
conditions, the changes of form due to shrinkage (resulting 
from hardening) and to action of temperature are such that 
large cracks will occur in the mass, unless precautions are 
taken to so distribute the stresses as either to prevent the 
cracks altogether or to render them very small. The size 
of the cracks will be directly proportional to the diameter 
of the reinforcing bars and inversely proportional to the 
percentage of reinforcement and also to its bond resistance 
per unit of surface area. To be most effective, therefore, 
reinforcement should be placed near the surface and well 
distributed, and a form of reinforcement used which will 
develop a high bond resistance. 

Vin. Working Stbesses. 

I. General Assumptions. 

The following working stresses are recommended for 

static loads. Proper allowances for vibration and impact 

are to be added to live loads where necessary to produce 
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an equivalent static load before applying tbe unit stresses 
in proportioning parts. 

In selecting the permissible working stress to be allowed 
on concrete, we should be guided by the working stresses 
usually allowed for other materiab of construction, so that 
all structures of the same class, but composed of different 
materials, may have approximately the same degree of 
safety. 

The stresses for concrete are proposed for concrete com- 
posed of one part Portland cement and six parts of aggre- 
gates, capable of developing an average compressive strength 
of 2000 lbs. per sq. in. at 28 days, when tested in cylinders 
8 in. in diameter and 16 in. long, under laboratory condi- 
tions of manufacture and storage, using the same consist- 
ency as is used in the field. In considering the factors 
recommended with relation to this strength, it is to be borne 
in mind that the strength at 28 days is by no means the 
ultimate which will be developed at a longer period, and 
therefore they do not correspond with the real factor of 
safety. On concretes, in which the material of the aggre- 
gate is inferior, all stresses should be proportionaEy reduced, 
and similar reduction should be made when leaner mixes 
are to be used. On the other hand, if, with the best quality 
of aggregates, the richness is increased, an increase may be 
made in all working stresses proportional to the increase 
in compressive strength at 28 days, but this increase shall 
not exceed 25 per cent. 



When compression is applied to a surface of concrete 
larger than the loaded area, a stress of 32.5 per cent of the 
compressive strength at 28 days, or 650 lbs. per sq. in. on 
the above-described concrete, may be allowed. This 
pressure is probably unnecessarily low when the ratio of 
the stressed area to the whole area of the concrete is much 
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below unity, but is Tecommended for general use rather 
than a variable unit based upon this ratio. 

3. Axial Compression. 

For concentric compression on a plain concrete column 
or pier, the length of which does not exceed 12 diameters 
22.50 per cent of the compressive strength at 28 days, or 
450 lbs. per sq. in. on 2000-lb. concrete, may be allowed. 

For other forms of columns, the stresses obtained from the 
ratios given in Section VII, Article 9, may govern. 

4. Compression in Extreme Fiber. 
The extreme fiber stress of a beam, calculated on the 
assumption of a constant modulus of elasticity for concrete 
under working stresses, may be allowed to reach 32.5 percent ■ 
of the compressive strength at 28 days, or 650 lbs. per sq. 
in. for 20oo-lb. concrete. Adjacent to the support of con- 
tinuous beams, stresses 15 per cent higher may be used. 

5. Shear and Diagonal Tension. 

Where pure shearing stress occurs, that is, uncombined 
with compression normal to the shearing surface, and with 
all tension normal to the shearing plane provided for rein- 
forcement, a shearing stress of 6 per cent of the compressive 
strength at 28 days, or 120 lbs. per sq. in,, on 2000-lb. con- 
crete, may be allowed. Where the shear is combined with 
an equal compression, as on a section of a column at 45 
degrees with the axis, the stress may equal one-half the 
compressive stress allowed. For ratios of compressive stress 
to shear intermediate between o and i, proportionate shear- 
ing stresses shall be used. 

In calculations on beams in which diagonal tendon is 
considered to be taken by the concrete, the vertical shear- 
ing stresses should not exceed 2 per cent of the compressive 
strength at 28 days, or 40 lbs. per sq. in. for 2000-lb. concrete. 
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6. Bond. 
The bonding stress between concrete and plaJn reinforcing 
bara may be assumed at 4 per cent of the compresUve 
strength at 28 days, or 80 lbs. per sq. in. for aoao-lb. concrete ; 
in the case of drawn wire, 2 per cent or 40 lbs. on 2000-lb. 
concrete. 

7. Reinforcement. 

The tensile stress in steel should not exceed 16,000 lbs. 

per sq. in. The compressive stress in reinforcing steel 

should not exceed 16,000 lbs. per sq. in., or 15 times the 

working compressive stress in the concrete. 

In structural steel members, the working stresses adopted 
by the American Railway Engineering and Maintenance 
' of Way Association are recommended. 

8. Modulus of Elasticity. 
The value of the modulus of elasticity of concrete has a 
wide range, depending upon the materials used, the age, 
the range of stresses between which it is considered, as well 
as other conditions. It is recommended that in all compu- 
tarions it be assumed as one-fifteenth that of steel, as, 
while not rigorously accurate, this assumption will give 
safe results. 

Richard L. Huuphkey, 
Januahy, 1909. Secretary. 

W. K. Hatt, a. N. Talbot, 
R. W. Lesley, J. W. Schaub, 

J. R. WOKCESIEK. 
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STANDARD SPECIFICATIONS OF THE AHERICAIT 
SOCEETT FOR TESTING MATERIALS FOR STRUC- 
TTIRAL STEEL FOR BRIDGES.* 



(Adofizd e 



THE SociBTV, August i6, 1909.) 
Steel shall be made by the open- 



1. Manufacture. 
hearth process. 

2, Chemical Composition. The chemical and physical 
properties shall conform to the following limits: 





Stroctnral 
Steel. 


Rivet Steel. 


Steel Cartingi. 


ph„to..^|S; ::;::: 


3SS 

a.0Sp«cat 


O.M per tent 
o.m per cent 


o.os per cent 
0.08 per cent 






"SSSf-S"""-. 1 


1 -ss?. 


D«ired 
1,500.000 


Notleutlun 
6s.ooa 


SlongBtion: Mis. per cent in 1 












Silky 
l&>-flatt 








Silky 
iBo- flatt 




Cold bead withml fmctwe 


^^,. 



* See par. 11. t See pan. la. 13, and 14. t See par. 15. 

The yield point, as indicated by the drop of beam, shall be 
recorded in the test reports. 

3. Retests. If the ultimate strength varies more than 
4000 lbs. from that desired, a retest may be made at the 

* Authorized reprint from Proceedings of the American So- 
ciety for Testing Materials, VoL g, pages 37-41. 
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discretion of the inspector, on the same gauge, which to be 
acceptable shall be within 5000 lbs. of the desired ultimate. 

4. Chemicai. CoKPOsmoN. Chemical determinations 
of the percentages of carbon, phosphorus, sulphur, and 
manganese shall be made by the manufacturer from a test 
ingot taken at the time of the pouring of each melt of steel, 
and a correct copy of such analysis shall be furnished to the 
engineer or his inspector. Check analyses shall be made 
from finished material, if called for by the purchaser, in which 
case an escess of 25 per cent above the required limits will 
be allowed. 

5- Plates, Shapes, and Bars. Specimens for tensile 
and bending tests for plates, shapes, and bars shall be made 
by cutting coupons from the finished product, which shall 
have both faces rolled and both edges milled to the foim 
shown in Fig. 67; or with both edges parallel, or they may 

.... ,1 



Kg. 6t. — Fill Teit Piece 

be turned to a diameter of J in. for a length of at least 
g Ins., with enlarged ends. 

6. Rivets. Rivet rods shall be tested as rolled. 

7. Pins and Rollers. Specimens shall be cut from the 
finished rolled or forged bar in such a manner that the center 
of the specimen shall be i in. from the surface of the bar. 
The specimen for tensile test shall be turned to the form 
shown by Fig. 68. The specimen for bending test shall be 
I in. by ) in. "in section. 

8. Steel Castings. The number of tests will depend 
on the character and importance of the castings. Sped- 
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Kf. 68. — SmiU Turned Teit Place 

mens shall be cut cold from coupons molded and cast on 
some portion of oue or more castings from each melt or from 
the sink heads, if the heads are of sufficient size. The 
coupon or sink head, so used, shall be annealed with the 
casting before it is cut off. Test specimens to be of the 
form prescribed for pins and rollers. 

9. Conditions for Tests. Material which is to be used 
without anneaUng or further treatment shall be tested in 
the condition in which it comes from the roils. When 
material is to be annealed or otherwise treated before use, 
the specimens for tensile tests representing such material 
shall be cut from properly aimealed or similarty-treated 
short lengths of the full section of the bar. 

10. NuuBER OF Tests. At least one tensile and one 
bending test shall be made from each melt of steel as rolled. 
In case steel differing ] in. and more in thickness is rolled 
from oue melt, a test shall be made from the thickest and 
thinnest material rolled. 

11. Elongation. For material less than ft in. and 
more than J in. in thickness the following modifications 
will be allowed in the requirements for elongation: 

(a) For each iV in. in thickness below A in., a deduction 
of 2i will be allowed from the specified percentage. 

(b) For each t in. in thickness above I in., a deduction 
of I will be allowed from the specified percentage. 
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13. Bending Tests. Bending tests may be made by 
pressure or by blows. Plates, shapes, aad bars less than 
I in. thick shall bend as called for in paragraph 2. 

13. Full-sized Bends. Full-sized material for eye- 
bars and other steel 1 in. thick and over, tested as rolled, 
shall bend cold iSo degrees around a pin the diameter of 
which is equal to twice the thickness of the bar, without 
fracture on the outside of bend. 

14. Tests FOK Angles. Angles } in. and less in thick- 
ness shall open flat, and angles J in, and less in thickness 
shall bend shut, cold, under blows of a hammer, without 
sign of fracture, fliis teat will be made only when required 
by the inspector. 

15. Tests ON Rivet Steel. Rivet steel, when nicked and 
bent around a bar of the same diameter as the rivet rod, shall 
give a gradual break and a fine, silky, uniform fracture. 

16. Finish. Finished material shall be free from injuri- 
ous seams, flaws, cracks, defective edges, or other defects, 
and have a smooth, uniform, workmanlike finish. Plates 
36 ins. in width and under shall have rolled edges. 

17. Marking. Every finished piece of steel shall have the 
melt number and the name of the manufacturer stamped or 
rolled upon it. Steel for pins and rollers shall be stamped on 
the end. Rivet and lattice steel and other small parts may 
be bundled with the above marks on an attached metal tag. 

18. Rejections. Material which, subsequent to the 
above tests at the mills and its acceptance there, develops 
weak spots, brittleness, cracks, or other imperfections, or b 
found to have injurious defects, will be rejected at the shop 
and shall be replaced by the manufacttu^r at his own cost. 

19. Febmissibie Variations. A variation in cross sec- 
tion or weight of each piece of steel of more than 2\ per 
cent from that specified will be sufficient cause for rejection, 
except in case of sheared plates, which will be covered by 
the following permissible vamtions, which are to apply 
to single plates. 
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When Okdeked to Weight. 
Plates I2i lbs. per sq. ft. or heavier: 

(c) Up to 100 ins. wide, li per cent above or below the 

prescribed weight, 

(d) 100 ins, wide and over, 5 per cent above or below. 
Plates under 12) lbs. fer sq. ft. : 

(_e) Up to 75 ins. wide, ij per cent above or below. 

(/) 75 ins. and up to 100 ins, wide, 5 per cent above or 

3 per cent below, 
(g) 100 ins. wide and over, 10 per cent above or 3 per 

cent below. 

When Ordered to Gauge. 

Plates will be accepted if tbey measure not more than 
o.oi in. below the ordered thickness. 

An excess over the noimal weight, corresponding to the 
dimensions on the order, will be allowed for each plate, 
if not more than shown in the following tables, i cu. in. 
of rolled steel being assumed to weigh 0.2833 '^' 

Plates i in. and over in Ikkkness : 





ss; 




Width of Plate. 




SS3- 


Up to 75 
liKba. 


7S Inches 
and up to 
loolncha. 


1" lJ!?h«. 


OveriiS 

Inehta. 


I»cb«. 


55 

ii.75 
IS -3° 
17.8s 

22. OS 


PercaC 

8 
7 
6 

J. 
5» 


Percent. 
8 

k 

6 
S 


Per cent. 
iS 
16 
'3 

\ 

S 

6i 


PHcat. 




'3 
9 
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Plates under 1 in. thickness: 





Nomisal 
Weight.. 


Width-W PUU. 


Ordered. 


w.- 


so Inches 


Inches. 


Inches. 

i up to A 

ntf 


Lb., per Sq. Ft. 
S.ioto 6-37 
6.37 to 7.65 
7.6stoto.M 


Percent. 

'1* 

7 


Perceat. 


Percent. 

17 
IS 



JO. Inspecting and Testing. The purchaser shall be 
furnished complete copies of mill orders, and no material 
shall be rolled, nor work done, before the purchaser has been 
notified where the orders have been placed, so that he may 
arrange for the inspection. 

31. The manufacturer shall furnish all facilities for 
inspecting and testing the weight and quality of all material 
at the mill where it is manufactured. He shall furnish a 
suitable testii^ machine tor testing the specimens, as well 
as prepare the pieces for the machine free of cost. 

!2. When an inspector is furnished by the purchaser to 
inspect material at the mills, he shall have full access at 
all times to all parts of mills where material to be inspected 
by him is being manufactured. 



3,q,-Z.-dbvGOOg[C 



APPENDIX VI. 

STAHDARD SPECIFICATIONS OF THE AMERICAN 
SOCIBTy FOR TESTING MATERIALS FOR STRUC- 
TURAL STEEL FOR BUILDINGS.* 

(Adopted by the Society, Auoost i6, 1909.) 

1. Mandfactuee. Structural steel may be made by 
either the open-hearth or Bessemer process. 

Rivet steel and plate or angle material over J in. thick, 
which is to be punched, shall be made by the open-hearth 
process. 

2. Cheuical and Physical Properties. The chemi- 
cal and physical properties shall conform to the following 
limits: 



Properties Coaaidtred, 


StnctDrsl 
Sted. 


Rivet Steel. 




0,10 per cent 

I,4'oO.OQO* 




Pbosnlionis, mai., open-heaith 

Ultii^U tensile nr^gth. lbs. per sq. tD 


4E,DOO-58,oa(> 


Blongatioo, min. per cent ia 8 ins.. (Pig. 6v) . . . . j 




oIlthickT^ 













• See paragraph j. 

For the purposes of these specifications, the yield point 
shall be determined by the careful observation of the drop 
of the beam or halt in the gauge of the testing machine. 

3. Cheuical Determinations. In order to determine 
if the material conforms to the chemical limitations pre- 

* Authorized reprint from Proceedings of the American Sodety 
for Testing Materials, Vol. g, pages 47-50. 
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scribed in paragraph 2 herein, analysis shall be made by 
the manufacturer from a test ingot taken at the time of 
pouring of each mdt or blow of steel, and a correct copy of 
such analysis shall be furnished to the engineer or his 
inspector. 

4. FOKM OF Specimens. Specimens for tensile and bend- 
ing tests shall be made by cutting coupons from the finished 
product, which shall have both faces rolled and both edg«S 
milled to the form shown by Fig. 67 (page 238}; or with 
both edges paralld; or they may be turned to a diameter 
of 1 in. for a length of at least g ins., with enlarged ends. 

(a) For material more than } in. thick the bending test 
specimen may be i in. by i in. in section. 

(6) Rivet rounds and small rolled bars shall be tested as 
rolled. 

5. Annealed Specdcens. Material which is to be used 
without anneaUog or further treatment shall be tested in 
the condition in which it comes from the roUs. When 
material is to be annealed or otherwise treated before use, 
the specimens for tensile tests, representing such material, 
shall be cut from properly annealed or similady treated 
short lengths of the full section of the bar. 

6. Number Ot Tests. At least one tensile and one 
bending test shall be made from each melt or blow of steel 
as rolled. In case steel differing | in. and more in thiclmess 
is rolled from one melt or blow, a test shall be made from 
the thickest and thinnest material rolled. Shovild either of 
these test specimens develop flaws, or should the tensile test 
specimen break outside of the middle third of its gauged 
length, it may be discarded and another test specimen sub- 
stituted therefor. In case a tensile test specimen does not 
meet the specification, additional tests may be made. 

(c) The bending teat may be made by pressure or by 
blows. 
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7. Modifications in Elongation fos Thin and Tetick 
Matekiaj,. For material less than A in. or moie than } in. 
in thickness, the following modifications shall be made in 
the requirements for elongation: 

(d) For each increase of 1 in. in thickness above ] in., a 
deduction of i siiall be made from the specified percentage 
of elongation. 

(e) For each decrease of A in- in thickness below A in. a 
deduction of 2} shall be made from the specified percentage 
of elongation. 

(f) For pins, the required percentage of elongation shall 
be 5 less than that specified in paragraph 2, as determined 
on a test specimen, the center of which shall be i in. from 
the surface. 

8. Finish. Finished material must be free from in- 
jurious seams, flaws, or cracks, and have a workmanlike 
finish. 

9. Branding. Test specimens and every finished piece 
of steel shall be stamped with melt or blow number, eacept 
that small pieces may be shipped in bundles securely wired 
together, with the melt or blow number on a metal tag 
attached. 

10. Variation in Weight. A variation in cross section 
or weight of each piece of steel of more than ai per cent 
from that specified wiD be sufficient cause for rejecrion, 
except in case of sheared plates, which will be covered by 
the following permissible variations, which are to apply 
to single plates. 

When Ordered to Weight. 
Plates 1 2 1 lbs. per sq. ft. or heavier : 

(g) Up to 100 ins. wide, 2i per cent above or below the 

prescribed wdght. 
(A) 100 ins. wide and over, 5 per c«nt above or below. 
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Flatesutidemilbs.persg.fi.: 
{() Up to 75 ins, wide, ij per cent above or below. 
0) 75 inS' Etnd up to ico ias. wide, s per cent above or 

3 per cent below. 
(A) joo ins. wide and over, 10 per cent above or 3 per 
cent below. 

When Ordered to Gauge. 
Plates will be accepted if they measure not more than 
o.oi in. below the ordered thickness. 
PlaUs 1 in. and over in thickness : 







Width of PliM. 


iiss- 


i^^JX. 


Uptoj5 


1Slnch« 
Bad up to 
100 Inches- 


100 Inches 


■tei' 


lochea. 


LlM.«T 


Per«at. 


Per«i.t. 


Percest. 


Percent. 


Jl 




8 
6 

ii 
ti 


14 

g 

k 

6 
5 


18 
16 
'3 

i 




15 


75 

40 
95 
SO 




Over! 


9 





Plates tinder i in. in thickness : 





sss 


width of Ptaw. 




sr- 


§£S. 


1S£ 


iDcha. 
i up to ft 


Lbs. per Sq. Pt. 
S.ioto 6.37 
6.37 to 7.65 
7.65 to 10.20 


Per cent. 
7 


Percent. 

■1' 


Percent. 
17 
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An excess over the nominal weight corresponding to the 
dimensions on the order will be allowed for each plate, if 
not more than that shown in the preceding tables, i cu. in. 
of steel being assumed to weigh 0.2833 lb- 

II. Inspection. The inspector representing the pur- 
chaser shall have all reasonable facilities afforded to him by 
the manufacturer to satisfy him that the finished material 
■a furnished in accordance with these specifications. 

All tests and inspections shall be made at the place of 
manufacture, prior to shipment. 
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STANDARD SPECIFICATIONS OP THE AMERICAN 
SOCIETY FOR TESTING HATEBIALS FOR OPEN- 
HEARTH BOIUR PLATE AND RIVET STEEL.* 



(Adopted b 



E SOCIEIV, ACOUST I 



, 1909-) 



1. MANtrFACTUK£. Steel shall be made by the open- 
hearth process, 

2. Chemical and Physical Properties. There shall 
be three classes of open-hearth boiler plate steel; namely, 
flange steel, fire-box steel, and extra soft steel, which shall 
conform to the following limits in chemical and physical 
properties^ 



Propertia ConBidrnd. 


Flue- Steel. 


Fire-box 


BitraSoft 

St«l, 


Phcsphma shall DotjAdd 


SS.000-4S.™ 


o.dft m «Bt 
0.03 pa- cut 

0.04 per cent 

•■'"'""• 

53,000-61,000 


}■>,<« p«-«Bt 


Sulphur shall DDt' Biceed 


o'mw'dI^ 


Ult. teasile sttength, pounds' per 




nlEf^b^sr^'i^'"-'"- 




shall not fclcB thin t 




180* Alt 


ISO- flat 









(a) Yield Point. For the purposes of these spedfications, 
the yield point shall be detennined by the careful obser- 

. • Authorized reprint from Proceedings of the American Society 
for Testing Materials, VoL g, pages 51-55. 
248 
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vation of the drop of the beam or halt in the gauge of tbe 

testing machine. 

3. Boiler Rivet Steel, Steel for boiler rivets shall be 
of the extra soft class, as specified in paragraph 2. 

4. Modifications in Elongation for Thin and Thick 
Matebial. For material less than ^ in. or more than 
1 in. in thickness, the following modifications shall be made 
in the requirements for etougation: 

(i) For each increase of i in. in thickness above J in., 
a deduction of i shall be made from the specified percentage 
of elongation. 

(<:) For each decrease of iV in. in thickness below A in., 
a deduction of 3 i shall be made from the specified percentage 
of elongation. 

5. Cheuical Determinations. In order to determine 
if the material conforms to the chemical limitations pre- 
scribed in paragraph 2 herein, analysis shall be made by 
the manufacturer from a test ingot taken at the time of 
the pouring of each melt of steel, and a correct copy of such 
analysis shall be furnished to the engineer or his inspector. 
A check analysis may be made by the purchaser or his 
representative, from a broken tensile-test specimen repre- 
senting each heat of flange or extra soft steel on an order, 
and for each plate as rolled of fire-box steel, in which cases 
an excess of 25 per cent above the required limits in phos- 
phorus and sulphur will be allowed. 

6. Test Speciuen for Tensile Test. The standard 
tensile-test specimen of 8-in. gauged length shall be used to 
determine the physical properties specified in paragraphs 2 
and 3. The standard shape of the tensile-test specimen for 
sheared plates shall be as shown in Fig. 67 (page 238). 

For other material the tensile-test specimen may be the 
same as for sheared plates, or it may be planed or turned 
parallel throi^out its entire length, and in all cases where 
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possible two opposite sides of the test spedmens shall ht 
rolled surfaces. 

Rivet rounds and small rolled bars shall be tested of full 
size as rolled. 

7. Test Specimens Foa Bending Tests, The bending- 
test specimen shall be 1} ins. wide, if possible, and for aU 
material ] in. or less in thickness the test specimen shall 
have the natural rolled surface on two opposite sides; but 
for material more than } in. thick, the beading-test speci- 
men may be i in. thick. The sheared edges of bending- 
test specimens shall be milled or planed. The bending test 
may be made by pressure or by blows. The cold bending 
test shall be made on material in the condition in which it 
is to be used, and prior to the quenched bending test, the 
q>ecimcn shall be heated to a light cherry red as se«n in 
the dark, and quenched in water, the temperature of which 
is between 80° and 90° Fahr. 

Rivet rounds shall be tested of full size as rolled. 

8. HouoGEHEXTY Tests. For fire-box steel a sample 
taken from a broken tensile-test specimen shall not show any 
single seam or cavity more than J in. long in either of the 
three fractures obtained on the test for homogeneity as 
described below. 

(d) The hoiAogeneity test is made as follows: A portion 
of the broken tensile-lest specimen is either nicked with a 
chisel or grooved on a machine, transversely about A in- 
deep in three places about 2 ins. apart. The first groove 
should be made on one side, 3 ins. from the square end of 
the specimen; the second 3 ins. from it on the opposite side; 
and the third, 2 ins. from the last, and on the opposite side 
from it. The test specimen is then put in a vise, with the 
first groove about 1 in, above the jaws, care being taken to 
hold it firmly. The projecting end of the test specimen 
is then broken o5 by means of a hammer, a number of light 
blows being used, and the bending being away from the 
groove. The specimen b broken at the other two grooves 
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in the same way. The object of this treatment is to open 
and reader visible to the eye any seams due to failure to 
weld up, or to foreign interposed matter, or cavities due to 
gas bubbles in the ingot. After rupture, one side of the 
fracture is examined, a pocket lens being used if necessary, 
and the length of the seams and cavities is determined. 

9. NiniBEK or Tests, Three test pieces shall be fur- 
nished from each plate as it is roUed; one for tension, one foT 
cold bending, and one for quench bending test For rivet 
rods, two tensile-test specimens and two cold bending- and 
two quench bending-test specimens shall be furnished from 
each melt. In case any one of these develops flaws, or 
should a tensile-test specimen break outside of the middle 
third of its gauged length, it may be discarded and another 
test specimen substituted therefor. 

10. Peruissible Variations. A variation in cross sec- 
tion or weight of each piece of steel of more than 2} per 
cent from that specified will be sufficient cause for rejection 
except in case of sheared plates, which wiU be covered by 
the following permissible variations, which are to apply to 
single plates. 

When Ordeked to Weight. 
Plates 12} lbs. per sq. ft. or heavier: 

(e) Up to 100 ins. wide, aj per cent above or below the 

prescribed weight. 
(/) 100 ins. wide and over, s per cent above or below. 

Plates mider la J Ihs. per sq. ft.: 

(g) Up to 75 ms. wide, 2} per cent above or below. 
{k) 75 ins. and up to 100 ins. wide, s per cent above 

or 3 per cent below. 
(0 100 ins, wide and over, 10 per cent above or 3 per 

rant below. 
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When Osdeked to GAtiGE. 

Plates will be accepted if tbey measure not more than 
O.oi in. below the ordered thickness. 

An excess over the normal weight corresponding to the 
dimensions on the order will be allowed for each plate, if 
not more than that shown in the following tables, i cu. in. 
of rolled steel being assumed to weigh 0.2833 lb. 

Plates } in. and mer in thickness: 









.™,.PU» 




Ordered. 


saK 


"iSi' 




loolDcha 


Over 115 

IsehM. 


iDchc*. 


11.7s 

\\% 

30.40 
"-95 
»S.SO 


Perceet. 

8 

7 
6 

:' 


s 

h 

6 
S 


Per cent. 

iS 

16 

1i 

8 
6* 


Percent. 






Overt 


17 
13 

9 





Plates under \ in. in thickness: 





SSS 


Width otPtate. 


Ordered. 


■iffi" 


Solnchei 


ss.r 




Lbs. per 5q. Pt. 
S.ioto6.37 
6.37107.65 

7.6s to 10.20 


Percent. 

7 


% 


Pttoeat 

»7 
'5 



II. Beandinc. Each plate shall be distinctly stamped 
with its heat 01 slab number, and with the name of the 
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manufu:turer, grade, and lowest tensile strength q>ecified. 
Each test spedmen shall be distinctly stamped with the 
heat or slab number which it represents. 

Rivet steel may be shipped in securely fastened bundles 
with the melt number stamped on a metal tag attached. 

13. Finish. All finished material shall be free from 
injurious surface defects and laminations, and must have a 
workmanlike finish. 

13. Inspection. The inspector representing the pur- 
chaser shall have all reasonable facilities afforded to him by 
the manufacturer to satisfy him that the finished material 
is furnished in accordance with these specifications. All 
tests and inspections ihall be made at the place of manu- 
facture, prior to shipment. 
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REQUIREMENTS FOR PAVING BRICK. 

The results of rattler tests* upon paving brick have shown, 
for the N. B. M. A. standai'd test, losses varying from less 
than JO per cent to more than 35 per cent for brick which 
have given satisfactoiy service. 

The requirements t recommended by Q^nmitlee D of the 
American Society for Testing Materiab for compression, 
transverse, absorption, and freezing and thawing tests, 
when tested in accordance with the methods X which they 
recommend, are as follows: 



Hodtatu Dl Hnptm. 


Av^se. 


UiBimDm. 




Pounds. 
400 
275 


Poiiads. 


For samples subjected to freezing and 


225 









Ultimate CorapresBive Stmgth. 



For samples thoroughly dry 

For samples thoroughly saturated . . 
For samples subjected to freezing and 
thawing process 



* See Baker's " Roads and Pavements." 
t Proceedings of the American Society for Testing Materials, 
Vol. 9, page 134. 

i See Problems Ei, Ei, E3, E4. 



aS4 
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Absorption. The absorptjoD shall not average higher 
than 15 per cent, and in no case shall it exceed 20 per cent- 

Freezikg and Thawing. The freezing and thawing 
tests shall not cause cracking or serious spalling in any 
of the bricks tested, nor cause serious disint^adon of the 
materiaL 



3,q,z.-3bvGoOgle 



3,q,-Z.-dbvGOOglt' 



Abra»'oQ Cylinders 4a 

Abrasion Test of Broken Stone (Prubiem} 146 

AbscHptioQ of Brick (Problem) 137 

(Requirement for Paving Brick) 155 

Accelerated Test of Cement (Method) 194 

(Problem) 69 

(Kequirements) 100 

Adds, EfFect on Concrete ut 

Adaptability of Concrete J07 

Aggregates for Concrete (Problem) 136 

(Report on Am. Soc. C. E.) 313 

Alkalies, Effea on Concrete ait 

Alkalies in Cement (Analysis) 304 

Alumina in Cement (Analysis) zoi 

Am. Soc. C, E. Methods tor Testing Cement 176 

Report on Concrete iq6 

Am. Soc. for Test. Mat. SpedQcations for Cement 194 

Am. Soc. for Test Mat. Specifications for Steel tot Boiler 

Plates and Rivets 147 

AA. Soc for TesL Mat. Specifications for Steel for Bridges 236 

Am. Soc. for Test. Mat. Specifications for Steel for Buildings 141 

Analysis of Cement (Method) zoo 

(Recommendation) 178 

Anhydrous Sulphuric Acid in Cement (Analysis) 20s 

Annealed Specimens, Steel for Buildings 144 

Apparatus, Care of 2 

Description of 12 

for Ductility Test of Asphalt 169 

lot Shearing Test of Wood 116 

for Weight of Cement 13 

»S7 
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Asphalt, Ductility of (Problem) 169 

Loss on Heating (ProWeni) 167 

Penetration Test (Problem) 163 

Percentage in Paving Mixture (Problem) i6t 

Purity of (Problem) 159 

Residual Coke (Problem) 165 



Beams, Concrete (Am. Soc. C. E. Report) 125 

Deformation Test (Problem) 105 

Fleiural Test (Problem) 103 

Wooden, Fleiural Test (Problem) 131 

Bearing for Concrete (Am. Soc. C. E. Report) 134 

Bending Test of Iron and Steel (Problem) 116 

Steel (or Boiler Plates and Rivets 250 

Steel for Bridges 240 

Steel for Buildings 344 

Bitumen, Percentage in Paving Mixtures (Problem) 161 

Bt^er for Accelerated Tests 193 

Bond Strength of Steel in Concrete (Am. Soc. C. E. Report) J2g 

Bond Stress of Steel in Concrete (Problem) 97 

(Report) 336 

Boulogne Test for Plasticity (ProUem) 6a 

Branding Steel 240, 145, aja 

Brick, Absorption Requirement 255 

Absorption Test (Problem) 137 

Compression Test (Problem) 139 

Compressive Strength (Requirements) 254 

Freezing and Thawing (Problem) 141 

(Requirements) JSS 

Modulus of Rupture (Problem) 135 

(Requirements) 254 

Rattler Test (Problem) 143 

Specifications 254 

Tests I3S 

Transverse Test i3S 

Briquettes, Asphalt, Mold for 169 

Cement, Form of 187 
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Briquettes, Cement, Molding (Method of Am. Soc. C. E.)- 189 

Molds 187 

Storage 190 

Broken Stone, Abrasion Test (Probleni) 146 

Percentage of Voids (Problem) 15a 

Sieve Analysis (Problem) 154 

Specific Gravity (Problem) 149 

Toughness Test (Problem) 14S 



Calipers, Micrometer 46 

Carbon in Asphalt (Problem) 165 

Cast Iron. Transverse Test (Problem) 119 

Cement, Alkalies in (Analysis) aoj 

Alumina and Iron in (Analysis) loi 

Am. Soc. C. E. Methods of Testing 177 

Am. Soc. for Test. Mat. Specifications 195 

Anhydrous Sulphuric Acid in (Analysis). 205 

(Requirement) 100 

Chemical Analysts lOi 

Consistency for 181 

Constancy of Volume (Method) igi, iq6 

(Requirement) 300 

Definitions. 213 

Fineness of (Method) 182 

(Problem) SS 

(Requirement) 197, 159 

Lime in (Analysis) 203 

Loss on Ignition m6 

Magnesia in (Analysis) 204 

(Requirement) 100 

Methods of Testing 177 

Mortar, Compressive Strength of (Problem) 85 

Consistency for i8j 

Effect of Methods of Molding (Problem). Si 

Tensile Strength (Problem) 77 

Natural, Definition 113 

Methods of Testing 177 

(Requiiements) 197 
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CemMit, Neat, Coiuigtency for iSi 

Tensile Strength of (PrtAlem) 74 

VariatioD in Strength with Amount of Water 

(Problem) 78 

Plasticity of, Boulogne Method (Problem) 61 

Vicat Method (Problem) 64 

Portland, Definition jij 

Pusiolan, Definition 314 



Silica in (Analysis) , . 20s 

Slag, Definition 214 

Soundness of. Accelerated Test (Problem) 6q 

Cold Pat Test (Problem) 67 

(Methods of Am. Soc. C. E.) 191 

(Requirements) , . , 198, 300 

Specific Gravity of (Method) 179 

(Problem) 58 

(Requirement) 199 

Specifications (Am. Soc. for Test. Mat.) 195 

(Recommendation) 214 

Sulphur in (Analysis) , 205 

Sulphuric Add in (Method) 305 

(RequiEement) 200 

Tensile Strength (Method) . 191 

(Problems) 74-83 

(Requirements) 19S, 199 

Testing Machines 26-41 

Tests <rf $s 

Time of Setting (Method) 185 

(Problem) 71 

(Requirements) 19S, 199 

Weight of (Problem) 57 

Chemical Analysis of Cement (Methods) ioi 

(Requirements) »oo 

Steel (Requirements) 137, 243, 248 

Clips for Cement Testing Machines 191 

Cote in Asphalt (Problem) i6s 

Cold Bend Test of Iron and Steel 116 
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Cdd Pat Test (Method) 193 

(ProWeni) 67 

(Requirements) 19S, 300 
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Boiler's Practical Treatise on the Construction of Iron Highway BridgBe.S 

• Thames River Bridge Oblong pap 

Burr and Palk's Design and Construction of Metallic Bridges 8 

Influencf Lines (or Bridge and Roof Campuutions S 

Du Bois's Mechanics of Engineering. Vol.11 Sma 41 

Foster's Treatise on Wooden Trestle Bridges i 

Powler'a Ordinary Foundations 8 

Greene's Arches in Wood, Iron, and Stone g 

Bridge Trusses 8 

Roof Trusses 8 

Grimm's Secondary Stresses in Bridge Trusses 8 

Heller's Stresses in Structures and the Accompanying Deformations 8 

Howe's Design of Simple Roof-trusses in Wood and Steel 8 

Symmetrical Masonry Arches .^ 8 

• Hudson's DeSections and Statically Indeterminate Stresses Small 4 

■ Plate Girder Design. 8 

• Jacoby's Struc lural Details, or Elements of Design in Heavy Framing. 8 
Johnson, Bryan and Tumeaure's Theoij' and Practice in the Designing 

Modem Framed Structures Small 4 

• Johnson, Bryan and Tumeaure's Theory and Practice in the Designing 

Modem Framed Structures. New Edition. Part 1 8 

• Part 11. New Edilion 8' 

Merriman and Jacoby's Text-book on Roofs and Bridges: 

Part I. Streasea in. Simple Trusses 8 

Part II. Graphic Suties 8 

Part III. Bridge Design 8 

Part IV. Higher StruQtures 8 

Sondeiieker's Graphic Statics, with Applicalions to Trusses. Beams, a 
Arches 8 

Waddell's De Pontibus, Pocket-book for Bridge Engineers 16mo, m 

• Specifications for Steel Bridges 12e 

Waddell and Harrington's Bridge Engineering. (In Preparation.) 

HYDRAULICS. 

Barnes's Ice Formation 8 

Baiin's Eiperiments upon the Contraction of the Liquid Vein Issuing fr< 

an Orifice. (Ttautwine.) 8 

Bovey's Treatise on HydrauUcs 8 



G OS 
10 00 



2 25 
10 00 



Church's Diagnmt of Mean Velocity of Water in Open Channels. 

Oblong 4to, papa 

Hydraulic Motors 8va 

Mechanics of Fluids <Bein« Part IV of Mechanics of BnEiaeering) .. Rvc 

Coffin's Gmpbictil Solution of Hydraulic Problems 16mo. moi 

Flatber's Dyaamonuters. and the Meiuuremeiit of Power. 12ma 

Friiell'a Water-power '. '. .'.'.'.'.'.'.'.'.'.'.'.Svo 

Fuertes'B Wal«r and Public Health 12ibo 

Watef-fil (ration Works IZmo 

Ganguillet and Kuttcr's General Ponniila for the Uniform Flow of Water ii 

Rivers and Other Channels. (Heiing and Trautwine.) Svo 

Haien's Clean Wal«r and How to Get It Large IZmo 

Filtration of Public Water-s jppUas Svo 

Haielhursfs Towers and Tanks for Water-works Svo 

HetBcbel's 115 Experiments on the Carrying Capacity of Large, Riveted, Met 

Conduits. Svo 

Hoyt and Grover'a River Discharge. Svo 

Hubbard and Kieisted's Water-works Uanogetoent and Maintenance. 

* Lyndon's Development and Electrical Distribution of Water Power. 

Mason's Water-supply. (Considered Principally from a Sanitary Stand 

point.) Svo 

Merriman's Treatise on HydrauUcs Svo 

• MolHor'a Hydraulics of Rivers, Weirs and Sluices Svo 

♦ Morrison and Brodie's High Masonry Dam Design Svo 

• Richards'a Laboratory Notes on Industrial Water Analysis Svo 

Schuyler's Reservoirs for Irrigation. Water-power, and Domestic Water 

supply. Second Edition, Revised and Enlarged Large 8vo 

•Thomasand Watt's Improvement of Rivers,. 4to 

TuTTieaure and Russell's PubUe Water-supplies Svo 

* Wegmann's Design and Construction of Dams. 6th Ed., enlarged. ... 4to 

Water-Supply of the City of New York from 1958 to ISBS 4lo 

Whipple's Value of Pure Water. Large 12010 

Williams and Haien's Hydraulic Tables Svo 

Wilson's Irrigation Engineering. Svo 

Wood's Turbines - Svo 

MATERIALS OF ENGINEERING. 

Bakers Roads and Pavements Svo. . 

Treatise on Masonry ConstracCion „ Svo, , 

Black's United Sutea Public Works Oblong 4to, . 

Blanchard and Drowne's Highway Engineering, (In Press,) 
Bleininger'E Manufacture of Hydraulic Cement. (In Preparation.) 
Bottler-s Varnish Making. (Sabin.) (In Press.) 

Byrne's Highway Conslrnction 

Inspection of the Materials and Workmanship Employed in Coasunctum, 

Church's Mechanics of Engineering 8v 

Mechanics of Solids (Being Parts I. II. Ill of Mechanics of Enginei 

Du Bois's Mechanics of Engineering. 

Vol. I. Kinematics, Sutics. Kinetics Small 4 1 

Vol. n. The Stresses in Framed Stnictures. Strength of Materials ai 
Theory of Fleiores Small 4t 

Eckel's Building Stones and Clays. (In Frets.) 

* Cements, Limes, and Plasters 8v 

Fowler's Ordinary Foundations Sv 

* Greene's Structural Mtthanics 8v 

HoUey'B Analysis of Paint and Varnish Products. (In Press.) 

• Lead and Zinc Pigments Largo litr. 

• Hubbard's Dust Preventives and Road Binders 8v 



*1 SO 
3 00 
3 00 

2 50 

3 00 



3 50 

2 50 

3 00 



Johnson's (C. M.) Rapid Methods for the ChemicalAaolrsisof Special Steeli, 

St«L'makiDg ALLoys and Graphite Large ISmo. ) 

Johnson's (J. B.) Materials of Construction Large Svo 

Keep's Cast Iron Svo 

£.anza's Applied Mechanics Bvo 

Maire's Modem Pigments and thdr Vehicles. ISmo 

Maurer's Technical Mechanics Svo 

Merrill's Stones for Building and Decoration Svo 

Merrimaji's Mechanics of Materials. , , .,....,.,.,.,.. Svo 

•Strength of Materials IJmo 

Metcalf 's Steel. A Manual for Steel-useis 12ino 

Morrison's Highway Engineering. Svo 

* Murdock'a Strength of Materials. ..-,...,,,........ .ISEmo 

Patton's Practical Treatise on Foundations Svo 

Rice's Concrete Block Manufacture Svo 

Richardson's Modem Asphalt Pavement Svo 

Kichey's Building Foreman's Pocket Book and Ready Reference. 16mo, mor. 

* Cement Workers' and Plasterers' Edition (Building Mechanics' Ready 

Reference Series) 

Handbook for Superintendents of Construction. 

> Stone and Brick Masons' Edition (Building Mechanics' Ready 

Reference Scries) Ifimo, n 

•Ries's Clays: Thdr Occurrence. Properties, and Uses, I 

* Rles and Lelghlon's History of the Clay-working Industry of the UniUd 

States Svo, 

Sabin's Industrial and Artistic Technology of Paint and Vamish,, . 

* Smith's Strength of Material 

Snow's Principal Species of Wood '. 

Spalding's Hydrauli " 

Texl-book on E 

* Taylor and Thomi 

Treatise 3!. Concrete, Plain and Reinforced 

Thurston's Materials of Engineering, In Three Parts 

Part I. Non-metallic Materials of Enpneeriog and Metallurgy, . , 

Paitll. IronandSteel . .. 

Part HI. A Treatise on Brasses. Bronzes, and Other Alloys and their 

Constituents - 

Tlllson's Street Pavements and Paving Materials 

Tumeaure and Maurer's Principles of Reinforced Concrete Constnu 

Second Edition, Revised and Enlarged 

Waterbury's Cement Laboratory Manual 1 

Laboratory Manual for Testing Materials of Construction. (In Press.) 
Wood's (De V.) Trearise on the Resistance of Materials, and an Appendix on 

the Preservation of Timber. Svo, 

Wood's (M. P.) Rustless Coatings: Corrosion and Electrolysis oC Iron and 



Andrews's Handbook for Street Railway Engineers 3X9 inchei 

Berg's Buildings and Structures of American Ralroads 

Brooks's Handbook of Street Railroad Location 16rn3 

• Burt's Railway Station Service 12mo, 

ButU's Civil Engineer's Pield-book ISma 

Ctandall's Railway and Other Earthwork Tables. Svo. 

Crandalland Barnes's Railroad Surveying ISma 

- Crockett's Methods for Earthwork Computations 

Dredge's History of the Pennsylvania Railroad. (1S79) 

Fisher's Table of Cubic Yards. Card 

Godwin's Raihoad Engineers' Field-book and Explorers' Guide. . ISoio 
Hudson's Tables for Calculating the Cubic Contents of Excavations an 

bankments 

Ives and Hllts's Problems In Surveying. Railroad Surveying and Seodes 

Holitor and Beard's Manual for Resident Engineers 



* Orrock's Railr. 
Philbrick's Field 
tUrmond's Rail: 



Roberts' Track Fi 
Searlcs's Field Ei 
RallroBd Spi 
Taylor's Prisrnoic 
Webb's Bconomi 



mual [or Railroad Engineer^ 


.,..18mo, 












gineer'5 Field Book. (In Preparation.) 














...Large 12 


nomic TTieory of tliE Location of Raiiw-gy 





's Meclianicf 
and Johnso 



Abridged E 
ing. (In Press.) 



Jon 



Eleir 



ts of Mec; 



Part II. For 

• Kimball and Barr'a Machine Design 8vc 

MacCotd's Elements of Descriptive Geometry Sv< 

Kinematics; or, Practical Mechanism 8vc 

Mechanical Drawing 4t, 

Velocity Diagrams Svi 

McLeod'a Deaeriptive Geometry. Large i2mt 

Industrial Drawing. (Thompson.) 8vi 

Lg and SketchinK iU 



• Rad's Meehan 

Text-book 

Robinson's Prim 



.1 Drawii 



(Elen 



gmith (A. W.) and Marx's Machine Design Svo 

Smith's (R. 8.) Manual of Topographical Drawing. {McMillan.). Svo. 

• TiUworth's Elements of Mechanical Drawing Obkmg 8' 

Tracy and North's Descriptive Geometry. (In Press.) 



Shad 



lofEi 






in the I 



. . 12m( 



if Elementary Projection Drawing 

PUne Problems in Elementary Geometry 

Weisbach's Kinematics and Power of Transmisnon. (Hermann and 

Klein.) Svo. 

Wilson's (H. M.) Topographic Surveying Si 

• mison's (V. T.) Descriotive Geometry. 8i 

Free-hand LetterinR. 8' 

Ffee-hiuid Perspective 8\ 

Woolf'a Elementary (kiiirse in Descriptive Geometry Large 8i 

10 



ELECTRICITY AHD PHYSICS. 



* AbegK's Theory of I 



B LkCiuv 



e Theo 



t Elect 



. . 12mr; 



nay and Brackett's Text-book of Physics. (Ua«ie.) 

imin's History of Electricity. 8vo, ; 

's Lead Refining and Eleetrolysh .8vo. ■ 

ss and Le Chatelier's Measurenient of High Temperatures. Third 

Edition. (In Press.) 
:n's QuontiUtive Chemical Analysis by Electrolysis. (Boltvc 

ins's Manual of Wireltaa Telearaphy and Telephony 

HChronograph 



ie\-s Elec 



(Men 



ocket-book 



'a Theory of the Lead Accumulator (Storage BatI 



, . 12mi 



Flather's Dynamo 

* Getman's Introd 
Gilbert's De Msgn 

♦ Hanchett's Altei 
Hering's Ready R 



• Hutchinson's High-Efficiency Electrical lUuminants and lUuminalion 

* Large ]2mo 

Jones's Electric Ignition. (In Press.) 
KarapetoEE's Experimental Electrical Engineering: 

Kinibrunner'a Testing of Continuous-current Machines 8vo 

LObs Electrochemistry of Organic Compnunda. (Loreni.) Rvo 

• Lyndon's Development and Electrical Distribution of Water Power. .8vo 

• Lyons's Treatise on Electromagnetic Phenomena. Vols. I. and II. 8vo. each 

• Michie's Elements of Wave Motion Relating to Sound and Light 8vo 

• Morgan's Physical Chemistry for Electrical Engineers 13mo 

• Norris's Introduction to the Study of Electrical Engineering 8vo 

Norris and Dennison's Course of Problems on the Electrical Characteristics o 



2 00 

3 00 
3 00 
3 00 



hall ai 



I, half n 



and Pitcher's Manual of Laboratory Ph 
*3 Modem Electrolytic Copper Refining, . 
Iters'! Commercial Dynamo Design 



and-book 
snts of Law. 





and the Procedure of Courts-m 


rtial. Large 12 







MATHBKATICS. 



Baker's Elliptic Functions S\ 

Brigss's Elemaits of Plane Anstrtic Geometry. (BOcher.) 12a 

• Buchanan's Plane and Spherical Trigonametr/. Si 

Byetly's Harmonic Functions. Si 

Chandler's Elements of the Intinitesimal Calculus I2ili 

• Coffin's Vector Analysis, I2ni 

CompCon's Uanual of Logarithmic CaxnpiUAtioos. J2tD 

• Dicloon's College Algebra ■. '. Large 12ni 

* Introduction to the Thenry of Algebraic Equations Large ISm 

Emch's Introduction to Projective Geometry and its Application 8v 

Fislie's Functions of a Complen Variable 8» 

Halsted's Elementary Synthetic Geometry. 8v 

Elements ot Geometry 8i 

• Rational Geometry I2ni 

Synthetic ! 

• Hancock's Le 
Hyde's Grassra* 

• Johnson's (J. . 



ojective Geometry.. ............ 

ures on the Theory of Elliptic Fui 

n's Space Analysis 

.) Three-place Logarithmic Tables: 

* Mounted on heavy i 

.) Abridged Editions of DiSereatii 



it-pocket size, p 
•lOOo 
board. S X 10 in 



Differentia.1 Equations 

Elementary Treatise o 
* ~ ■ il Mechanics 



the Int 






Theory of Errors and the Metliod of Least Squares.. 

Treatise on Differential Calculus Large l2mo. 

Treatise on the Integral Calculus Large 12mo. 

Treatise on Ordinary and Partial DiSerential Equations.. .I^rge I~ 
" Karapetoff's Engineering Applications of Higher Mathemalics. Large 1 
Koch's Practical Malhematice. (In Press.) 

Laplace's Philosophical Essay on ProbabiUties. (Truscott and Emory.) . I 

•Le Messurier's Key to Professor W. W. Johnson's Differential Equat 

Small 

■ Ludlow's Logarithmic and Trigonometric Tables. 

■ Ludlow and Bass's Elements of Trigonometry and Logarithmic and ( 

Tables 

* Trigonometry and Tables published separately ! 

Macfarlane's Vector Analysis and Ouatemiona 

McMahon's Hyperbolic Functions 

'bers and th^ Representation by Sequence; 



Mathi 






. . 12mt 



1 Woolse 



Johnson. No. 



. 9, Differi 
I. The S. 



. by 



Merri man's Metl 



2 00 
I 00 
1 00 



Monographs. Edited by Mansfield Merriman and Robert 

S. Woodward OcUvo. each 

No. 1. HbCory of Modem Mathematics, by David Eugene Smith. 
No. 2. Synthetic Projective Geometry, by George Bruce Halsted. 
No. 3. Determinants, by Laenis Gifford Weld. No. 4. Hyper- 
bolic Ptmctions, by James McMahon. No. S. Harmonic Punc- 
tloos, by William E. Byerly. No. 6. Grassmann's Space Analysis, 
by Edward W. Hyde. No. 7. ProbabiUty and Theory of Errors. 
by Robert S. Woodwa - - - - - . ■ . - . . 



Johnson's Differential 
entiiry TroH-tiss on the 



8vo, (2 00 

b. in one. 
Large I2ioa, 1 SO 



wn to the Real Infinitesimal Analr>i< of One 
.d-book of Matbenuitics lor B 



HECHANICAL ENGIHEERIHO. 

MATERIALS OF ENGINEERING. STEAM-ENGINES AND BOILSRS. 

Bacon's Forge Practice 12oio, 1 6C 

Baldwin's Steam Heating for Buildingi 
Barr and, Wood's Kinematica of Machi 



'b Mechanical Dra' 






s The Gas. Petrol and Oil Engine. 
in'B First Lessons in Metal Workini 
in and De Groodt'a Speed Lathe. . 



s Elements of (ieneral Drafting k 



Mechanical En- 



atise on BelU and Pulleys. . . 




12rao 










-citting Machinery 


■■■■ 


...Large 12mo 









Flajiders's Gear- 
Plathei's Dym 

GiU's Gas and Fuel Analysis for Engini 
Goss's Locomo^ve Sparks. 



d Ellis's High Speed Dynan 



-t I. Kinematics of Machinery 

■t II. Form, Strength, and Proportions of Pans 

s Machine Shop Practice Large 12mo, 





me Shop Tools and Methods S 




and Dean).. 8 







■d Reduclion Factors tor Gases 

Maluin'E indusliul Dranins. (Thompson.) 

Mebitenii's Gas Engine Theory and Design Large 

Miller, Berry, mid Riley"s ProWeiM In Thermodynamics and Heat Enj 

Oberg's Handbook of Small Toois Large I2mi ' 

• Parshall and Hobsrt's Eleclric Machine Design. Small 4U, half l«theg 

• Peele's Compressed Air Plant. Second Edition, Revised and Enlarged, 8v< 
Perkina's General Thermodynamics. (In Press.) 

Poole's Calorific Power of Fuels Svi 

• Porter's Engineering Reminiscences. 1855 to 1882 8v( 

Randall's Treatise on Heat. (In Press.) 

• Reid' I Mechanical Drawing, (Etemenfary and Advanced ) 8vr 

Text-book of Mechanical Drawing and Elementary Machine Design.Svc 

Richards's Compressed Air. - I2m< 

Robinson's Principles of Mechanism Svt 

Schwamb and Merrilra Elements of Mechanism 8v( 

Smith (A. W.) and Man's Machine Design 8vc 

Simth's (O.) Press-working of Metal* 8vr 

Sorel's Carbureting and Combustion in Alcohol Engines. (Woodward an 

Preston.) Large 12m( 

Stone's Practical Testing of Gas and Gas Meters 8vi 

Thurston's Animal as a Machine and Prime Motor, and the Laws of Energetics 

12mo. 

Treatise on Friction and Lost Work in Machinery and Mill Work. . .8vi 

• Tiilson's Complete Automobile Instructor iam< 

• Titsworth's Elements of Mechanical Drawing Obkmg Svi 

Warren's Elements of Machine Construction and Drawing. 8v, 

• Walerbury's Vest Pocket Hand-book of Mathematics tor Engineers. 

2}y6I inches, mo; 

' Enlarged Edition. Including Tables moi 

Weisbach's Kinematics and the Power of Transmission. (Herrmann- 

Klein.l 8v. 

Machinery of Transmission and Governors. (Hermann— Klein.). .8vc 
Wood's Turbines. Svi 

MATERIALS OF EHGIICEGRIIIG. 

Burr's Elasticity and Resistance of the Materials of Engineering. 8vi 

Church's Mechanics of Enpneering. 8v( 

Mechanics of Solids (Being Parts I, II, III of Mechanics of Engineering 

♦Greene's Slruclural Mechanics 8v( 

Holley'B Analysis of Paint and Varnish Products. (In Press.) 

' Lead and Zinc Pigments. . . .,..,. Large 12mc 

Johnson's (C. M,) Rapid Methods for the Chemical Analysis of Specii 

Sleek, Steel-Making Alloys and Graphite Large 12mt 

Johnson's (J. 8.) Materials of Construction 8v< 

Keep's Cast Iron 8v( 

• King's Elements ot the Mechanics of Materials and of Power of Tran^ 

Lanza's Applied Mechanics ...,.,,,. .8v( 

Lowe's Paints for Steel Structures 12m< 

Maire's Modem Pigments and their Vehicles. ISmi 

Maurer's Technical Mechanics 8v< 

Merriman's Mechanics of Materials 8v< 

* Strength of Materials 12m( 

Metcalt's Steel. A Manual tor Steel-users 13m< . 

• Murdotk's Strength ot Materials 12ma, 

Sabin's IndusUial and Artistic Technology of Paint ami Varnish. ... 

Smith's (A. W.) Materials of Machines 12mo, 

» Smith's (H. E.) Strength of Material 

Thurston's Materials of Engineering 3 vols.. 8vo, 

Part I. Non-metallic Materials ot Enpneering 8vo 

Part II, Iron and Steel 8vo, 

Part III. A Treatise on Brasses, Broniea, and Other Alloys and their 
Constiluenis 8vo 



atEr ury . ora Dry in or es .ng - o ons rue .on^ 

Wood's <D« V.| Elements of Analj-tical Mechani* 8vo 

TrealLse on the Reaiatanco of Materials and an Appendii on th. 

Preservation of Timber 8vo 

Wood"! (M, P.) Rustless Coatings; Coiroalon and Eleclrolj-sis of Iron am 

Steel 8vo 

STEAH-ENGinES AND BOILZitS. 

Berry's Temperature-entropy DiaBtam. Third Edition Revised and En 

Carnot's Reflections' im the' Motive Pow^ of HmV/ ' (Thura^ 

Chase's Art of Pattern Making 12nio 

Creishlon's Steam-engine and other Heat Motors Svo 

Dawson's "Engineering" and Eleclnc Traction Pocket-book. .. .lOmo. mor 

• Gebhardfs Steam Power Plant Engineering Svo 

Goss's Locomotive Performance 8to 

Hemenway's fndicator Practice and Steam-engine Economy 12nio 

Hirshfeld and Barnard's Heat Power EnEineering. (In Press.) 

Hutton'3 Heat and Heat-engines 8vo 

Mechanical Engineering of Power Plants. 8vo 

Kent's Steam Boiler Economy 8vo 

Kneass's Practice and Theory of the Injeeto.-. 8vo 

MacConJ's Slide-valves 8vo 

Meyer's Modem Locomotive Construction 4lo 

Miller, Berry, and Riley's Problems in Thermodynamics Svo, papei 

Mayer's Steam Turbine Svo 

Peabody's Manual of the Steam-engine Indicator 12mo 

Tables of the Properties of Steam and Other Vapors and Temperature 

Thermodynamics of the Steam-en^ne and Other Heat-engines. . . .Svo 

• Thermodynamics of the Steam Turbine Sto, 

Valve-gears for Steam-engines Svo. 

Peabody and Miller's Steam-boilers 

Pupin's Thermodynamics of Reversible Cycles in Gases and Satumted Vi 
(Osterberg.) 1 

Reagan's Locomotives: Simple. Compound, and Electric. New Editio: 

Sinclair's Locomotive Engine Running and Management 1 

Smart's Handbook of Engineering Laboratory Practice 1 

Snow's Steam-boiler Practice 

Spangler's Notes on Tbermodynatnics. . . 1 

Valve-gears 

Thomas's Steam-turbines ...'..!! 

Thurston's Handbook of Engine and Boiler Trials, and the Use of the 

catorand the Prony Brake 

Handy Tables 

Manual of Steam-boilers, their Designs, Construction, and Operation 

Manual of the Steam-engine 2 vols.. 

Part I. History, Structure, and Theory 

Part li. Design. Construction, and Operation 

Wehrenfennig's Analysis and Softening of Boiler Feed-water. (Pattersi 

Weisbach's Heat, Steam, and Steam-engines. (Du Bois.) 

Whitham's Steam-engine Design 

Woo-l'^ Thermodynamics, Heat Motors, and Refrigeriting Machines. . . 

uecHAnics pure and applied. 

Church's Mechanics of Engineering Svo. 

Mechanics of Fiuids (Being Part IV of Mechanics of Engineering). . 8vo. 

•Mechanics of Internal Works Svo, 

Mechanics of Solids {Being Parts I, 11, III of Mechanics of Engineering). 

Svo, 

Notes and Examples in Mechanics. , Svo, 

13 



Dnna's Text-booli of Elementary U«lUTtics for Calleflos and Scboob .12mo, 
Du Boia'i Elementary Principles of Mechnnics: 

Vol. I. Kinematics. , .'. 



il Mechanic! 



Vol. II, . 



nail 4 



entory Mechanics for Engineeriog Students I2m( 

James'i Kinematics of a Point a4id the Raliooal Mechanics of a Particle. 
Laj-ge 12m[ 

• Johnson's (W. W.) Theoretical Mechanics 12™ 

■ King's Elements of the Mechanics of Maleriala and of Power of Trans- 



Mauret's Te 

• Memman'i 

Mechan 



[echanica of Mati 

>l Mechanics 

nenCs of Mechani 



il Mechanic; 



3 50 

4 OO 
7 SO 

10 OO 



* Chapin's The Soun 



icher's Nephrit 
•Oedema.... 
■ Physiology i 



MEDICAL. 

ological Chemistry in Thirty Leclui 

sion of Tuberculosis. (BolduBn,). . , . 

munity. ' ' (Gay.) ". ', '. '. '.'. '. '. '. 

I and Modes of Infectlan 

1 Methods with Special Reference to Blologici 



(Hall 









:t-book oi 



Large 12t 

. (Rosanoff and Collins.) . . , Large 12c 

rslological Chemistry. (Mandel,).- . .S 

y Work in PhysiologicBl Chemistry. .3 

i.,assar-k,otui's ITaris of Urinary Analysis. (Lorenz.). .............. 12r 

Mandel's Hand-book for the Blo-Chemical Laboratory IZr 

• Nelson's Analysis of Drugs and Medicines. lar 

• Pauli's Physical Chemistry in the Service of Medicine. (Fischer. )..lZr 

• Pozii-Escofs Toxins and Venoms and their Antibodies. (Cohn.). . 12' 

Rosloski's Serum Diagnosis. (Bolduan.) 12r 

Ruddiman's Incompatibilities in Prescriptions S 

Whys in Pharmacy 12r 

Salltowski's Physiological and Pathological Chemistry. (Omdorff.) ....8 

• Satterlee's Outlines of Human Embryology I2r 

Smith's Lecture Notes on Chemistry for Dental Students 8 

• Whipple's Tyhpoid Fever 

• Woodhull's Military Hygiene for OIGcers of the Line Large 12i 

■ Personal Hy(nene. 12i 

Worcester and Atkinson's Small Hospitals Establishment and Maintenao 



I2mr 



Hospiul. , 



ir Hosp: 



METALLURGY. 

Betts's Lead Refining by Electrolysis 8vo, ■ 

Bolland's Encyclopedia of Pounding and Dictionary of Foundry Terms used 

in the Practice of Moulding. I2mo. ; 



Edition. (lo Prew.) 

Douglas's Untechnical Addiesses on Technical Subjects 

Gocsel's Minerals and Metals: A Reference Book ISmo 

• Il«'5 Lead-smelting 

JohnsOD's Rapid Methods for the Chemical Analyns oC Special I 

Steel-makina Alloys and Graphite Large 12mo, 3 00 

Keop-s Cast Iron " 

Mstcalf'B Steel. A Manual for Steel-users 12mo. 2 00 

Hinet's Production of Aluminum and its Industrial Use. (Waldo.).. 

Palmer-s Foundry Practice. (In Press.) 

•Price and Meade's Technical An^yris of Brass 

• Ruer's Elements of Metallography. (Mathewson.l gvo, 3 00 

Smith's Materials of Machines 

Tate and Stone's Foundry Practice 

Thurston's Materials of Engineering. In Three Parts 8vo, S 00 

Pare 1. Non-meullic Materials of Engineerine, see Civil Bngint ' 

Part II. Iron and Steel Bvo. 3 SO 

Fait lil. A Tnatise on Brasses. Bronzes, and Other Alloys and their 

Constituents- . - - . - -.-.-..,.-.....,- 

Ullce's Hodem Electrolytic Copper Refining. Svo, 3 00 

West's American Foundry Practice 12mo, 2 60 

- ■ - ■ -' 2 SO 

MlNERALOGy. 

Baskerville^s Chemical Elements. (In Preparation.) . 

• Browning's Introduction lo the Rarer Elements 

Brush's Manual of Determinative Mineralogy. (Penfield.) 

Butler's Pocket Hand-book of Minerals 16mo, mor. 

Chester's Catalogue of Minerals Svo, paper. 

Cloth, 

• Crane's'Gold and Silver Si 

Dana's First Appendix lo Dana's New "System of Mineralogy". . Large 8i 
Dana's Second Appendix to Dana's New " System of Mineralogy." 

Large 8i 

Manual of Mineralogy and Petrography 12n 

Minerals and How lo Study Them 12n 

System of Mineralogy Large Svo. half leathi 

Text-book of Mineralogy 8i 

Douglas's Untechnical Addresses on Technical SubieclE. 12n 

Eakle's Mineral Tables 8> 

Eckel's BuUding Stones and Clays. (In Press.) 

Goesers Minerals and Metals: A Reference Book 18mo, mt 

• Groth' 5 The Optical Properties of Crystals. (Jackson.) 81 
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